ANNUAL PREVENTATIVE MAINTENANCE

DataMaster DMT: 104309

Location: Windsor PD
Calibration Date:  09/08/2011
Certification Date: 09/08/2011
Installation Date:  09/20/2011

APM Date: 08/08/2013

Performed by: ROBERT DRISCOLL

Diagnostic Results Simulator Vapor Test
Concentration =0.097 g/210L
Lot # = 12-89-100
VERSIONS Range =0.092 -0.102
DMT: 1.01 Simulator Vapor =0.098 g/210L
PIC: 2.06
Modem: 2.4 .
Questions: 2.1 RF Detection Test
Passed
TEMPERATURES

Sample Chamber = 48.8°C Sample Acceptance Test
Breath Tube = 46.7°C Passed
Digital Sim = 34,0°C

SETTINGS
Lamp Voltage = 1.66 V
Cooler Voltage = 1.79 V
Bias Voltage = 80 Vv 0.10 ] Y I 40.0
Coopper. Txeg = .380 Ha & Bk Alechol (g/210L) [+ B —_
PUMP INFO ——— Flow Rate(L/M) ; (\ .
DETECTOR INFO T | S N— ( 77777
PUMP oN OFF 0.07 28.0
MAX (V) 0.1760 0.1795 ;
MIN(V) 0.1744  0.1783 M e (S : i e G
FILTER INFO 0-05 ek T """"""""""" """"""" el el 0 )
Filter 1 0.179 Zero = true {
Filter 2  0.459 Zero = true B Qoo g | o] 1660
Filter 3 0.215 FZero = true

G OB | s 1 1 e S B 12.0
CALIBRATION CHECK
Xg = 0.085 0.83% Y] | — 111111198 — | 1o

0.01 [V} rrrrrrrrrrrrrrrrrrrrrrrrrrrrrrrrrrrrrrrrrrrrrrrrrr 4.0
APM PASSED 0-99 : g.0
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ANNUAL PREVENTATIVE MAINTENANCE

DataMaster DMT: 104309
Location: Windsor PD
Calibration Date:  09/08/2011
Certification Date: 09/08/2011
Installation Date:  09/20/2011
APM Date: 08/08/2013
Performed by: ROBERT DRISCOLL
Diagnostic Results Simulator Vapor Test

Concentration =0.097 /2101,

Lot # =12-89-100
VERS IONS Range =0.092-0.102
DMT: 1.01 Simulator Vapor =0.098 p/210L
PIC: 2.06
Modem: 2.4 .
Questions: 2.1 RF Detection Test

Passed
TEMPERATURES
Sample Chamber = 49.6°C Sample Acceptance Test - e "o -‘n.o
Breath Tube = 48.1°C Failed g/ﬁ/fb Ch@f)wa(l- one. DAY N cprNe
Digital Sim = 34.0°C alcohol "blips" Q(LD s .
o o

SETTINGS wmd  recan AP patice \, Ball moy ©ios®
Lamp Voltage = 1.67 V Ve et ) . dve . No were " Blgs
Cooler Voltage = 1.80 V o W e g, chngle Moy
Bias Voltage = B0 V 0.10 H ; T 40.0
Chopper Freq = 532 Hz o ool W r\] -------- Lot
PUME INFO Flow Rate(L/M) .
Flow Rate = 5.883 L/M (TS | e T SRS SR (NSRS | W NS ————— 32D
DETECTOR INFO
PUMP. | G — B B e e 28.0
MAX (V) 0.1815 0.1835
MIN(V)  0.1801 0.1819 0.06 24.0
FILTER INFO 0.05 20.0
Filter 1 0.182 Zero = true
Filter 2 0.461 Zero = true O 0 i & i [ e cee B o Sh] B, S 16.0
Filter 3 0.221 Zero = true

e e et ¢ 1 i | et e o it s e 12.0
CALIBRATION CHECK
Xg = 0.085 1.04% PO PORUU SO £ 1111 D S— 8.0

(oY f‘\ B e e 4.0
APM FAILED 0.00 wlﬂ v 0.0
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