ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 104309

Location: Windsor PD
Calibration Date:  09/08/2011
Certification Date: 09/08/2011

Installation Date:  02/25/2015

RPC Date: 07/23/2015

Supervisor Name: JONATHAN J ADAMS

Di i I Accuracy and Precision Check
Concentration =0.098 g/210L
Lot# = 1501-100
VERSIONS Range =0.093 -0.103
DMT: 1.01 Average =0.100 g/210L
PIC: 2.06 Std Dev = (0,0000

Modem: 2.4
Questions: 2.1

RF Detection Test
TEMPERATURES Passed
Sample Chamber = 48.9°C
Breath Tube = 47.3°C le A n
Digital Sim = 34,1°C Passed
SETTINGS
Lamp Voltage = 1.66 V
Cooler Voltage = 1.79 V
Bias Veoltage = B0 V 0.10 40.0
Chopper Freq = 538 Hz —— Alcohol (g/210L) .
SRS T 0.08 Flow Rate(L/M) 480
Flow Rate = 5.749 L/M 0.08 - 32.0
o) [\
DETECTOR INFO 0.07 '| [ % |28.0
PUMP ON OFF \
MAX (V)  0.2303  0.2337 Pl % Poin
MIN(V) 0.2289  0.2323 906 =‘ 1l Nl
FILTER INFO 0.05 JI | ! 'l : | |20.0
Filter 1 0.233 Zero = true | [ ‘
Filter 2 0.5089 32Zero = true 0.04 - 1 r-]116.0
Filter 3 0.258 Zero = true | [l |
0.03 : ‘ . } 12.0
CALIBERATION CHECK ‘
Xq = 0.085 0.93% 5 g% ‘ | | aut
0.01 {‘! Rl ‘ | +la.0
VUL |
Routine Performance Check Passed o.ool 1IN L) 0.0
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Performed by ,Q — Date 07/23/2015 f{\\\/’J
Reviewed by -% : __ Date __?_/uzf’—_———— /\\
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