ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT:
Location:
Calibration Date:
Certification Date:
Installation Date:
RPC Date:
Supervisor Name:

Diagnostic Results

VERSIONS

DMT: 1.01

PIC: 2.05
Modem: 2.4
Questions: 2.1

TEMPERATURES
Sample Chamber

Breath Tube
Digital Sim
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SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Freqg

LT

PUMF INFC
Flow Rate = €.449%

DETECTOR INFO
PUMP ON

MAXY (V) 0.28¢4
MIN (V) 0.2848

FILTER INFO
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0.661

5]
i
&
o
[
o]
(SR &5 I =

CALIBRATION CHECK

X¢ = 0.081 1.64

104409

Winooski PD
12/19/2011
12/20/2011
12/23/2011
02/28/2015
MICHAEL E CRAM
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Routine Performance Check Passed
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Accuracv and Precision Check
Concentration =0.099 22101,
Lot # 14-14-100
Range - 0.094-0.104
Average - 0.097 2/210L
Std Dev =0.0010

RF Detection Test
Passed

Sample Acceptance Test

Passed

wl{g/210L)

r Rate{L/M)

Performed by

Revicwed by

DMT Scrial Number #104409

Date 02/28/2015

Date 3}/5’ N
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SOLUTION CHANGE

DataMaster DMT: 104409

Location: Winooski PD
Date: 02/28/2015 .
Performed by: MICHAEL E CRAM

Accuracy and Precision Check

Concentration = 0.099 ¢/210L
Lot # 14-14-100
Range 0.094 - 0,104
Average ~0.097 2210L
Std Dev = 0.0000

Simulator Temperature: 34°C
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DMT Serial Number /104409

Date
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