ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 104509

Location: *  LUDLOWPD

Calibration Date: ~ 07/15/2015 & Wohpu N
Certification Date:  07/15/2015 o
Installation Date: ~ 07/16/2015 > oo R e
RPC Date: 10/15/2015

Supervisor Name: RICHARD A KING

Diagnostic Results Accuracy and Precision Check

Concentration =0.099 g/210L

Lot # = 15-09-100
VERSIONS Range =0.094-0.104
DMT: 2.00 Average =0.099 g/210L
PIC: 2.05 Std Dev =(0.0004
Meodem: 2.6
SRS S - RE Detection Test
TEMPERATURES Passed
Sample Chamber = 48.7°C Sample Acceptance Test
Breath Tube = 48.1°C Passed
Digital Sim = 34.0°C
SETTINGS
Lamp Voltage = 1.77V
Cooler Voltage = 1.83 V 0.10 40.0
Bias Voltage =80 V e Alcohol (g/210L) e
Chopper Freg = 538 Hz Flow Rate (L/M) Stk
PUMF INFO 0.08 _ 32.0
Flow Rate = 4.523 L/M

0.07 28.0
DETECTOR INFO 54
PUMP  ON OFF P48 Rl
MAX (V) =0.0341 -0.0331 S5
MIN(V) -0.0356 ~ -0.0348& b8 I e
FILTER INFO ' Pl ! i
Filter 1 =-0.034 Zero = true 003 12.0
Filter 2 0.546 Zeroc = true : o
Filter 3 0.180 Zero = true 566 J | 8.0
CALIBRATION CHECK 0.01 | \ d.0
Xg = 0.104 0.08%
Routine Performance Check Passed 0.00L 4NN || 0.0
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CHECK-IN CONFIRMATION TEST

STATE OF VERMONT

DataMaster DMT: 104509
Location: LUDLOW PD

Certification Date: 07/15/2015

Installation Date: 07/16/2015

Date: 10/22/2015
Time: 17:23:11

SUBJECT NAME:
TEST TEST
DOB: 01/01/1960 AGE: 55
GENDER: M
LICENSE #: 0000000 VT

TEST OPERATOR NAME:
RICHARD A KING
AGENCY: LUDLOW PD

BLANK TEST

CALIBRATION CHECK
SIMULATOR VAPOR 34.0°C
SUBJECT SAMPLE (Vol=3.2L)
BLANK TEST

0.000
PASSED
0.099
0.000
0.000

All alcohol values reported in g/210L

Sim. Vapor Concentration
Sim. Vapor Range
Lot #: 15-09-100

L

0.089

17:24
17:24
17:24
17:25

17:26

0.094 - 0.104

DMT Serial Number #104509
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36.
32
28
24.
20
/\]\ 16.
12
B.
4.
[ ™ o,
10 20 30 40 50 60 70 80 90
10/22/2015 5:26 PM

27 2 Lo



