ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 104609

Location: UVM PD
Calibration Date:  12/15/2011
Certification Date: 12/16/2011
Installation Date:  12/22/2011

RPC Date: 10/14/2013
Supervisor Name: MATT L COLLINS

Diagnostic Results Accuracy and Precision Check
Concentration =0.100 g/210L
Lot# =13-13-100
VERSIONS Rangc =0.095-0.105
DMT: 1.01 Average. =0,102 g/210L
PIC: 2.05 Std Dev =0.0000
Modem: 2.4 .

Questions: 2.1 .
RF Detection Test

TEMPERATURES Passed
Sample Chamber = 48.7°C
Breath Tube = 47,0°C Sample Acceptance Test
Digital Sim = 34.1°¢ Passed
SETTINGS
Lamp Voltage = 1.75 V
Cooler Voltage = 1.70 V
Bias Voltage = 80 V 0.10 7 - - T ; : z 40.0
1 F =5 - - ‘ - - - ’
R B e 0.09|- Alcohol (g/210L) .......... e | 36 o D
PUMP INFO _ E‘lo:«’ Rate(L/M): "
E'low Rate = 5.952 L/M 0. 0B |- e . .......... | S sl | 5.
DETECTOR INFO i
MAX (V) 0.2120 0.2134 o
MIN(V)  0.2100 0.2120 s R
FILTER INFO 0.05] - e e
Filter 1 0.213 Zero = true
Filter 2 0.524 Zero = true 0.04
Filter 3 0.200 Zero = true
CALIBRATION CHECK
Xq = 0.079 2.58% 0.02
i rm h 0.00 - - E LJo.
Routmc Pe!'fO ance Check Passed 0 5 10 15 20 25 30 35 40 45 50 55 60

Performed by Witho Z A Date 10142003

, \p)
Reviewed by ‘7% Date ﬂ,/azq % 2, \© \o\’lp

DMT Scrial Number #104609 Page 1 of 1 10/14/2013 10:11 AM




