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Status Record Histor s
y 02/06/2014
Status Status
. Test Type
Date Pime vp Status Message
02/05/2014 03:11:49 | BUY Subjeckt Racord Simulator Qut of Range
01/18/2014 01:39144 DYI Subject Record Punp EFror
01/05/2014 20:32:32 DUI Subiect Record Simulator Out of Range
01/02/2014 17:04:05 DUI Subject Record Simulator Gut of Range
01/01/2014 03:41:55 DUI Subject Record RESPONSE TIMEOUT
DMT Senal Number #104609 Page 1 of 1 02/06[20]4 10:17 AM




CALIBRATION REPORT

DataMaster DMT: 104609
Calibration Date: 12/15/2011
Calibrated by: KIRK L KIMBALL

Lot: 12-33-100

Ca = 0.100 i .

CAT, = 0.970478 0,800 = CAL < 1.200

bl = 0.000 0,000 = bl < 0.004

b2 = 0.004 0.002 <= b2 < 0.010

b3 = 0.000 0.000 = b3 < 0.004

Xg = 0.077 0.050 = Xq < 0.200

a2l = 1.193048 1.050, <= a2l < 1.300

a3l = 0.445091 0.300 <= a3l < 0.800

Performed by Pt P Date 12/15/2011

DMT Serial Number #104609 Page 1 of 1 01/03/2014 11:35 AM




CERTIFICATION REPORT

DataMaster DMT: 104609

Calibration Date:  12/15/2011
Certification Date: 12/16/2011
Certified by:

VERSIONS
DMT: 1.00
PIC: 2.05
Modem: 2.1

Questions : 2.0
TEMPERATURES
Sample Chamber = 48.7°C

Breath Tube = 47,6°C
Pigital Sim = 0,0°C

SETTINGS

Lamp Voltage = 1,75V
Cooler Voltage = 1.70 V
Bias Voltage = 80V
Chopper Freq = 533 Hz

PUMP INFO
Flow Rate = 6.194 L/M

DETECTOR INFO

PUMP  ON OFF

MAX (V) -0.0238 ~0.0217
MIN(V) -0.0254 -0.0238

FILTER INFO

TFilter 1 -0.023 "Zer¢ = ftrue
Filter 2 0.301 BZero = true
Filter 3 -0.040 GZere = true

CALIBRATION CHECK
g = 0.076 1.12%

DMT Serial Number #104609

STEVEN R MERRILL

Options
OPTIONS
Units
Alcohol..veissosssassenes g/210L
gimulator )
Tolerance Check.svesvrras Yes
standard TypE..sesssrzas. Wet
Nominal....ovrennncanass, 0,100
Digital Simulator........ GUth34CNP
Subject
Ask Questions..,......s.. Ye8
Nul.'nbﬂr-ﬂf Test®, srvavrsas 2
Alcohol Digplay..sssaavse YoB
Volume Display.setssceasas OB
Query Refusal....ccoveasn YOB
CopleB.csarsnaranassansas 3
Simulator Before......... yes
Similator Between.....,.. yes
Sim:lator After,..,...,.. NO
Cbhservation Time......... 0
Supervisor
Nurrber of TestS.isecses.s 10
Calibration
Standard Type..ssssees.as WOE
Nominal...vveevnvasnncasrs 0.100
Nominal (Dry Gas)......... 0.100
Number of TestsS...:vvu.es 1
Printer
Printer ON.c.cceassasceads YES
Software Configuration - o )
Data Collection..irsree.. yea
Page 1 of 2 02/06/2014 10:21 AM




inearity C _
True Value Reported Average Std Dev

DMT Linearity

- 0.50 7
0.020 g/210L  0.019 g/210L 0.0000 /
Lot # 12-46-020 _ 0.42 5
0082g/210L  0.079g210L 0.0000 " /"
Lot # 12-41-080 S6.33 : '
0.165g/210L  0.159 g/210L 00000 : /
Lot # 12.42-160 - _ 0425
0402 g/2101.  0.395 g/210L 0.0000 3
Lot # 12-47-400 &
R*=0.9999
In l'f \ 0.-00 0.08 .17 0.25 0.33 0.42 0.50
Lot # 12-37-080A1 DHT Results
Interference Detected
0.20 ] ] 40.0
[ i 0.18}- Alcohol (g/210L} 436.0
Mouth Alcohol Detected Flow Rate({L/M)
G.16 32.0
0.1 ] S T T H T (UMEIR UM NCTUMEET: MEREEEe 28, '0
0.12 24.0
RF D ion Test - 0.10 \\ 20.0
Passed 0.08 \... \ {16.0
0.06 g o 12.0
[N e T N SURE | el sttt et 8.0
0.02 4.0
0.00 : 0.0
0 5 10 1§ 20 25 30
Sample Acceptance Test 0 M T T T 40.0
Passed Rleohol{g/210L) | .
0-08-1 __ Flow Rate(L/M) 36.0
] I e | S 32,0
0,07t 28.0
IJT] N, R AT S P 24.0
1] S 20.0
L R B I L Rty - 16.0
- 0,03 12.0
u . 02 ....................... .
CERTIFICATION PASSED 8-0
0.01 o I\ 4.0
0.00 l J \ ; 0.0
, 0 5 10 15 20 25 30 35 40 45 50 55 60
Performed by Fm A= Date 12/16/2011
Reviewed by Date
DMT Serisl Number #104609 Page 2 of'2 02/06/2014 10:21 AM




INSTALLATION REPORT

DataMaster DMT: 104609
Location: UVMPD
Calibration Date:  12/15/2011
Certification Date: 12/16/2011
Installation Date:  12/22/2011

Installed by: KIRK L KIMBALL
Default Options Loaded
Diagnostic Rosylts A regigi
. Cancentration =0,100 g/210L
Lot# =12-45-100
VERSIONS Range =0.095- 0.10_5 R
DMT: 1.01 Average =0.098 g/210L
PIC: 2.05 Std Dev =0.0000
Modem: 2.2
Questcions: 2.0 . )
RF Detection Tost
. TEMPERATURES Passed
Sample Chamber = 49.1°C
Breath Tube = 46.9°C Sampl ce Test
Digital sinm = 33.9°C Pasged '
~ SETTINGS
‘Lanp Voltage = 1.75 vV 010 T T 40.0
Cooler Voltage = 1,70 vV Alcohol (g/210L)
Bias Voltage = 81V o.00f{ 36.0
Chopper Fraq = 534 Hz | Flow Rateli/M)
PUMP INFO 0.08|- -|az.0
Flow Rate = 6,150 L/M 0.07 |- . ~{28.0
DETECTOR INFO
PUMP  ON OFF 0.06 24.0
MAX (V) -0.0404 -0.0372
MIN(V) -0.0419 -0.0390 0. 0B ~|20.0
FILTER INFO Y R e g it ~|16:0
Filter 1 -0.039 Zero = true
Filter 2 0.284 Z2ero = true 0.03 12.0
Filter 3 -0.039 Zero = true
0-02 - [P PR B-O
CALIBRATION CHECK . N\ﬂ
Xg = 0.077 1.01% 0.01 ] ‘.0
0.00 . f .0

; [4]
0 5 10 18 20 25 30 35 40 45 &0 55 &0

12/22/2011

INSTALLATION PASSED

Performed by KX k’ Date
Reviewed by Date
DMT Setial Number #104609

Pago 1 of'1

02/06/2014 10:21 AM




