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DATAMASTER DMT MAINTENANCE LOG
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DataiMiaster Simulator Soluiion
lot#14-14-100  EtOHaq Conc: 0.099

[ S———— Range: 0.G94 - 0.1(4 T
q [ Eor RF’C Preparation Date: 10/16/2014 Expires: 10/16/2015 3 Label Here] ~
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DataMaster Simulator Solution

---------------------- ~ lot#15-13-100 . EtOHaq Conc: 0.099 - o
Range: 0.084 - §.104 '
C
_[_Fjo_r E:?‘P_ Preparation Date: 09/15/2015 Expires: 09/15/2016 ?_L???E_}‘:iewr?lw
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Status Record History

Page 1

10/30/2015
Status Status
. est Type
Date Time T YP Status Message

09/04/2015% 03:25:15 DUI Subiject Recard Simulator Gut of Rahge

D9/04/2015 03:32:57 DUI Supiect Record Simulator Out of Range

09,04 /2015 Z0:d44:48 PUL Subiect Record RESPCNSE TIMEOUT

09/22/201% 00:13:586 DUT Subiect Record Simuiator Qut of Range

09/22/201% 00:16:316 DI Subiect Record Simulater Cut of Hange

DT Serial Number #104609 Page ) of 1 10/30/2015 2:40 PM



ROUTINE PERFORMANCE CHECK REPORT
DataMaster DMT: 104609
Location: UVMPD
Calibration Date:  07/31/2014
Certification Date:  07/31/2014
Installation Date:  07/31/2014
RPC Date: 10/30/2015
Supervisor Name: MATTHEW L COLLINS
Diagnostic Results Accuracy and Precision Check
Concentration = 0.099 g/210L
Lot# = 13-13-100
VERSIONS Range = 0,094 - 0.104
DMT: 2.00 Average = 0,098 2/210L
PIC: 2.053 Std Doy = {.0008
Modem: 2.6
Questions: 2.1 .
RF Detection Test
TEMPERATURES Passed
Sample Chamber = 48.7°C
Breath Tube = 46.5°C Sample Acceptance Test
Digital Sim = 34.1°C Passed
SETTINGS
Lamp Voltage = 1.7% V
Cooler Voltage = 1.80 V
Bias Voltage = 81 V C.16 R S R S -0
Choppexr Freq = 544 Hz o oal. Aleohol (g/2100] .
PUMP INFO WTWM E‘loxr-; Ra{te(%/ﬂ)
Flow Rate = 4.%58 L/M o ; ; : o
DETECTOR INFO b by
PUMP ON OFF 0.07 L0
MAY (V)  0.1122 0.1138
MIN(V})  0.1108 0.1122 G-08) -0
FILTER INFO LR A S A -0
Filter 1 0,112 Zero = true .
Filtexr 2 0.432 Zero = true g. 044 R | 1 S SN S S SN | R .0
Filter 3 0.107 Zero = true ;
0.03 ............ 5
CALIBRATION CHECK A
Xg = 0.080 0.44% o.02 L S O I P
b A
a.01)~ j | s S
i ; 0.00 SRR EREIR : %; C o dis.o
Routine Performance Check Passed G5 TI0T 15 20 25 30 35 40 45 50 5560
Performed by AW AL~ Date 10/30/2015
Reviewed by Date

DMT Serial Number #104609
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