ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 104609

Location: UVM PD

Calibration Date;  07/31/2014

Certification Date: 07/31/2014

Installation Date:  07/31/2014

RPC Date: 02/19/2015 :
Supervisor Name: MATTHEW L COLLINS

Diagnostic Resulis Accuracy and Precision Check
Concentration =0,099 g/210L
Lot# = [4-15-100
VERSIONS Range =0.094 - 0.104
DMT: 1.01 Average =0.098 g/210L
PIC: 2.05 Std Dev =0.0000

Modem: 2.4
Questions: 2.1

RF Detection Test

TEMPERATURES Passed
Sample Chamber = 48.9°C
Breath Tube = 48.1°C Sample Acceptance Test
Digital Sim = 34.0°C Passed
SETTINGS
Lamp Voltage = 1.75V
Cooler Voltage = 1.80 V
Bias Voltage = 80 Vv 0.10— : = y ; : - z 40.0
SROBpEX Ereq e 0.09|- Alcohol (g/210L) ......... i g wiiidincii| 36,0
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DETECTOR INFO e T U . WL S
PUMP o - 0.07 28.0
MAX (V) 0.0839 0.0866
MIN(V)  0.0825  0.0850 i [N T D T e i ekt
FILTER INFO 0.05 ............................. oo vis bsaaches sine sie . 20- D
Filter 1 0.085 Zero = true
Filter 2 0. 401 Zero = t.'l'.'l.le 0. 04 s Lo Dume— FPPI SRS S | EEORRN SOy, S -] e 16. 0
Filter 3 0.090 Zexro = true
0 & 03 .................. D et Ll LT ST TIPS SpreR B MRS SUTSON 0 12 : 0
CALIBRATION CHECK
Xq = 0.080 0.55% (T /.4 [T U (LS b T (et SISERANT | [TERPUNE SNSRI DIPPUPRIORS SUUOURRNS. SRR N SORRRNE SOOI 8.0
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CHECK-IN CONFIRMATION TEST
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STATE OF VERMONT

DataMater DMT: 104609
Location: uvM PD

Certification Date: 07/31/2014
Installation Date: 07/31/2014
Date: 02/20/2015

Time: 09:12:56

SUBJECT NAME:
TEST REC

DOB: 01/01/1995 AGE: 20

GENDER: M

TEST OPERATOR NAME:
MATT COLLINS
AGENCY: uvm

PO o v -

BLANK TEST
CALIBRATION CHECK
SIMULATOR VAPOR 34.1°C
SUBJECT SAMPLE (Vol=2.7L)
BLANK TEST

All alcohol values reported in
Sim. Vapor Concentration
Sim. Vapor Range

Lot #: 14-15-100
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 104609
Location: UVM PD
Calibration Date:  07/31/2014
. Certification Date: 07/31/2014
Installation Date:  07/31/2014
RPC Date: 02/19/2015
Supervisor Name: MATTHEW L COLLINS

Diagnostic Resulis

VERSILONS

DMT: 1.01

PIC: 2.05
Modem: 2.4
Questions: 2.1

TEMPERATURES
Sample Chamber

Breath Tube
_~_37Digital Sim
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SETTINGS

Lamp Voltage = 1.75 v
Cooler Voltage = 1.80 V
Bias Voltage =81V
Chopper Freqgq = 542 Hz

PUMP INFO
Flow Rate = 6.347 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.0825 0.0839
MIN (V) 0.0811 0.0827

FILTER INFO

Filter 1 0.084 Zero = true
 Filter 2 0.400 Zero = true
Filter 3 0.087 Zero = true

CALIBRATION CHECK
Xq = 0.079 0.22%

Routine Performance Check Failed
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