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DataMaster Simulator Solution
Lot#14-14-100  EtOHaq Conc: 0.099

Range: 0.094 - 0.104 ‘ )
[ For RPC Preparation Date: 10/16/2014 Expires: 10/16/2015 3 | gabel Here]

......................... 7/2‘///}' ‘

OPENED:

W

-

7 - S/ °
DataMaster Simulator Solution

""""""""""""""" - Lot#15-13-100 . EtOHaq Conc: 0.099

[ FOF RPC Range: 0.094 - 0.104 -

Preparation Date: 09/15/2015 Expires: 09/15/2016 e Label HereJ

5o AP

DataMaster External Standard Solution

Lot#15-23-100  EtOHaq Conc: 0.097
[ For RPC Range: 0.092 - 0.102

i Label Here] |

Preparation Date: 10/29/2015 Expires: 10/29/2016

OPENED:

T~ AZ75

DataMaster External Standard Solution

Lot#15-23-100  EtOHaq Conc: 0.097
[ For RPC Range: 0.092 - 0.102

se Label Here] |

Preparatlon Date: 10/29/2015 Explres 10/29/2016

OPENED:

Z=T6-16
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B th R d Hist &/9015
rea ecor L BLOLY 02/16/2016
Test Test Alcohol Alcohol Sim. Sim.
Date Time Agency Opesmtor Name Val. 1 Val. 2 Conc. 1 Conc. 2 Shatus Mesmnge
10/02/2015 03:17:25] UVM BD MELANIE D WALDBRISE 0.180 0.096
10/03/2015 03:53:33] UVM PD PETER 1L, CLEKAJ 0.180 0.096
10/24/2015 04:11:50] UVM PD MELANIE D WALDBRISE REFUSED 0.095
10/31/2015 00:57:04f{ UVM PD SHAWNA M CRUMP INCOMPLETE REFUSED 0.096
10/31/2015 01:21:11] UVM BD SHAWNA M _CRUMP 0.107 . 0.104 0.094 0.095
1170772015 22:09:16| WINOOSKL BD BRENDA J DAVIS 0.114 0.117 0.098 0.097 .
11/14/2015 01:24:26) CHITTENDEN COUNTY SO BENJAMIN C CHIARAVALLE 0.000 0.098
11/18/2015 02:01:13} BURLINGION PD GREG J OSILKA 0.111 0.120 0.095 0.097
11/25/2015 02:27:34] UVM PD MELANIE D WALDBRISE 0.197 0.094 0.094 RESPONSE TIMEOUT
11/30/2015 23:07:20] WINOOSKI BD STEPHEN A BOVA INCOMPLETE INCOMPLETE, 0.094
12/05/2015 03:25:07| CHITTENDEN COUNTY S0 BENJAMIN C CHIARAVALLE 0.120 0,121 0.096 0.096
12/16/2015 23:19:36] BURLINGION BD DARREN J KENNEDY 0.093 Simulator Out of Range
12/16/2015 23:23:08] BURLINGTON PD DARREN J_KENNEDY 0.130 0.132 0.095 0.095
12/18/2015 22:56:14] WINOOSKI PD DEAN F FULLERTON 0.087 0.095
12/20/2015 01:57:03] UVM_PD PETER L CZEKAJ 0.122 0.094
12/21/2015 19:31:29] SOUTH BURLINGION BD CHRISTOPHER M MATOTT 0.092 Simulator Out of Range
01/30/2016 05:00: 02| BURLINGION PD JESSE W NAMDAR INCOMPLETE 0.110 0.095 0.095
01/30/2016 05:13: 03] BURLINGION PD JESSE W NAMDAR 0.109 INTERFERENCE | 0.094 0.092
02/07/2016 01:24:04] UVM PD AARON B DINCE 0.040 0.098
DMT Serial Number #104609 Page 1 of 1
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Stat R d Hist /2018
atus Recor istory 02 e /3016
Status Status
. Tes Status Message
Date Time t Type Catns Nsmesy

11/25/2015 02:34:14 DUI Subject Record RESPONSE TIMEOUT

12/16/2015 23:21:04 DUI Subject Record Simulator Out of Range

12/21/2015 19:32:56 DUI Subject Record Simulator Out of Range
DMT Serial Number #104609 Page 1 of 1
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 104609

Location: UVM PD

Calibration Date:  07/31/2014

Certification Date: 07/31/2014

Installation Date:  07/31/2014

RPC Date: 02/16/2016

Supervisor Name: MATTHEW L COLLINS

Diagnostic Results

VERSIONS

DMT: 2.00

PIC: 2.05
Modem: 2.6
Questions: 2.1

TEMPERATURES
Sample Chamber

Breath Tube
Digital Sim =

SETTINGS

Lamp Voltage = 1.75 V
Cooler Voltage = 1.80 V

Bias Voltage =81V
Chopper Freq = 541 Hz

PUMP INFO

Flow Rate = 5.057 L/M
DETECTOR INFO

PUMP ON OFF

MAX (V) 0.1022 0.1033
MIN(V) 0.1000 0.1016
FILTER INFO

Filter 1 0.102 Zero = true
Filter 2 0.423 Zero = true
Filter 3 0.103 Zero = true

CALIBRATION CHECK
Xg = 0.080 0.76%

Routine Performance Check Passed

Accuracy and Precision Check

Concentration =0.097 g/210L
Lot# =15-23-100
Range =0.092-0.102
Average =0.099 g/210L
Std Dev = 0.0005
RF Detection Test
Passed
ample A Tes
Passed
0.10 ] 1 i T 1 40.0
Alcohol (g/210L)
0.09 Flow Rate (L/M) 36.0
0.08 32.0
0.07 28.0
0.06 D\\ 24.0
0.05 f\\ 20.0
0.04 s 16.0
0.03 f\ \ 120
0.02 8.0
0.01 A\/\ K ) 4.0
0.00 / LJ u ’\ A .0
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Performed by Date 02/16/2016
Reviewed by Date
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