SOLUTION CHANGE

DataMaster DMT: 104609

Location: UVMPD
Date: 08/23/2016 2
Performed by: MATT L COLLINS A

et -
P Ll
Mg NP anc VR ]

Accuracy and Precision Check

Concentration =0.100 g/210L

Lot # =15-25-100

Range =0.095-0.105 2P
Average =(.100 g/210L g ,q,\f’l b
Std Dev =0.0004

Simulator Temperature: 34.1°C

Performed by ’ Date 08/23/2016
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