ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 104709

Location: VFL

Calibration Date:  04/01/2013
Certification Date: 04/02/2013
Installation Date:  04/02/2013
RPC Date: 08/06/2013

Supervisor Name: REBECCA MEAD

Diagnostic Results

VERSIONS

DMT: 1.01
PIC: 2.05
Modem: 2.5
Questions: 2.1

TEMPERATURES
Sample Chamber

Breath Tube
Digital Sim
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SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Freq
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PUMP INFO
Flow Rate = 5.738 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V)  0.0075 0.0104
MIN(V)  0.0057 0.0089

FILTER INFO

Filter 1 0.009 Zero = true
Filter 2 0.813 Zero = true
Filter 3 0.818 Zero = true

CALIBRATION CHECK
Xq = 0.082 0.11%

Routine Performance Check Passed
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Accuracy and Precision Check

Concentration =0.099 g/210L
Lot =13-04-100
Range =0.094 - 0.104
Average =0.099 g/210L
Std Dev =0.0000
RF Detection Test

Passed

Sample Acceptance Test

Passed
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 104709

Location: VFL

Calibration Date:  04/01/2013
Certification Date: 04/02/2013
Installation Date:  04/02/2013

RPC Date: 08/06/2013
Supervisor Name: REBECCA MEAD
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Dia ic Results Accuracy and Precision Check
Concentration =0.099 g/210L
) Lot # = 13-04-100
VERSIONS Range =0.094 -0.104
DMT: 1.01 Average =0.040 g/210L
PIC: 2.05 Std Dev =0.0545
Modem: 2.5 Standard Deviation out of range
Questions: 2.1
TEMPERATURES
Sample Chamber = 49.1°C [,Oh) le ruuwu Y\.CJS o served H’l::xj ’Qfﬁ+
Breath Tube = 47.4°C . !
Digital Sim = 33.9°%C '%Yf( an g o VGCLO( 6.000 O.HC»\
SETTINGS a . y =
Lamp Voltage = 1.70 V ’Dub‘scquefdr Qhulqbes read ~0-.100 ,
Cooler Voltage = 1.67 V . , i)
Bias Voltage = 80 V L kC,LLi : Q- wou vadve 5’}\,{&1\ “'D ¥ ‘pl rst
Chopper Freq = 531 Hz {:
eWwW aﬂcd.qses . ;
PUMP INFO , £
Flow Rate = 5.622 L/M (17‘1 3’/&:\[ 13
DETECTOR INFO
PUMP ON OFfF
MAX (V) 0.0055 0.0104
MIN (V) 0.0041 0.0077
FILTER INFO
Filter 1 0.010 Zero = true
Filter 2 0.806 Zero = true
Filter 3 0.803 Zero = true
CALIBRATION CHECK
Xq = 0.081 0.74%
Routine Performance Check Failed
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