ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 104709
Location: VPA
Calibration Date:  04/01/2013 ‘
Cel'ﬁﬁcation Datc: 04/02/2013 -‘:“.'g M :u‘,}(.“ - [
Installation Date:  04/16/2014 ST e e
RPC Date: 10/13/2015
Supervisor Name: ROBERT DRISCOLL
Di tic R A 1sion Check
Concentration =0.099 g/210L
Lot# =15-12-100
VERSIONS Range =0.094-0.104
DMT: 2.00 Average =0.097 g/210L
PIC: 2.05 Std Dev =(.0000
Modem: 2.6
Questions: 2.1 .
RF n T
TEMPERATURES Passed
Sample Chamber = 49.1°C
Breath Tube = 46.7°C le Acceptance T
Digital Sim = 33.9°C Passed
SETTINGS
Lamp Voltage =1.70 V
Cocler Voltage = 1.67 V
Bias Voltage = 80 V 0.10 T T T 40.0
Chopper Freq = 533 Hz ——— Rlcohol (g/210L) ; .
0.09|- Flow Rate(L/M) |- e 36.0
PUMP INFO . _ | ! 5
Flow Rate = 5.616 L/M .08 Ll b 32.0
DETECTOR INFO T — — I : 5815
PUMP ON OFF ) : |
MAX (V)  0.0077 0.0108 e r :
FILTER INFO EEl g T D
Filter 1 0.009 Zero = true i i
Filter 2 0.820 Zero = true B Qi [romesiminisin b B e 16.0
Filter 3 0.835 Zero = true i |
0. G : 12.0
CALIBRATION CHECK ; i : }
Xqg = 0.082 0.21% P IR SO LN A LS 5 N 151 SNSRI e R
0. OLfmrmsomee e ~{4.0
: 0.00__ { f f ) \ ; i 0.0
Routine Performance Check Passed - . o . =0 T ~
Performed by P Y Date 10/13/2015
Reviewed by Aé/ Date [0) 2o |(S
CuE 7 ¥
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 104709
Location: VPA
Calibration Date:  04/01/2013
Certification Date: 04/02/2013
Installation Date:  04/16/2014
RPC Date: 10/13/2015
Supervisor Name: ROBERT DRISCOLL
Di ic R

VERSIONS

DMT: 2.00

PIC: 2.05

Modem: 2.6

Questions: 2.1

TEMPERATURES

Sample Chamber = 49.1°C
Breath Tube = 47.7°C
Digital Sim = 33.9°C
SETTINGS

Lamp Voltage =1.70 v
‘Cooler Voltage = 1.66 V
Bias Voltage =80V
Chopper Freq = 534 EHz

PUMP INFO
Flow Rate = 5.504 L/M

DETECTOR INFO

PUMP oN OFF

MARX (V) 0.0091 0.0122

MIN (V) 0.0075 0.0106
FILTER INFO

Filter 1 0.011 Zero = true
Filter 2 0.818 Zero = true
Filter 3 0.829 Zero = true
CALIBRATION CHECK

Xg = 0.081 0.21%

Routine Performance Check Failed
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Accura d Precision Ch

Concentration =0.099 g/210L
Lot# =15-12-100
Range =0.094-0.104
Average =0.097 g/210L
Std Dev =0.0000
RF Detection Test

Passed

le A Test
Failed
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Performed by Date 10/13/2015
Reviewed by Date
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