VERMONT FORENSIC LABORATORY

PO BOX 47

WATERBURY, VERMONT 05676-0047 -
TEL: 802-244-8788"

FAX: 802-241-5357

hitp//vil, vermont. goy

DATAMASTER TECHNICAL SUPPORT INQUIRY

Agency/Site; St Albans PD DataMaster Serial # 104809
Date: __ 08/06/2012 Requestor:__Holly Moore
- Instrument Supervisor: ____Moore A Phone #:

Taken By: R, Driscoll

Problem:  Sim. Temp. out of range during Solution Change protocol,

Laboratory Response;_ Will investigate in field on 8/6/2012

Work Performed:_Simulator temp on DMT reading from 33.5-33.7 degrees C. Checked temp of
sim solution with traceable NIST thermometer (s/n 111814522); solution temp read 33.9 degrees

C. Adjusted temp. sense board in simulator so DMT temp reading would match the temp verified .

by the NIST traceable thermometer. Ran a diagnostic to check machine peripherals and all check
| out within specs. Performed Solution Change protocol and.all within specs, Unit is back in

service, RCD 8/6/2012 -

On Site [ _] In-house . Attachments: 4 pages
Performed By: ' R. Driscoll_€(0 | Date: __08/06/12
Final Review: /ﬁz 6:7&\\:” ' Date: %\\"( \7,0 {2
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Driscoll, Rob

From: Conti, Trisha

Sent: Monday, August 06, 2012 8:13 AM
To: Driscoll, Rob

Subject: ‘ FW: Bottles

Trisha L. Conti, Ph.D. -

Senior Forenslc Chemist
Alcohol Program Supervisor
Vermont Forensic Laboratory
(802) 241-5436 (desk)

(802) 585-6629 (cell)

trisha.conti@state.vt.us  **please note new email address™*

From: Bolduc, Amanda ‘

Sent: Monday, August 06, 2012 8:03 AM
To: Contl, Trisha o
Subject: Fwd: Bottles

Sent from my Verizon Wireless 4G LTE smartphone

-------- Original Message --——--

Subject: RE: Bottles

From: "Moore, Holly" <Holly.Moore@state.vt.us>
Date: Sat, 04-Aug-2012 08:31

To: "Bolduc, Amanda" <Amanda Bolduc@state.vt.us>

cc:

Good-Morning 'Amandar"

I regret to tell you'l again took the DataMaster out of service. 1 know you replaced the Simulator on 07-13-12. I replaced
the Simulator Solutlon on 07-25-12; afterwards putting the DataMaster through its Accuracy and Precision Tests, which It
failed and aborted. On 07-31-12, 1 called you (after hours) on 07-31-12, and was picked up by HQ. The receptionist sald

she would get a message to you, but I didn't hear from you, so assume you did not get it.

There Is a box on the screen now that reads "Simulatof Temperature too low." The temperature at the bottom of the
screen reads 33.7-33.7, It must have a minimum temp of 33.5. i

ITam bre’cty dlscouragéd with this DataMaster. The troops all expect me to "fix it" and can't understand why I haven't yet.,
There is only so much "tinkering" I can do. I did the recommendations listed in the book for troubleshooting "Simualtor

Temperature too Low," I think there Is a problem with the calibration. Please contact me as soon as possible by e-mail o

my cell number: (802)323-6000.
~ Thank you Amanda. Hope you are having a good summer!
Detective Corporal Holly B, Mocre

St, Albans Police Department
30 Lower Welden Street

fage 4 o °
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SOLUTION CHANGE

DataMaster DMT: 104809

Location: St. Albans PD

Date: 07/25/2012 ,
Performed by, HOLLY B MOQRE

Accuracy and Precision Check

Conceniration
Lot # -

=

Range - -

Average - =
Std Dev =
Sim. Temp: oul of range

Simulator Temperature:

| Solution Change Failed

W/"’?A&'ILZL.—"" Dale

Performed by

DMT Serial Nuniber 1104809 ‘ Page 1 of 1

08/06/2012
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SOLUTION CHANGE

DataMaster DMT: 104809

Location; . St. Albans PD
Date; 08/06/2012
Performed by; ROBERT DRISCOLL

Accuracy and Precigion Check

Concenteation =0.100 gl210L
Lot # = 12-72-100
Runge =0.095-0.105
Average =0.099 gi210L,
Std Dev = 0.0000

Simulator Temperature: 33.9°C

Performed by

DMT Seria! Numbeor #104809

Date

Page 1 of 1

08/06/2012

uge 145 F

08/06/2012 12:06 PM



DIAGNOSTIC RESULT

DataMaster DMT: 104809
Location: St. Albans PD
Calibration Date: 12/19/2011
Certification Date:12/20/2011
Installation Date; 01/27/2012

Test Date; 08/06/2012
" Test Time: 11:16:35
VERSIONS

DMT: 1.0l

pPIC: 2.05 N o T
Modéem: 2,4

Questions: 2.1
TEMPERATURES

Sample Chamber = 48.,7°C
Breath Tube = 48,1°C
Digital Sim = 34.0°C
SETTINGS

Lamp Veltage = 1.70 VvV
Cooler Voltage = 1.61 V
Bias Voltage = 80 V
Chopper Freq = 540 Hz

PUMP INFO
Flow Rate = 5.839 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.1654 0.1677
MIN (V) 0.1638 071661

FILTER INF'O

Filter 1 0.166 Zero = true
Filter 2 0.784 2Zero = true
Filter 3 0.611 Zero = true

CALIBRATION CHECK
Xq = 0.077 0,34%

DM Serinl Number 104809 Page 1 of |

08/06/2012 12:06 PM



Bottles Page 1 of 1

Bottles
Bolduc, Amanda
Sent: Friday, August 03, 2012 2:21 PM

To:

Marceau, Andrew; Plante, Andrew; Leonard, Anthony; Shelp, Benjamin; Allen, Blake; Vail, Braedon; Newton, Brent; Meyer,
Bret; McClure, Bruce; Herbes, Cassandra; Emery, Chad; Winn, Charles; Lauzon, Chris; Norton, Christopher; OKeeffe,
Christopher; Watson, Christian; Cochran, Aaron; Maurice, Crista; Steere, Daniel; Knight, David; Cota, Drew; Abell, Dustin;
Clifford, Eric; Jollymore, Eric; LaFountain, Gordon; Campbell, Greg; Molgano, Gregory; Moore, Holly; Lynch, James; James
Mills (Jmills@sbpdvt.org); Jason Covey [jcovey@middleburypolice.org]; Sweeny, Jay; Novyes, Jeffrey; Evans, Jeremy; John
Dunn [jdunn@essex.org]; Sly, John; Schmidt, John-Paul; Skochin, Kerry; Kevin Emilio [kemilio@middleburypolice.orgl; Gibbs,
Kevin; Walker, Kyle; Cleary, Lester; Loomis, Seth; Poulin, Marc; Bickford, Mark; Carignan, Mark; Fountain, Mark; Gero,
Michael; Hall, Michael L; Lavoie, Michael; Morgan Lawton [mlawton@essex.org]; Mayer, Nick; Greenslet, Patrick; Whitney,
Patricia; Witherbee, Penny; Allen, Ray; Werner, Rich; Kirkpatrick, Robert; Robert Kissinger [rkissinger@essex.org]; Perkins,
Robert; Green, Ryan; Draper, Sarah; Sarah Superneau [ssuperneau@sbpdvt.org]; Clouatre, Scott; Taylor, Stephanie; Stephen
Dunning [sdunning@essex.org]; Stearns, Steven; DuPont, Tom; Ambroz, Todd; Tom Simpson [rochcontom@yahoo.com];
Simpson, Thomas; Kirkpatrick, Troy; William Austin [baustin@middleburypolice.org]

If you have any empty simulator solution bottles, can you please return them? Our address is listed below.
Thank you

Amanda Boldue, MFS

Alcohol Program Forensic Chemist
Vermont Forensic Laboratory
Department of Public Safety

103 South Main Street
Waterbury, VT 05676

(802) 241-5300 (ph)

(802) 585-0504 (cell)

(802) 241-5557 (fax)
Amanda.bolduc@state.vt.us

Please note new contact information as of 3/1/2012*



A trathan Rredha.

Datamaster Issues Page 1 of 1

Datamaster Issues
Driscoll, Rob

Sent: Monday, August 06, 2012 3:19 PM
To:  Moore, Holly

Holly,

I was able to go up and look at your DMT today. The Sim temps were within spec but reading a little low (33.5-
33.7) so | matched the temps of the simulator and DMT to read 33.9-34.0 which is what | measured with a
calibrated thermometer. | ran a diagnostic to see how everything else looked and then re-ran the sim solution
protocol. The DMT ran the sim change protocol with no issues and the temp was right on @ 33.9. If you could
just file the diag. sheet, and both sim change solution printouts in your maintenance binder that would be
great...other than that you are back in business. If you have any further questions feel free to email me or call

(802) 241-5817

Regards,
Rob

Robert C, Driscoll

Electronics Technician
Vermont Forensic Laboratory

(802)-241-5817
Rob.Driscoll@state.vt.us
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BAC t)ATAMASTER CHECK-UP and MAINTEN'ANCE LOG

<t Mhas Blis. Dok

‘ A 104804
Department/Agency” DataMaster Serial Number
DATE TYPE OF SERVICE PERFORMED

EEW{(;RMED BY
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ZOor2—

DataMaster Simulator Solution
T “ Lot#12-72-100  EtOHag Conc: 0. 100

Range: 0.095 - 0,105
et - Preparation Date: 04/24/2012 Expires: 04/24/2013
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SOLUTION CHANGE

DataMaster DMT: 104809

Location: St. Albans PD
Date: 08/06/2012
Performed by: ROBERT DRISCOLL

Accuracy and Precision Check

Concentration =0.100 g/210L
Lot# =12-72-100
Range =0.095-0.105
Average =0.099 g/210L
Std Dev =0.0000

Simulator Temperature: 33.9°C

///%

Performed by

DMT Serial Number #104809

Date

Page 1 of 1

08/31/2012

08/31/2012 5:52 AM
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CCTORER2OV2—

DATAMASTER DMT OPERATOR USE LOG

S Abors  ©» | 04809
Department/Agency DataMaster DT Serial Number
Date | DMT Operator's Name - Subject’s Name | Simuater | STater
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' DATAMASTER DMT OPERATOR USE LOG.

SAPD S O4BOT
Department/Agency -DataMaster DMT Serial Number
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Breath

Record History

OCTORER - 201>~

Page 1
11/10/2012
Test Test Alcohol Alcohol Sim. Sim.
. Agenc Operator Name Status Message
Date Time g y P vVal. 1 Val. 2 Conc. 1 Conc. 2 g
10/21/2012 01:45:02| ST. ALEANS PD HOLLY B MOORE 0.169 0.151 0.096 0.087
1072072012 09:39:30] ST. ALBANS PD ERIK H JOSEPHSON 0.000 0.098
10/20/2012 01:20:06] ST. ALBANS PD MICHAEL P BEGIN 6.096 0.096 0.098 0.097
10/18/2012 20:53:10] ST. ALBANS PD PAUL MORITS 0.202 0.098
10/1372012 09:40:56( ST. ALBANS PD ERIK H JOSEPHSON 0,054 Simulator Out of Range
10/13/2012 02:12:14| ST. ALBANS PD TREVOR A SARGENT 0.093 Simulator Out of Range
10/13/2012 02:08:08]| ST. ALBANS PD TREVOR A SARGENT 0.093 Simulator Out of Range
10/10/2012 03:27:06| ST. ALBANS PD ERIK H JOSEPHSON 0.600 0.096 i
10/02/2012 11:15:42| ST. ALBANS PD PAUL MORITS 0.227 0.218 0.095 0.095
DMT Serial Num. .04809 Pa sf1

1/10/2012 3:26 PM




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 104809
Location: St. Albans PD
Calibration Date:  12/19/2011
Certification Date: 12/20/2011
Installation Date:  01/27/2012
RPC Date: 10/16/2012

Supervisor Name: HOLLY B MOORE

Diagnostic Results

VERSIONS
DMT: 1.01
PICc: 2.05
Modem: 2.4
Questions: 2.1

TEMPERATURES

Sample Chamber = 49.0°C
Breath Tube = 47.7°C
Digital Sim = 34.0°C
SETTINGS

Lamp Voltage = 1.70 vV
Cooler Voltage = 1.61 V
Bias Voltage = 80 V
Chopper Freq = 541 Hz

PUMP INFO
Flow Rate = 5.666 L/M

DETECTOR INFO

PUMP ON OFF
MAX (V) 0.1844 0.1878
MIN (V) 0.1829 0.1860

FILTER INFO

Filter 1 0.187 .Zero = true
Filter 2 0.802 Zero = true
Filter 3 0.627 Zero = true

CALIBRATION CHECK
Xg = 0.078 1.81%

Routine Performance Check Passed

Accuracy and Precision Check

Concentration - =0.100 g/210L
Lot# = 12-72-100
Range =0.095-0.105
Average =(0.099 g/210L
Std Dev =0.0000
RF Detection Test

Passed

Sample Acceptance Test

Passed
0.10 , ‘ : 40.0
o091 T SR
0.08 : 32.0
0.07 28.0
(O TcY E R 24.0
0.05 20.0
0.04 jw 16.0
0.03 \ 12.0
0. 02 [t 8.0
0.01 / 4.0
0.00 f ‘ 0.0

0 10 20 30 40 50 60 70 80 90

/fﬁg%732£~——
Performed by Date 10/16/2012
Reviewed by Date
DMT Serial Number #104809 Page 1 of 1

10/16/2012 12:46 AM



DMT Solution Page 1 of 1

DMT Solution
Moore, Holly
Sent: Sunday, October 14, 2012 1.08 AM

To:  Bolduc, Amanda

Morning Amanda,

I am totally out of solution for my Solution Change/Routine Performance Check. Would you please send some out
on Monday, with an extra bottle or two; as we seem to need it more often I will try and borrow some from FCSD.
When maintenance (solution change) was done on 08-06-12, I didn't realize the last bottle was used.

Thanks,

Holly Moore

Corporél Holly B. Moore

St. Albans Police Department
30 Lower Welden Street

St. Albans, Vermont 05478

(802)524-2166

https://webmail state.vt.us/owa/?ae=Item&t=IPM.Note&id=RgAAAACK6CFO701JRpg... 10/14/2012



- TEL: 80242448788
FAX: 802:24 145557
E-MAIL: cjsOlab@state.vt.us
www.vfl.vermont.gov

.. STATE OF VERMONT
. DEPARTMENT OF PUBLIC SAFETY .
VERMONT FORENSIC LABORATORY
P.0. BOX 47
WATERBURY, VERMONT 05676-0047 .

DataMaster Superwsor Contact Information
- PLEASE PRINT

Agency/Site st Mbans Vsl g‘Cﬁ,D@(W
DMT Serial Number £ 1043 09
Mailing Address 2 Lowea Wildan %mw("
. - StMbans, OT. ooy
Street Address . : éfmz as Olnoe.
Phone Number /8on 534— 21Lelp
Fax Number ccgpz) 537- 7778
List all trained DataMagter DMT Supervisors for your agency:
. Name ‘ . Email Address
ffouul 2. (oors. ' Holly: Morze @ dps. stake vt us

Who i is the primary DataMaster Supetrvisor for your agency?- «H’AHUJZ Monve

ency’? Yes E’/ No !:l Unknown [ |-

Has a DataMaster Superv:sor recently left you

If yes, who?

Other pertinent information; e.g. New Chief/Sheriff, New Address, part- -time, work rotatmg shifts,
night shifts etc.

012 Dopse oo oncloed) Knding p%wzmv%% Ao Comge,
«Qm Otther.  Thopamusd a bafle of. Q[ufm\nqam #C&f)

p/cm,sq/ ﬂ‘mep e %m%wc‘fw(@%% M

F-ALC 211 v1 04302012 Page 1 of 1




DATAMASTER DMT OPERATOR USE LOG

SAPD | | stio4809
Department/Ag‘ency DataMaster DMT Serial Number
DMT Operator’s Name Subject s Name | Simulator | Simulator
e | Vapor1 Vapor 2

wel /%Mn‘*(” '
10 -20- //l AP Lo, : | e /7 [Zmellhs ¢ 7
77 , ; 1

lb-21-) +/mu{é Mosrte, Tatssa &;Lon l
ZLALOD’Z) 6\//‘0@0J /aﬂw\m //L(
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BAC DATAMASTER CHECK-UP and MAINTENANCE LOG
St #Hbqr& (Alire. | | [048eA

@
@
@
, @
Department/Agency A : DataMaster Serial Number @
| @
: : - ‘ ; . @
DATE I TYPE OF SERVICE PERFORMED | PERFORMED BY / i
mz sl mg Soluting Label Hers) . A | @
] O/ZOQ’ Accuaac f P o Chece, ‘ Nt @
w o f MMWMD% | At #
. z‘ . - '
L * Horal
e DataMaster Simulator Solutlon """ 2 Mulatat,
- - Lot #12-80-100  EtOHaq Conc; 0,099 OSRE__
I S Range: 0.094 - 0,104 \ A
Preparation Date: 07/5/201 Expir : 7/5/2013
T o 1117
- ff} ase Shmulator Solution Lab alhere)
"
W1 AU(AMW\ 4 Qnmsn‘m C)k\wk

..... ﬂ\«,&«wﬂ Oﬂﬁ

[Placs § z%%a&@ Solution Label | Hare)

o . | E
ll,\’) ‘ /‘J/\%@L—IN Tcasjr@w Q\/\MW @ﬂw(/h (@”ﬂm

T T eTTTITeTTtTIetssan

ALC 803 Rev, 2 06/07
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Breath Record Histor 779012
% 12/17/2012
Test Test Alcohol Alcohol Sim. Sim.
. Agenc Operator Name Status ssage
Date Time g y P Val. 1 Val. 2 Conc. 1 Conc. 2 Me g
11/24/2012 01:44:16| ST. ALEANS PD TREVOR, A SARGENT 0.108 0.100
11/18/2012 02:24:05| 7. ALBANS PD PAUL A TALLEY 0.122 0.099
11/17/2012 10:31:20] ST. ALBANS PD HOLLY B MOORE TNCOMPLETE, TNCOMPLETE, 0.100
11/17/2012 03:08:39] ST. ALBANS PD PAUL A TALLEY 0.091 Simulator Out of Range
11/11/2012 17:01:07| ST, ALBANS PD GEORGE R _ELLWOOD 0.094 Simulator Out of Range
11/11/2012 16:55:45] ST. ALBANS PD GEORGE R ELLWOOD 0.132 0.095 0.093 Simulator Out of Range
11/10/2012 04:17:24] 5T. ALBANS PD KEITH MCMAHON G.094 Simulator Out of Range
11/10/2012 03:53:09] ST. ALBANS PD KEITH P MCMAHON G.094 Simulator Out of Range
DMT Serial Nun 104809 P. of 1

3 .2/17/2012 7:03 AM



ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 104809

Location: St. Albans PD
Calibration Date:  12/19/2011
Certification Date:  12/20/2011
Installation Date:  01/27/2012

RPC Date: 11/17/2012
Supervisor Name: HOLLY B MOORE

Diagnostic Results - Accuracy and Precision Check

' Concentration =(.099 g/210L

Lot# : =12-80-100
VERSIONS : Range =0.094 - 0.104
DMT: 1.01 Average =(.100 g/210L
PIC: 2.05 Std Dev =0.0000
Modem: 2.4 :
Questions: 2.1 , ’
_ RF Detection Test
TEMPERATURES Passed
Sample Chamber = 49.0°C
Breath Tube = 48.1°C . Sample Acceptance Test
Digital Sim = 34.0°C Passed
SETTINGS
Lamp Voltage = 1.70 V
Cooler Voltage = 1.61 V
Bias Voltage = 80 V 0.10 - E , : : : - 5 40.0
=5 ' : : ! : : :
PUMP TNFO ‘ ; Fl:ow Réte(L(M) ; E
DETECTOR INFO 0.07
PUMP ON OFF :
MAX (V)  0.2173 0.2211 ;
MIN(V)  0.2152 0.2195 SR S
FILTER INFO 0.05 B
Filter 1 0.220 Zero = true : :
Filter 2  0.828 Zero = true 0. 04 [ e o oo
Filter 3 0.653 Zero = true :
CALIBRATION CHECK : : ; ) :
Xq = 0.078 1.25% 0021 - f o] e
O Ol e 4 erenahs
i 0.00 n '/“ l ! ;
Routine Performance Check Passed S0 20 35 1o
ﬁ?&m&__‘

Performed by Date 11/17/2012
Reviewed by Date

DMT Serial Number #104809 Page 1 of 1 12/17/2012 7:09 AM



SOLUTION CHANGE

DataMaster DMT: 104809

Location: St. Albans PD
Date: 11/17/2012
Performed by: HOLLY B MOORE

Accuracy and Precision Check

Concentration =0.099 g/210L
Lot# = 12-80-100
Range . =0.094-0.104
Average =0.099 g/210L
Std Dev =0.0000

Simulator Temperature: 34°C

Performed by W DE_— Date 12/17/2012

DMT Serial Number #104809 Page 1 of 1 12/17/2012 7:17 AM




CHECK-IN CONFIRMATION TEST

STATE OF VERMONT

DataMater DMT: 104809
Location: St. Albans PD
Certification Date: 12/20/2011
Installation Date: 01/27/2012
Date: 11/17/2012

Time: 10:31:20

SUBJECT NAME:

TEST MOORE
DOB: 12/11/1963 AGE: 48
GENDER: F

TEST OPERATOR NAME:
HOLLY B MOORE
AGENCY: ST. ALBANS PD

BLANK TEST 0.000 10:32
CALIBRATION CHECK PASSED 10:32
SIMULATOR VAPOR 34.0°C 0.100 10:32
SUBJECT SAMPLE INCOMPLETE 10:35
BLANK TEST 0.000 10:35
SUBJECT SAMPLE INCOMPLETE 10:37
BLANK TEST 0.000 10:38
SUBJECT SAMPLE INCOMPLETE 10:40

BLANK TEST 0.000 10:41

All alcohol values reported in g/210L
Sim. Vapor Concentration 0.099

Sim. vVapor Range ©0.0%94 - 0.104
Lot #: 12-80-100

0.10 ; : 40.0
Alcohol (g/210L}

0.09)~ Flow Rate(L/M) el 36,0
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ACCURACY & PRECISION REPORT

DataMaterxr
Location:

STATE OF VERMONT

DMT:

Time: 15:10:53

SUPERVISOR NAME:

HOLLY B

MOORE

SOLUTION LOT #:
SOLUTION CONCENTRATION: 0.100

BLANK TEST
CALIBRATION CHECK

SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR

VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR

BLANK TEST

il

Average
std Dev

]

0.095
0.000

12-72~100

34,
33.
33.
33.
33.
34.
33.
33.
33.
34.

104809
St. Albans PD

Date: 11/10/2012
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© 0o 0o o o o

o

o o
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0.000
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RE: October RPC _ ' o _ ’ Page 1 of 1

: RE: October RPC

Moore, Holly
Sent: Saturday, November 17, 2012 12:26 PM
To: Driscoll, Rob

Attachments: 20121117122059.pdf (81 KB)

Hello Rob,

Thank you for being patient. I tried to perform a "Check-In " to include all four breath samples; but ended up just
doing a Routine Performance Check after the Solution Change. It should go out in Monday's snail mail. I scanned
it and attached it above. Hope this clears everything up...

Corporal Holly B. Moore

St. Albans Police Department
30 Lower Welden Street

St. Albans, Vermont 05478
(802)524-2166

From: Driscoll, Rob

Sent: Tuesday, October 30, 2012 11:37 AM
To: Moore, Holly

Subject: October RPC

Hi Holly,

We received your October RPC and noticed that your sample acceptance is missing the “shallow breath”. Can
you please perform a “Check-In” including all four breath samples and send us a copy? The four breaths include:
“shallow breath”, “intermittent breath”, “suck back test”, and “1.5L alcohol free sample”.

Thanks,
Rob

Robert Driscoll

Electronics Technician
Vermont Forensic Laboratory
103 South Main Street
Waterbury, VT 05671-2101
(802) 241-5817 (desk)

https E//webmail.state.vt.us/owa/ 7ae=Item&t=IPM.Note&id=RgAAAACK6CFO701JRpg... . 11/17/2012
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.. DATAMASTER DMT OPERATOR USE LOG
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Breath Record History

1

Page 1
01/13/2013

st

Test

Agenc Operator Name Alcohol Alcohol Sim. Sim. Stat 2. :
Date Time g b P val. 1 val. 2 Conc. 1 Conc. 2 atus Message
1376973012 [ 21102155 7. ALBANS BD PAUL MORTTS 514z To. 151 57097 5.098

.

DMT Serial Numbe.  J4809

Page i1

- 13/2013 11:13 PM
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BAC DATAMASTER CHECK-UP and MAINTENANCE LOG

S’fﬂ/fbﬂlﬂ - lire,

1048064

Department/Agency DataMaster Serial Number'
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fwwmmﬁﬁ Record History

" Page 1
%Q\E %m_w 02/05/2013
Test Test Alcohol Alcohol Sim Sim
. ) Agenc Operator Name ) )
Date. Time gency P val. 1 Val. 2 Conc. 1 | Conc. 2 Status Message
01/17/2013" 09:45:37| 5T. LLBANS PD JOSEPH F_THOMAS 0.053 0.095
~01/02/201.3 10:08:02| ST. FLBANS PD PAUL A TALLEY 0.0693 0.093 0.697 0.097

DMT Sorial Numt 74809

05/2013 8:40 AM



