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ACCURACY & PRECISION REPORT

" STATE OF VERMONT

DataMater DMT: 104809
Location: St. Albans PD

12/01/2014
12:37:14

Date:
Time:

SUPERVISOR NAME;:
MICHAEL € SCHRADER

SOLUTION LOT #: 14-04-100

SOLUTION CONCENTRATEION: 0.09%
BLANK TEST 0.000 12:38
CALIBRATION CHECK PASSED 12:38
SIMULATOR VAPOR 34.0°C 0.095 12:38
SIMULATOR VAPOR 34.0°C 0.096 12:39
SIMULATCR VAPOR 34.0°C 0.096 12:49
. SIMULATOR VAPOR 34.0°C 0.096 12:41
SIMULATOR VAPOR 34.0°C 0.096 12:42
SIMULATOR VAPOR 34.1°C 0.096 12:43
SIMULATOR VAPOR 34.1°C 0.096 12:44
SIMULATOR VAPOR 34,0°C 0.097 12:45
3IMULATOR VAPCR 34.0°C 0.096 12:47
SIMULATOR VAPOR 34.1°C 0.096 12:48
BLANK TEST 0.000 12:48
Average = 0.096
std Dev = 0.000

DMT Serial Number #104309
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SOLUTION CHANGE

DataMaster DMT: 104809

Location: St. Albans PD

Date: 12/08/2014

Performed by: MICHAEL C SCHRADER

Accuracy and Precision Check

Concentration = (099 p/210L
Lot# = 14-04-100
Range =0.094-0.104
Average ={.099 g/210L
Std Dev ={0.0000

Simulator Temperature: 34°C
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Performed by /K""""f"’ﬁ”«-zﬁy e

DMT Serial Number #104809
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