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ANNUAL PREVENTATIVE MAINTENANCE

DataMaster DMT:

Location:
“Calibration Date:

Ceriification Date:

Installation Date:
APM Date:
Performed by:

Diagnostic Results

VERSIONS

pMT: 1.01

PIC; 2.06
Modem: 2.4
Questions: 2.1

TEMPERATURES

Sample Chamber
Breath Tube
pigital Sim

SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Freq

PUMP INFO

[ ('

o

104809

St. Albans PD

12/19/2011
12/20/2011
01/27/2012
01/30/2015

ROBERT DRISCOLL

1.70 v
1.61 v
80-V
529 Hz

Flow Rate = 5.903 L/M

DETECTOR INFQ
PUMP ON

MAX (V)
MIN{V)

FILTER INFO
Filter 1
Filter 2
Filter 3

0.6144
0.6128

0.615
1.184
0.994

OFF
0.6175
0.6157

for \l‘m[;/

Zero
Zero
Zero

LI ]

CALIBRATION CHECK
Xg = 0,079 2.83%

APM PASSED

NTST Themometer Llw metdsi? 3Y,0°C¢ g

Performed by

Reviewed by

e

DMT Serial Number #104869

true
true
true

&

Simulator Vapor Test

Concentration =0.098 g/210L
Lot# = 14-12-100

Range = 0093 -0.103
Simulator Vapor = 0097 g/210L

RF Detection Test
Passed

Sample Acceptance Test

Passed

i

Alcohol{g/210L) I}

G.0%) | ... _ ¥low Rate(L/M}

ot

?7$°ﬁ/’

Date

Date
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INSTALLATION REPORT

DataMaster DMT: 104809

Location: St. Albans PD
Calibration Date:  01/30/2015
Certification Date:  01/30/2015
Installation Date:  02/02/2015

Installed by: ROBERT DRISCOLL

Default Options Loaded

Diagnostic Results Accuracy and Precision Check

Coneentration = (0,098 g/210L,

. Lot # = 15-01-100
VERS IONS Range =0.093 -0.103
DMT: 1.01 Average =0.100 g/210L
PIC: 2.05 . Std Dev =(,0000
Modem: 2.4 :
guestions: 2.1 .
. RF Detection Test

TEMPERATURES Passed
Sample Chamber = 49,1°C .
Breath Tube = 44,7°C Sample Acceptance Tesi
Digital Sim = 34.1°C Pasged
SETTINGS
Lamp Voltage = 1.73 vV G.1Qy T e A = T T, )
Cooler Voltage == 1,79 V L meemertesionn] =y
Bias Voltage = 80 V a.09 | .cOROLIg - L 30,0
Chopper Freq = 534 Hz. E‘low Rate(L/M) ]S

0,08 1 raa
PUMP INFO o :
Flow Rate = 5,873 L/M - 0. 01 ' FIAS
DETECTOR INFO o
PUMP ON OFF 9.06 SRR
MAX {V) 0.0943 0.0974 .
MIN (V) 0,0925 0.0957 0.05 ot
FILTER INFO ' G.04 : : L4
Filter 1 0.097 Zero = true ] : :
Filter 2 0.733 2Zero = true - ) 0,03 100
Filter 3 0,529 Zero = true :

0,02 % £.o
CALIBRATION CHECK : .
Xg = 0.079 0.87% 001 . B ‘ -

vl .
0.00 AN ;
4] O i0 15 20 z

INSTALLATION PASSED

. &;
NTST Thetmumeler Sfw. sty FNC oty -

Petformedby T feo Date  02/02/2015
Reviewedby ___ Dae __
Page 1 of | 02/02/2015 11:57 AM

DMT Serial Number #104809
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INSTALLATION REPORT

DataMaster DMT: 104809
Location: : St. Albans PD
Calibration Date:  01/30/2015
Certification Date: 01/30/2015
Installation Date:  02/02/2015

Installed by: ROBERT DRI{SCOLL

Default Options Loaded

Diagnostic Results

VERSIONS

DMT: 1.01

PIC: 2.05
Modem: 2.4
Questions: 2.1

TEMPERATURES
Sample Chamber

Breath Tube
Digital Sim

]
=N
[4,]
w
Q

SETTINGS

Lamp Voltage
Cooler Voltage
Bilas Voltage
Chopper Freq

Tuuu
o
o=
<

PUMP INFO
Flow Rate = 65.835 L/M

DETECTOR INFO
PUMP ON OFF

“MAX (V) 0.0900 0.0933

MIN (V} 0.0882 0.0918

FILTER INFO

Filter 1 0.092 Zero = true
Filter 2 0.731 VYerxro = Erue
Filter 3 0.512 Zero = true

CAT,IBRATION CHECK
Xq = 0,079 0.22%

INSTALLATION FAILED

Accuracy and Precigion Check

Congeniration =0,098 gf210L
Lot # = 15-01-100
Range =0.093 -0.103
Average =0,100 g/210L
Std Dev = 0.0000
RF Detection Tesi

Passed

Sample Acccptggce Test -

Q. 1oy

0.08%F | . Flow Rate([L/M)

Alcohel (g/210L}

ﬁ/ani( Qor 0n Sowpele Qlcefunce. XD 2ol

Performed by s

Reviewed by

" DMT Serial Number #104809

Date  02/02/2015

Date
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\ CALIBRATION REPORT

DataMaster DMT; 104809
Calibration Date: 01/30/2015
Calibrated by: ROBERT DRISCOLL

Lot: 14-07-100

Ca = 0.100

CAL, = 1.007458 0.800 <= CAL < 1.200

bi = 0.000 0.000 <= bl < 0.004

b2 = 0.005 0,002 <= b2 < 0.010

p3 = 0.000 0.000 <= b3 < 0.004

Xq = 0.080 0.050 <= Xg < 0.200

a2i = 1,232132 1.050 <= a2l < 1.300

a3l = 0.479789 6.300 = a3l < 0.800
i

Performed by e Date . 01/30/2015
DMT Serial Mumber #104809 I"age 1 ofl 01/30/2015 1:18 PM




. -
WjéﬁgﬁﬁﬁiJﬁazgnﬂ{?ga¢:2C9f‘\

i\
CERTIFICATION REPORT
)
DataMaster DMT: 104809
Calibration Date:  01/30/2015
Certification Date; 01/30/2015
Certificd by: ROBERT DRISCOLL
Di ic Resul
‘VERSIONS
DMT: 1.01
PIC: 2.05
Modem; 2.4
Questions: 2.1
TEMPERATURES
Sample Chamber = 49.4°C
Breath Tube = 44.9°C
bigital Sim = 33.9°C
SETTINGS
Lamp Voltage = 1.73 V-
)Coolex Voltage = 1.79 V
Biag Voltage = 80V
Chopper Freq = 536 Hz

PUME INFO

- Flow Rate = 5.906 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.0205 0.0228

MIN (V) 0.0187 6.0213
FILTER INFOQ

Filter 1 0.022 Zero = true
Filter 2 0.671 gZero = true
Filter 3 0.467 Perc = true .

CALIBRATION CHECK
Xg = 0,079 0.44%

DMT Serial Namber #104809

Options

OPTIONS
Units
Alecohol...ocvrvriniivnvunns
Simulator
Tolerance Check..........
Standard TyYpPe.-caevrasvrs
Nominal...vseeeves craer e
Pigital sSimulator........
Subject
Ask Questions..........x.
Number of Tests...... e
Alcohol Display..........
volume Display.......... .
Query Refusal....ivvavesrrs
CoOpledS.rsvevicrrranasas -
Simulator Before.........
Simulator Between........
Simalator Afrer...,ve..a .
Ohsarvation Time.....se00
Supervisox
Number of Tests....ccnu.-
Calibration
standard Type:«re------ PR
Nominal,..c.cevennen .
Nominal (Dry Gas).........
Number of Tasts,....cc..a
Printer 7
Printer Of..ervvvanacenas
Software Configuration
Pata CollectionR. e .vsvves

Page 1 of'2

g/210L

yes
wat

0.100
Guth34CNP

yed
2
yes
yes
yes
3
yes
yes
no
0

01/30/2015 2:24 PM
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~ Linearity Check Resuits ‘ DMT Linearity
'\}'I'ruc Value Reported Average Std Dev 50

0.020 /2101,  0.018 g/210L 0.6000 ’

Lot # 14-13-020

0079 g/210L  0.079 g/210L 0.0000

Lot # 14-08-080 -

0.158 g/210L 0157 g/210L 0.0000

Lot # 14-06-160

0398 g/210L.  0.398 g/210L 0.0000

Lot # 14.:09-400
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True Values

[=)

S ) e

o

o

@
|
|
I
i
i

Ri=1

[=]

: 00
rferc ‘ 0.060 0.08 0,17 0.25 0.33 0.42 0.50

Lot # 14-11-08A1 DMT Results
Interference Detected -

Mgg!;h Ai@hﬂi Test ) c.18]- Alcohol {g/210L}
: ~——- Flow Rate{L/M}

Mouth Alcohol Detected

1 |
i

C.16 32.0

0.14| - e \ P T L B 28.0

g.12]| - ”—f' _i e . [— e |24 LG

0.10 . , : T S : . B e s mmedin Z20.0

RF Detection Test '
B Passcd . 0.08|- T

0.06

0.04

0.02§~

0.00

0 5 10 15 20 25 30
Sample Acceptance Test 0:10 N S ;Z o to.9

Passed 0.09 Alcohol {g/210L) | 1 /
: Flow Rate{L/M} i

136.90

0,08 o e o .n“_gmm, . ? ‘".W,,Eh I

@ | ; i
s ; ; ! !

0.06| - C e et e e 2400

0.08] - I i I e e e 20.0

0,03

0.00 [ \ ' ; 6.0

CERTIFICATION PASSED
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Performedby T " Date 01/30/2015

Reviewed by Date
DMT Sorial Number #104809 Fago2 of 2 01/30/2015 2:25PM




