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ACCURACY & PRECISION REPORT

STATE CF VERMONT

DataMater DMT: 104809
Locationt 8t., Albans PD .

pate: 01/02/2015
Time: 08:34:22

SUPERVISOR NAME:
MICHAEL C 3CHRADER

SOLUTION LOT #: 14-04-100
SOLUTION CONCENTRATION: 0.099

BLANK TEST 0.000
CALIBRATLON CHECK PASSED
SIMULATOR VAPCOR 34.0°C 0.095
SIMULATOR VAPOR 34,0°C 0.097
SIMULATOR VAPOR 34.0°C 0,097
+ SIMULATOR VAPOR 34.0°C 0.097
! sIMULATOR VAPOR 33.9°C 0.097
SIMULATOR VAPOR 34.0°C . 0.097
SIMULATOR VAPOR 34.1°C’ 0.097
SIMULATOR VAPOR 34.0°C 0.097
SIMULATOR VAPOR 34.0°C 0.097
STMULATOR VAPOR 34.0°C (.098
BLANK TEST 0.000
Average = 0.096
std Dev = 0.000
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SOLUTION CHANGE
DataMaster DMT; 104809
Location: St. Albans PD
Date: 01/17/2015

Performed by: MICHAEL E MALINOWSKI

Accura d Precision Check

Conceniration =0.098 g/210L
Lot# = 14-12-100

Range : =0.093-0.103
Average . = 0,097 g/210L

Std Dev =0,0000

Simulator Temperature: 34°C

) betomedby 22T TR Date 01/17/2015
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