DataMaster DMT Monthly Update Check-list

Department/Agency: :’)’Z L.A'ibbmg D D ' [)M serial #: !OL/ 49’ 5(%

SUpe""isor{ﬂ/(‘ SKL‘ [5‘5&}(/’/ Date: /L}/////Q/’

Provided None this month

Operators Logbook |
Maintenance Logbook

Breath Test History Report
Status History Report

Log On History Report
Calibration Report

Certification Report

: Instal!altio.n Report

Annual Preventative Maintenance
Routine Performance Check

Simulator Solution Chan‘ge
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Other Reports
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Test Test Alcohol Alcchol Sim. Sim.
. Agenc Operatcr Name Status Messzsage

Date Time g ¥ 13 val. 1 val. 2 Conc. 1 Conc. 2 9
09/01/2015 23:52:37} 81, ALBANS BD MICHAEL E MALINOWSRI REEUSED 0.099
09/22/2015 08:44:35] 8T. ALBANS FD TIMOTHY J ADAMS 0.084 Simulator Out of Bange
05/ 22/2015 B9:035:25| 5T, ALEANS BD TIMOTHY J ADEMS Ambient Fall
09/257 2015 09:25:07] 7. ALBANS PD TIMOTHY 0 ADAMS 0.004 Simmlator Qul of Fanos
05/26/2015 01:54:27] 8T, ALBANS PD MICHABL F MALINOWSRT REFUSED 0.100
00/26/20L5 03:568:40] 8T. ALBANS BD MIGCHARL B MALINOWSKI REFUSED 0.099

- #104809

DMT Serial Zﬁﬂ...

—. J1/19/2015 R:18 AM
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Status Record History I3aAPD ool <0

.

Status Status
. Test Type Status Messaqge
~} Date Time ¥p g
(39/22/72015 08:46:07 DUI Subject Record Simulator COut of Range
09/22/2015 (93:04:10 DUI SuPject Record Ambient Fail
09/22/2015 09:23:38 DUT Subject Record Simulator Qut of Rangs

1141972015 8:2

DT Serial Mumber #104809 Page 1 of 1



DATAMASTER DMT OPERATOR USE LOG

S Mhee Dlie  Sept <ors foysos

Department/Agency DataMaster DMT Serial Number
Date DMT Operator’s Name Subject’s Name | Simulator | Simulator
Vapor 1 Vapor 2
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMater DMT: 104809
Location: St. Albans PD
Date: 09%/11/2015

Time: 12:50:05

SUPERVISOR NAME:
MICHAEL C SCHRADER

SOLUTION LOT #: 15-07-100

SOLUTION CONCENTRATION: 0.100

BLANK TEST 0.000 12:50
CALIBRATION CHECK PASSED 12:51
SIMULATOR VAPOR 33. 0.095 12:51
SIMULATCR VAPOR 34. 0.096 12:52
SIMULATCR VAPOR 34. 0.096 12:53
SIMULATOR VAPOR 34. 0.096 12:54
SIMULATOR VAPOR 34. 0.096 12:55
SIMULATOR VAPCR 34, D.095 12:56
SIMULATOR VAPOR 34. $9.096 12:57
SIMULATOR VAPGR 34. 0.086 12:58
SIMULATOR VAPOR 34. 0.096 12:59
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STMULATOR VAPOR 34, 0.09¢ 13:00
BLANK TEST 0.0G0 13:01
Average = 0.095
8td Dev = 0.000

DMT Seorial Musnber #1048092
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SOLUTION CHANGE
Sond 01
gMT

DataMaster : 104309

Location: St. Albans PD

Daie: 09/22/2015

Performed by: MICHAEL C SCHRADER

Accuracy and Precision Check

Concentration =0.100 g/2HOL
Lot # =15407-100
Range =0.095-0.105
Average =0.101 g/210L
Std Dev =0.0000

Simulator Temperature: 34°C

,///,./'k‘—r-,-:_./w,.;f-ﬁ-’f":y
Performed by // i

DMT Seria] Number 2304809

Date

Papec t of i

0%/22/2015

09/22/2015 11:02 AM




DataMaster DMT Monthly Update Check-list

Department/Agency: ﬁ:?%/ /4 /bé’ 7S 9}) DM serial #: l OL/ éﬁ;ﬁ?

Supervisor: /Z/( < ;{c’/ & Voo //Q.,Q/

e 115 )—

i Provided None this month

Operators Logbook ! | L]
Maintenance Logbook N []
Breath Test History Report JE\ ]
Status History Report X [ ]
Log On History Report 1 E
Calibration Report ] X
Certification Report ] K

| Installation Report ] X
Annual Preventative Maintenance ] Rl
Routine Performance Check A []
Simulator Solution Change ] 1X]
Other Reports Kl L]
List othey report type and date: ‘ )

N : : :
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DATAMASTER DMT MAINTENANCE LOG
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L =t L .
_____________ openeo: G IR TS

OO -

ml;‘x"il’f
_-.L_)o:,w\loaaig,gj“ CAci Yo USi dgye,_ Jﬁ\aﬂé‘gdb gl éﬁ%‘é_'_:_..- ; .
;?\Dﬁﬁfa !\

Z g,]ﬁ/ [ For RP‘\"’ or Sirmutator Solution Change Place Label Hera]
!f) ¢ e e e e ]

________________ ._é??fi?‘i@:’.?:._m_mb.m&\@ﬂ frees Zho PR _{pane ke d o TEA e
RN -
o DataMaster Simulator Solution | ?"‘D
’uil‘?}“;’ [ For R: v;‘:r:i: 501029;0% 104Et0Haq conei 08 38 Label Lier@] s
¢ B— “Preparation Date: 07/28/2015  Expires: 07/28/2016 == R
_______________________________________ OPENED: ‘;1}}53 ;f’?‘s ﬁw O O SRS

Sehilios oot fmwz:}\fi C“u‘u‘*\ ‘;Q i !fo:.f:% - ﬂ?egwﬁw i

ok vekd 20 losmeielea ¥ Lo sobahen Lmﬁri«

7

and it
i

ALC 803 REV 03 08/2011



=2 N ./,., { i
pwiTdadill nowwid o evry DR - 040G @%\m 201 S
Test Test Acenc Cperator Name Alcohol Alcohol Sim. Sim. Status Message
Date Time g y P Val. 1 Val. 2 Conc. 1 Conc. 2 ' sad
10/03/2015 02:089:46] ST. ALBANS PD MICHARL, B MALINOWSKI 0.213 0.089
10/08/201% 18:19:33) ST. ALBANS PD XEITH P MCMARHON INVALID 0.08%
10/08/2015 16:40:47] ¢T. ALBANS ED KEITH P MCMAHON 0,348 0.099
10/11/2015 20:268:21{ ST. ALBANS PD MICEAEL FE MALTNOWSKI 0.146 0.135 0.088% 0.038
10/12/2015 03:22:03] ST. ALBANS PD JASON LAWTON REFUSED 0.098
10/15/2015 06:07:14§ VFL ROBERT DRISCOLL 0.000 0,087
10/15/20135 16:33:53) 5T. ALBANS PD WILLIAM R FURNARY 0.227 J.238 0.100 0.03%8
10/17/2015 00:5£:52] ST. ALBANS PD JOEL E DAUGREILH 0.100 RESPONSE TIMEQUT
10/17/2015 01:02:16} ST. ALBANS PD JOEL E DAUGREILH 0.128 0.089
10/18/2015 01:32:37) ST, ALBENS PD JABON LAWTON 0.202 INCOMPLETE 0.037 0.087%
10/20/2015 21:51:01§ 5T. ALRANS PD MICHAEL E MATLTHNOWSKI 0.133 C.100
10/24/2015 02:22:38] 8. ALBANS PD JOEL E DAUGREILH 0.197 0.100
10/25/2015 00:29:04] $T. ALBANS PD MICHAERL B MALTNOWSKI 0.140 0.139 G.036 0.09g
10/25/2015 03:53:450 5T. ALBANS PD JASCON LAWTON 0.132 0.123 .09 0.088
10/26/2055 14:48:3€6f 3t Albang Police RANDY N DAME EEFUSED 0.08%
10/28/2015 04:16:21F ST. ATBANS PD GOEL E DAUGRFILH 0.173 .16t 0.058 0.987
10/31/2035 00:22: 34} ST. ALBANS PO MICHAFL E MATINOWSKI 0.142 0.143 0.089 0.088
10/31/2015 01:30:54§ 8T. ALBANS PD JASON  LAWTON REEUSED 0.05¢%
10/31/2015 02:53:15] 5T. ALBANS PD JOEL E DAUGREILHE 0.0858 RESPONSE TIMEQUT
10/31/2015 03:17:171 ST. ALEANS PD JOEL E DAUGREILE 0,180 0.08% RESPONSE TIMEQUT
DMT Serial Numbar #104809 Fae=1 of 1

- H1/19/2015 8:38 Al



Status Record History <OPD -

DL[ 20‘:? pag:
11/19/21
AV ey |
Lo (j i LS
Status Status
. Test Type Status Message
'\} Date Time ¥p g
1071772015 00:58:16 | DU Subject Record RESPONSE T LMEOUT
1073172015 $2:56:22 | DUI Subject Record RESFONSE TIMEGUT
10/31/2015 03:21:56 DUI Subject Record RESPONSE TIMECUT

DT Serial Mumber #104809
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DATAMASTER DMT OPERATOR USE LOG
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Department/Agency DataMaster DMT Serial Number
.
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Date DMT Operator’s Name Subject’s Name Vapor1 | Vapor2
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DATAMASTER DMT OPERATOR USE LOG
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT:

Location:
Calibration Date:

Certification Date:

Installation Date:
RPC Date:
Supervisor Name

Diagnostic Results

VERSICNS

DMT: 1.01

PIC: 2.05
Modem: 2.4
Questions: 2.1

104809

St. Albans PD

01/30/2015

01/30/2015

02/02/2015

16/05/2015

MICHAEL C SCHRADER

Accuracy and Precision Check

Concentration =(.100 g/210L
Lot# = 15-07-160
Range =0.095-0.105
Average =0.100 g/210L
5td Dev = (.0000

RF Deiection Test

TEMPERATURES Passed
Sample Chamber = 48.7°C
Breath Tube = 45.7°C Sample Acceptance Test
Digital Sim = 34.0°C Passed
SETTINGS
Lamp Voltage = 1.73 V
Coolexr Voltage = 1.79 v
Bias Voltage = 81 V T Y s e S AR 40,0
- e et : H : : : .
Chopper Fredq = 539 Hz ; i :
o Gg'l Alcohol{g/ilOL) IS S 36.6
PUMP INFO : 1Floﬁ Rate| /M{
Fiow Rate = 5.957 L/M 0. 08 | ’ 120
DETECTOR INFO
PUMP ON OFf v.07 28.0
MAX (V) 0.2220 0.2242
MIN{V]  ©.2201 0.2226 G.06 24.4
FILTER INFO .05 2000
Filter 1  0.222 Zero = true 5/”_}’
Filter 2 0.850 Zero = true .04 A 15.0
Filter 3 0.644 Zero = true :
0.03 12,6
CATLIBRATION CHECK i ; ;
Xg = 0.080 0.55% 0. 02 b v 5.0
0.01 {\[&m 4.0
Routine Performance Check Passed .00 \ 5 \ i 1 ilowo
0 5 1¢ 15 20 25 30 35 40 45 50 58 80O
/M § /r’,. ((//’,/j b I
Performed by Rl Date 10/05/2015
Reviewed by o Daig

DT Berial Number #104809

Page § of 1

10/05/2035 1:57 PM
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ROUTINE PERFORMANCE CHECK REPORT

/.m’
At L6IS
DataMaster DMT: 104809
Location: St. Albans PD
Calibration Date:  01/30/2015
Certification Date: 01/30/2015
Installaiion Date:  02/02/2015
RPC Date: 10/15/2015
Supervisor Name: ROBERT DRISCOLL
Diagnostic Resulis Accuracy and Precision Check
Concentration =0.099 g/210L
Lot# =15-12-100
VERSTONS Range =0.094-0.104
DMT: 2.00 Average =0.099 g/210L
pIc: 2.05 Std Dev =0.0005
Modem: 2.6
Questions: 2.1 .
RF Detection Test
TEMPERATURES Passed
Sampie Chamber = 48.8°C
Breath Tube = 44.5°C Sample Acceptance Test
Digital Sim = 34.0°C Passed
SETTINGS
Lamp Voltage =1.73 Vv
Cooler Voltage = 1.79 Vv
Bias Voltage = 80 v 0.10 ; ; —™40.0
Chopper Freq = 534 Hz - - ‘
0.09 Rloohol (gr2lol) | . §36.0
PUMP INFO Flow Rateil/i)
Flow Rate = 5.703 L/M 0. G8l A3z .0
DETECTOR INFO
PUMD o OFF S e - 28.0
MAX (V) 0.2569 0.2602
MIN{V)  0.2551 0.2579 0. 06— 240
FILTER INFO L A H 20.0
Filter 1 0.257 Zero = true :
Filtexr 2 0.881 Zero = true O Qe 1160
Filter 3 0.666 Zero = true
QL 03}t Hiz.0
CALIBRATION CHECK
Xq = {3.079 0.11% 0.02- ' 8.0
.01 b il 4.0
: 0.00 ['\ $\ : : : 0.0
Routine Performance Check Passed 5 : 5 e 55 e 50
e _
Performed by e Daie 10/15/2015
Reviswed by Date

DMT Serial Number #104802 Page 1 of §

PH19/2015 8:13 AM




ACCURACY & PRECISION REPORT

S

STATE OF VERMONT

DataMater DMT: 104809

Location:

Time: 13:01:33

SUPERVISOR NAME:

St. Albans PD

Date: 10/05/2015

MICHABRL C SCHRADER

SOLUTION LOT #:

15-07-140

SOLUTIGN CONCENTRATION: 0,100

BLANK TEST

CALIBRATION CHECK

SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPCR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
BLANK TEST

Average 0.100
s5td Dev = 0.000

34.0
34.0
34.1
34.1
34,0
34.6

@ a4 ® o ¢ o °o © o

aagaoaaaonnonn

]

e ww
s QO s
oo W

G.000

PASSED

0.100
0.1006
0.100G
0,100
0.101
0.100
0.10L
0.101
0.1¢0
0.1¢61
0.000

oo O O o0

oo o O OO C QO O O OO

OO o o o9

Do O 0 OO0

<O D O O o

oo O O OO0

.04

DT Serial Number #104800
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