INSTALLATION REPORT

DataMaster DMT: 104809

Localion: St. Albans PD
Calibration Date:  01/30/2015
Certification Date: 01/30/2015
Installation Date:  02/02/2015

Installed by: ROBERT DRISCOLL

Default Options Loaded

Diagnostic Results Accuracy and Precision Check
Concentration =0.098 g/210L
Lot# =15-01-100
VERSIONS Range =0.093 -0.103
DMT: 1.01 Average =0.100 g/210L
PIC: 2.05 Std Dev =0.0000
Modem: 2.4

Questions: 2.1

RF Detection Test

TEMPERATURES Passed
Sample Chamber = 49.1°C
Breath Tube = 44.7°C Sample Acceptance Test
Digital Sim = 34.1°C Passed
SETTINGS
Lamp Voltage = 1.73 Vv 0.10 ‘ - 40.0
Cooler Voltage = 1.79 V ‘AL N i( /210') : \ i
Bias Voltage = 80 VvV 0.09 cohos g LS B N S . 36.0
Chopper Freq = 534 Hz ‘Elow Réte(L/M)
05, B | i b e e s B e e 32 0
PUMP INFO ] :
Flow Rate = 5.873 L/M ,
0.87 2B.0
DETECTOR INFO
PUMP oN OFF Q.
MAX (V) 0.0943 0.0974
MIN(V)  0.0925 0.0957 a.
FILTER INFO 0.
Filter 1 0.097 Zero = true
Filter 2 0.733 Zero = true 0.
Filter 3 0.529 Zero = true
0.
CALIBRATION CHECK
Xq = 0.079 0.87% :
0.

INSTALLATION PASSED

NEST Theimpmetber o tudiys!7  34,1°C 2faf,¢
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INSTALLATION REPORT

DataMaster DMT: 104809

Location: St. Albans PD
Calibration Date:  01/30/2015
Certification Date:  01/30/2015
Installation Date:  02/02/2015

Installed by: ROBERT DRISCOLL

Default Options Loaded

Diagnostic Results Accuracy and Precision Check
Concentration =0.098 g/210L
Lot # =15-01-100
VERSTIONS Range =0.093 -0.103
DMT: 1.01 Average =0.100 g/210L
PIC: 2.05 Std Dev = 0.0000
Modem: 2.4

Questions: 2.1 .
RF Detection Test
TEMPERATURES Passed

Sample Chamber =
Breath Tube = 45,5°C Sample Acceptance Test

40,0

36.0

178.0

0.0

Digital Sim 34.1°C
SETTINGS
Lamp Voltage =1.73 Vv 0.10 :
Cooler Voltage = 1.79 V :Al l L( /210{) i g
Bias Voltage = 80 V 0.09 ‘ cono- g LR WO S
Chopper Freq = 530 Hz N ‘Flow Réte(LjM’

0.08 R N | RS- —
PUMP INFO § '
Flow Rate = 5.835 L/M 8.7
DETECTOR INFO )
PUMP oN OFF 0.06 ' 24.0
MAX (V) 0.0900 0.0933 (1 :
MIN (V) 0.0882 0.0919 0.05 ftefr—2
FILTER INFO 0.04 TG 16.0
Filter 1 0.092 Zero = true
Filter 2 0.731 Zero = true 0.03
Filter 3 0.512 Zero = true | :

0, 12 [Fesmsamraaga + ) KSR PSR SRS 8.0
CALIBRATION CHECK

= % i |

®q 0.079 0.22 6. B ﬁj"*"l -

0.00 { -\ i ‘ : i
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INSTALLATION FAILED
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22l

Performed by % feo Date 02/02/2015
Reviewed by Date
DMT Serial Number #104809 Page 1 of 1

Ak 2 Red

02/02/2015 11:44 AM




