DATAMASTER DMT OPERATOR USE LOG
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DATAMASTER DMT MAINTENANCE LOG

Department/Agency DataMaster DMT Serial Number

DATE TYPE OF SERVICE PERFORMED PERFORMED BY
{(Name and Title)

DataMaster Simulator Solution
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SOLUTION CHANGE

. DataMaster DMT: 121506

Location: Swanton PD
Date: 08/20/2015
Performed by: ANDREW G UNDERWOOD

Accuracy and Precision Check

Concentration =0.100 g/210L
Lot# =15-07-100
Range =0.095-0.105
Average =0.098 g/210L
Std Dev =0.0000

Simulator Temperature: 34°C
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Performed by i Date 08/20/2015
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