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Breath Record History

Page 1 14
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Test Test Alcohol Alcohol Sim. Sim.
; Agenc Operator Name Status Message
Date Time 9 Y P Val. 1 Val., 2 goria. 1 Conc. 2 g
| 06/13/2015 03:06:26| SWANTON PD ANDREW UNDERWOOD 0.0093 0.008 0.006 0,088
06/25/2015 03:47:18| FRANKLIN COUNTY S0 CHAD A MILES 0.169 RENEY 0.006
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 121506
Location: Swanton PD
Calibration Date:  10/29/2013
Certification Date: 10/29/2013
Installation Date:  10/29/2013
RPC Date: 06/09/2015

Supervisor Name: ANDREW G UNDERWOOD

Diagnostic Results

VERSTONS

DMT: 1.01
PIC: 2.08
Modeam: 2.4
Questions: 2.1

TEMPERATURES

Sample Chamber = 48.8°C
Breath Tube = 47.9°
Digital Sim = 34.0°
SETTINGS

Lamp Voltage = 1.86 v
Cooler Voltage = 1.82 v
Bias Voltage = 80 Vv
Chopper Freq = 549 Hz

PUMP INFO
Flow Rate = 4.522 L/M

DETECTOR INFO

PUMP Oon CFF

MAX (V) 0.4813 0.4839
MIN (V) 0.4793 0.4807

FILTER INFO

Filter 1 0.482 gZero = true
Filter 2 1.171 Zero = true
Filter 3 1.151 Zero = true

CALTBRATION CHECK
¥g = 0.095 (.55%

Routine Performance Check Passed

Accuracy and Precision Check

Concentration =0.098 ¢/210L
Lot# =15-01-100
Range =0.093-0.103
Average =0.098 g/210L
Std Dev =0.0000

RF Detection Test
Passed

Sample Acceptance Test
Passed

0.08}-

0.06|-

Alcohol (g/210L)
0-03= Flow Rate{L/M) |

Performed by

Reviewed by

DMT Serial Number #121506

Date 06/09/2015
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DATAMASTER DMT MAINTENANCE LOG

Department/Agency

DataMaster DMT Serial Number

—

DATE TYPE OF SERVICE PERFORMED

PERFORMED BY
(Name and Title)

DataMaster Simulator Solutlon

559‘ 16 e Lot#15-01-100  EtOHaq Conc: 0.098 g/210L .
4 i Eor Ri:gp O!’ Range: 0.093 - 0.103 g/210L -

_ Preparation Date: 1/21/2015 Expires: 1/21/2016
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