ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 121506
Location: Swanton PD
Calibration Date:  10/29/2013
Certification Date: 10/29/2013
Installation Date:  10/29/2013
RPC Date: 06/09/2015
Supervisor Name: ANDREW G UNDERWOOD
Diagnostic Results Accuracy and Precision Check
Concentration =0.098 g/210L
Lot # =15-01-100
VERSIONS Range =0.093-0.103
DMT: 1.01 Average =0.098 g/210L
PIC: 2.06 Std Dev =0.0000
Modem: 2.4
Questions: 2.1 )
RF Detection Test
TEMPERATURES Passed
Sample Chamber = 48.8°C
Breath Tube = 47.9%¢ Sample Acceptance Test
Digital Sim = 34.0°C Passed
SETTINGS
Lamp Voltage = 1.86 V
Cooler Voltage = 1.82 V
Bias Voltage = 80 V 0.10 : 40.0
Chopper Freq = 549 Hz ] -
0.09 Alcohol (g/210L) |i 7 36.0
PUMP INFO ——— Flow Réte (L/M) j | i
Flow Rate = 4.522 L/M 0.08 ‘ . T . 132.0
DETECTOR INFO 5. 59 _ b B
PUMP ON OFF s % LZ0.
MAX (V) 0.4813 0.4839 i ; R
MIN(V)  0.4793 0.4807 906 T S
i ;
FILTER INFO ) 20.0
Filtexr 1 0.482 Zero = true :
Filter 2 1.171 Zero = true s S 16.0
Filter 3 1.151 Zero = true P/f
: : 12.0
CALIBRATION CHECK ;
Xq = 0.095 0.55% N &4
4.0
Routine Performance Check Passed : f : 0.0
40 50 60 70 80 90
6?—4/ o i
Performed by Date 06/09/2015
Reviewed by Date
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Breath

Record History

Page 1
06/09/2015
Test Test Agenc Brsrsalbeny Tk Alcohol Alcohol Sim. Sim. SEEETE M SAGS
Date Time g Y P val. 1 val. 2 BOiG. 1 Coric. g
05/10/2015 20:26:44| Swanton PD JAMES M BOSE 0,162 0,157 0.098 0.097
05/29/2015 21:35:03| SWANTON BD JOSHUA K HOOPER 0.097 RESPONSE TIMEOUT
05/29/2015 21:41:38| SWANTON PD JOSHUA K HOOPER 0.09¢ RESPONSE TIMEOUT
05/29/2015 21:52:19| SWANTON ED JOSHUA K HOOPER 0.031 0.096
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Status Record History

Page 1 |
06/09/2015

Status Status
| Test Type Status Message
Date Time yp El
05/29/2015 71:38:20 | DUI Subject Record RESPONSE TIMEOUT
05/28/2015 21:44:51 | DUI Subject Record RESPONSE TIMEOUT
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMater DMT: 121506
Location: Swanton PD

Date: 05/08/2015
Time: 18:58:35

SUPERVISOR NAME:
ANDREW G UNDERWOOD

SCLUTION LOT #: 14-12-100
SCLUTION CONCENTRATION: 0.098

Lo 80 e Y v Y o T o0 B

BLANK TEST 0.000 18:59
CALIBRATION CHECK PASSED 18:59
SIMULATOR VAPOR 34.0°C 0.093 18:59
SIMULATOR VAPOR 34.0°C 0.094 19:00
SIMULATOR VAPOR 33.9°C 0.094 19:01
SIMULATOR VAPOR 33.9°C 0.094 19:03
SIMULATOR VAPOR 34.0°C 0.0%4 19:04
SIMULATOR VAPOR 34.0°C 0.0%4 19:05
SIMULATOR VAPOR 34.0°C 0.094 19:06
SIMULATOR VAPOR 33.9°C 0.094 19:07
SIMULATOR VAPOR 33.9°C 0.095 19:08
SIMULATOR VAPOR 33.9°C 0.095 19:09
BLANK TEST 0.000 19:10
Average = 0.094

Std Dev = 0.000
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SOLUTION CHANGE

DataMaster DMT:
Location:

Date:

Performed by:

121506

Swanton PD

05/08/2015

ANDREW G UNDERWOOD

Accuracy and Precision Check

Concentration =0.098 g/210L
Lot # =15-01-100
Range =0.093-0.103
Average =0.098 g/210L
Std Dev =0.0000

Simulator Temperature: 33.9°C

Performed by
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DATAMASTER DMT OPERATOR USE LOG
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DATAMASTER DMT MAINTENANCE LOG

Department/Agency DataMaster DMT Serial Number
PERFORMED BY
DATE TYPE OF SERVICE PERFORMED (Name and Tile)
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