ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 121606

Location: Windham County SO
Calibration Date:  08/22/2011
Certification Date: 08/22/2011
Installation Date:  09/07/2011

RPC Date: 06/17/2014
Supervisor Name: HOLLY L ELLIS

Di i A and Precision Check
Concentration . =0.099 g/210L
Lot # =13-15-100
VERSIONS Range =0.094 -0.104
DMT: 1.01 _ Average =0.101 g/210L
PIC: 2.05 Std Dev =0.0000
Modem: 2.4
Questions: 2.1 .
TEMPERATURES ' Passed
Sample Chamber = 48.8°C
Breath Tube = 48.1°C Sample Acceptance Test
Digital Sim = 34.1°C Passed
SETTINGS
Lamp Voltage = 1.67 V
Cooler Voltage = 1.79 V
Bias Voltage = 80 V 0.10 e
Chopper Freq = 554 Hz — ——
d.64 Alcohol (g/210L) it
PUME INFO . Flov'd Rate(!./M)‘
Flow Rate = 4.505 L/M 0.08 R N -
DETECTOR INFO o g7l '
PUMP ON OFF ) |
MAX (V) 0.4287 0.4319 N .
MIN (V) 0.4266 0.4299 0,06} bt 8 . s LR : TR SR RS MRS
FILTER INFO 0.05 20,0
Filter 1 0.430 Zero = true i ; i
Filter 2 1.135 Zero = true 0. 04 [ i ~l16.0
Filter 3  1.630 Zero = true I
0. 03 [donnd ~[12.0
CALIBRATION CHECK 1
Xq = 0.127 0.14% 0.02] 8.0
0.01 n - i 4.0
. ‘ i ! i o
Routine Performance Check Passed o.00LLL 1 - — 1 lo.o
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Performed by A-\orrnErer Date 06/17/2014
Reviewed by o ) Date GA'} /,L/
(/ L] T
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 121606

Location: Windham County SO
Calibration Date:  08/22/2011
Certification Date: 08/22/2011
Installation Date:  09/07/2011

RPC Date: 06/17/2014
Supervisor Name: HOLLY L ELLIS

Diagnostic Results Accura
Concentration
Lot #

VERSIONS Range

DMT: 1.01 Average

PIC: 2.05 Std Dev

Modem: 2.4

Questions: 2.1

TEMPERATURES

Sample Chamber = 48.8°C

Breath Tube = 46.8°C

Digital Sim = 34.1°C

SETTINGS

Lamp Voltage = 1.67 V

Cooler Voltage = 1.79 V

Bias Voltage = 80 V

Chopper Freq = 553 Hz

PUMP INFO
Flow Rate = 4.451 L/M

DETECTOR INFO

PUMP  ON OFF
MAX (V)  0.4136  0.4173
MIN(V)  0.4124 0.4187

FILTER INFO

Filter 1 0.416 Zero = true
Filter 2 1.124 Zero = true
Filter 3 1.618 Zero = true

CALIBRATION CHECK
Xq = 0,127 0.07%

Routine Performance Check Failed
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT:
Location:
Calibration Date:
Certification Date:
Installation Date:
RPC Date:
Supervisor Name:

Diagnostic Results

VERS IONS

DMT: 1.01

PIC: 2.05
Modem: 2.4
Questions: 2.1

TEMPERATURES
Sample Chamber

Breath Tube
Digital Sim

SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Fregq

[ |

PUMP INFO

121606

Windham County SO
08/22/2011
08/22/2011
09/07/2011
06/17/2014

HOLLY L ELLIS

Flow Rate = 4.572 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.4165 0.4207

MIN (V) 0.4150 0.4195
FILTER INFO

Filter 1 0.420 Zero = true
Filter 2 1.127 Zero = true
Filter 3 1.619 Zero = true
CALIBRATION CHECK

Xg = 0.127 0.21%

Routine Performance Check Failed

Comelepek with REsvver

Accuracy and Precision Check

Concentration =0.099 g/210L
Lot # = 13-15-100
Range =0.094 -0.104
Average =0.101 g/210L
Std Dev =0.0000
RF Detection Test

Passed
Sample Acceptance Test

Ko situetdl v Tested aguin
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