ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 121606
Location: Windham County SO
Calibration Date:  08/22/2011
Certification Date:  08/22/2011 LI
Instailation Date:  09/07/2011 N
RPC Date: 10/06/2015
Supervisor Name: HOLLY L ELLIS
Diagnostic Results Accuracy and Precision Check
Conceniration =(.099 g/210L
Tot# = 15-09-100
VERSIONS Range =0.094 -0.104
DMT: 2.00 Average =0.099 g/210L
PIC: 2.05 Std Dev =0.0008
Modem: 2.6
Questions: 2.1 ]
Detection Test
TEMPERATURES Passed
Sample Chamber = 48.7°C
Breath Tube = 48.1°C Sample Acceptance Test
Digital Sim = 34.1°C Passed
SETTINGS
Lamp Voltage = 1.67 V
Cooler Voltage = 1.79 V
Bias Voltage = 80 V 0.10 i H ] H H 40.0
Chopper Freq = 555 Hz —
0. 0l Aicohglég/i.}ﬁm Jas.0
PUMP INFO Flow Rate(L/H)
Flow Rate = 4.489 L/M P02 PR SR SURMRSH WS S S J3z2.0
DETECTOR INFO
PUMD oN OFF 0.07|— 28.0
MAX (V)  0.5695 ©.5730
MIN(V)  0.5677 0.5705 L B e 1At A S S S R R A B 24.0
FILTER INFO 0.05 i”h 20.9
Filter 1 0.572 Zero = true \/AW\
Filter 2 1.255 PZero = true 0.04 16.0
Filter 3 1,736 Zero = true
0 . 03 [UUUURION SUUSRRRo ypvsvppme mupont | B I DR B E 1 B | X1 R i ade At | 12 . 0
CALIBRATION CHECK f\ ‘
Xg = 0.127 1.05% 0.021 I W ..... ls. 0
0.01 I (\FM | {40
i 0.00 } : 0.0
Routine Performance Check Passed 0 5 10 15 20 25 30 35 40 45 50 55 60
b ot e
Performed by Date 10/06/2015
Reviewed by Date
DMT Serial Number #121606 Page 1 of 1 10/06/2015 1:56 PM




ANNUAL PREVENTATIVE MAINTENANCE

DataMaster DMT:
Location:
Calibration Date:
Certification Date:
Installation Date:
APM Date:
Performed by:

Diagnostic Results

VERSIONS

DMT: 1.01

PIC: 2.05
Modem: 2.4
Questions: 2.1

TEMPERATURES
Sample Chamwber

Breath Tube
Digital Sim

Eon

SETTINGS

Lamp Voltage
Cocler Voltage
Bias Voltage
Chopper Fregq

a0 hon

PUMP INFO
Flow Rate = 4.460

DETECTOR INFO
PUMP ON

MAX {V} 0.5648
MIN({V} 0.5632

FILTER INFO

Filter 1 0.567
Filter 2 1.252
Filtexr 3 1.73%

CATIBRATION CHECK

Xg = 0.127 0.42

APM PASSED

NIsT Themomedy siv MNENST7 34.2°C po

Performed by

Reviewed by

121606

Windham County SO
08/22/2011
08/22/2011
09/07/2011
08/03/2015

ROBERT DRISCOLL

OFF
0.5691
0.5663

true
true
true

Zero
Zero
Zero

%

2o

Simulator Vapor Test

Concentration ={.098 g/210L
Lot# = 15-01-100
Range =0.093-0.103
Simulator Vapor =0.097 g/210L
RF Detection Test

Passed

Sample Acceptance Tesi

Passed
0.10 ; ; 7 40.0
0.087] \\ -[32,8
0.07 28.0
Q. 0 e L O 54.0
0.05 20.0
0.04 16.0
0.03 12.0
0.462 -18.0
G.01 4.0
0.00 [Mﬁm} \ \ ¢.0
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afs /o

Daie 08/03/2015

Date

DMT Serial Number #121606
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08/03/2015 1:35 PM




DATAMASTER DMT MAINTENANCE LOG

W st (ouori e s 121 60b

DepartmentiA@ency DataMaster DMT Serial Number

PERFORMED BY

DATE | TYPE OF SERVICE PERFORMED :
: (Name and Title)
\\é M_m_____”mDataMaster Simulator Solution o
ey ™ ] .
Qjﬂ [ For F%;atng:fo%t:?%,io,;EtOHaq Coner0.0%9 lace Label Here) /
9\ : J==="~"—Prepatation Date: 5/27/2014 Expires: 5/27/2015 T T T
................................ OPENED: ;?/524;/;{ i T T M

R6 For DataMastey Simulator Solution 4 %
\Q\%\ —[ ---------- Lot # 15-00.100  EtOHaq Conc: 0.098 £/210L Place Label Here]

Range: 0,093 - 0.103 g/210L
preparation Date: 1/21/2015 Expires: 1/21/2016

el
_RPL 7;/;«74:4&9/)( . |

-f-D@aaml&%&émdcdu-ﬁ.-ﬂbﬁ_&dlﬂﬂ,--ﬂﬂ-hﬂ&é—--ﬂiéi——&@h&!&y ------ /? :D nse))

@isl‘( [ For RPC or Simulator Solution Change Place Label Here] Dt Jech
________________ astllsd_nes cemen.. 0B, cnd (@)afelfd.j}?ﬁi.p@_m&l., I
_lonneched. P DPS.pefranek ]
| DataMaster Simulator Solution : '
\g e (Cow1e 00500 EtOHaq Cone: 0.099g/210L T Ww
\D lo [ For F range: 0.094-0.104 g/210L Place Label Here] |< °
--------------- Preparation Date: 6/24/2015  Expires: 6/24/2016 e e
________________ .. OPENED: /ﬁ/ﬁ/}f : : I |
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Pagt

Status Record History 10/081%
Status Status
. t T us
Date Time Tes ype Stat Message
05/02/2015 15326152 DUI Subject Record Blank Error
09/02/2015 15:51:44 DUT Subject Record RESPONSE TIMEQUT
10/02/2015 05:48:38 DUI Subject Record Simulator Qut of Range
Page 1 of 1 10/06/2015 2:0

DMT Serial Number #121606




W1 ALl RINTULULWGUL L LD rc._lk 10/06/2015
Test Test Aleohol Alcohol Sim. Sim.
. Agenc Operator Name Status Message
Date Time g y B val. 1 Val. 2 Conc. 1 Conc. 2 g
08/05/2015 14:20:06] VEL POBERT DRISCOLL C.000 0.097
05/02/2015 15:21:27| WINDHEM COUNTY SO MARK R._ANDERSON INCOMPLETE 0.004 Blank Error
09/0272015 15:45: 21| WINDHAM COUNTY SO MARK K _ANDERSON TNCOMPLETE 0.00% RESFONSE TIMEQUT
10/02/72015 05:47:08] WINDHAM COUNTY SO IAN A TUTTLE 0.092 Simulator Qut of Range
DMT Serial Number #121606
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16/06/2015 1:59 PM



