ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 122106

Location: Vergennes PD
Calibration Date:  01/03/2012
Certification Date: 01/04/2012
Installation Date:  01/12/2012

RPC Date: 10/17/2013
Supervisor Name: BRENT H NEWTON

Diagnostic Results Accuracy and Precision Check
Concontration = (0,097 g/210L
Lot #l = | 2-89-100
VERS TONS Range =0,092 - 0.102
pMT: 1.01 Average =0.101 g/210L
pIc: 2.05 Std Doy = 0,0000
Modem: 2.4
Questions: 2.1 .
RF Detection Test
TEMPERATURES Passed
Sample Chamber = 48.7°C
Breath Tube = 48.1°C A ce Te
Digital Sim = 33.9°C Passed
SHTTINGS
Lamp Voltage = 1712 W
Cooler Voltage = 1.79 V

Bias Voltage = 80 V 0.10 40.0
Chopper Freq = 537 Hz oo { Aloohol (g/210L] | e
PUMP INFO ——— ['low Rate(L/M)
Flow Rate = 5.262 L/M 0.08 32.0
DETECTOR INNO >
PUMP  ON oy e B
MAX (V) 0.6165 0.6179 .
MIN(V)  0.6142 0.6159 0, @6 24.0
FILTER INFO L2 u‘o{ﬁ/o 0.05 ! , 20.0
Filter 1 0.616 Zero = true
Filter 2 0.970 Zero = true \ 0.04 : 16.0
Filter 3 1.242 Zero = true
0.03 12.0
CALIBRATION CHECK
Xqg = 0.088 1.92% 462 e
0.01 QT? h 4.0
Routine Performance Check Passed 0.00 l 0.0

Performed by Date  10/17/2013
Roviewedby Date o hzhs 7
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 122106

Location: Vergennes PD
Calibration Date:  01/03/2012
Certification Date: 01/04/2012
Installation Date:  01/12/2012

RPC Date: 10/17/2013
Supervisor Name: BRENT H NEWTON

Diagnostic Results Accuracy and Precigion Check

Concentration
Lot #

VERSIONS Range
DMT: 1.01 Average
PIC: 2.05 Std Dev
Modem: 2.4

Questions: 2.1

TEMPERATURES

Sample Chamber
Breath Tube
Digital Sim
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SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Freq

nnnn

PUMP INFO
Flow Rate = 5.235 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.6274 0.6289
MIN (V) 0.6254 0.6272

FILTER INFO ; hs
Filter 1 0.627 Zero = true R 'ah}
Filter 2 0.979 Zero = true

Filter 3 1.251 Zerxo = true

CALIBRATION CHECK
Xq = 0.087 1.31%

Routine Performance Check Failed

A(curaa?, ¢ fecision chepe i\ DAT Su[&'a(vls;_.nr stakd Yook ne s¥ncded fhe RPC
Hoea bocme Uncedede o finisn i, od_cshich oo the fulwe oured  €co ifrels
T

Performed by Date 10/17/2013
Reviewed by Date
DMT Serial Number #122106 Page 1 of 1 10/25/2013 1:33 PM
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Breath Record Histor Fage L
% 106/17/2013

Test Test . Alcohol Alcohol Sim. Sim.
Date Time Agency Operator Name Val. 1 Val. 2 Conc. 1 Conc. 2 Status Message

1671372013 B%720:00] VERGENNES FD PAIRICK R CHEELNSLET 5.133 G.038

16713/20%2 02:06:57] VERGENNES PD PATRICK R GREENSLET 0,138 TNCOMPLETE 0.097 .008 RESEORSE TIMEQUT

10/0572013 04:11:55] VERGENNES BD BRENT H NERTON 0.11% 0,098

59/28/2013 B2:12:04] VERGENNES PD NEIL F MCGERLEY 0.054 0.089 . 058 5,096

05/28/201% Z2:57:15] VERGENNES BD N MOGERLEY 5.119 4.115 0.096 5.097

08/2%/2013 02:14:16] NEW HAVEN VSP JOSERH T SZRAREJKD 0.139 0.086

08/03/2013 03:00:08] VERGENNES PD BRENT H NEWICN 0.075 3,077 G059 .098

07/28/2013 B0:06:07| NEW BAVEN VEP JOSEDH T SZARETRO 0.084 0.062 CAEEE) 5,098

§7/26/2013 20:01:54] VERGENNES PD NELL F MOGERLEY 0,186 0.097

07/07/2013 02:15:33] HEW HAVEN VSP JOSEPH T S2ARESKO 5.153 0.135 C,10% 0.100

07/03/2013 01302:11| VERGENNES PD REIT, ¥ MOGERLEY 6.160 2 5166

06/08/2013 $3:35:02] VERGENNES D RETL F HMOGERLEY 0.083 6,083 0.097 5,057

06/01/2013 22:35%:00] VERGENNES ED NEXL F MOGERLEY 0.258 0.09%

06/01/2013 §2:1.7:22] VERGENNES ED NEIL F MOGERLEY 0.135 0.096

05/22/20%3 51757:04] VERGENNES ED PATRICE R GREENSLET 0.09% 5.100 0.096 5,058

04/13/2013 05:12:00) Vergennes Police Debt EECRGE P MERKEL 5.145 0.089

04/07/2013 01:07:12; VERGENNES PD BRENT H NEWTON 0.081 0.088

03/17/2013 02:43:20] NEW HAVEN V5P JOSEFR T SEAREIRD 0.115 4.658

03/15/2013 22:17:23| VERGENNES PD BRENT H NEWTON 0.267 0.099

03/08/2013 23:14:47| VERGENNES PD ERENT § NEWTGHN THCOMELRTE REFUSED §.100

03/02/2013 0%:55:33] VERGENNES ED IDAM J GNETLL G.166 §.186 .101 5.160

02/15/20L% 22:16:29] VERGENNES ED BRENT H_NEWTON G.118 G.113 5. 587 0,095

DMT Serial Number #122106 Page 1 of 1
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DIAGNOSTIC RESULT

DataMaster DMT:122106
Location: Vergennes PD
Calibration Date: 01/03/2012
Certification Date:01/04/2012
Installation Date: 01/12/2012

Test Date: 10/17/2013
Test Time: 15:35:36
VERSIONS

PMT: 1.0L

PIC: 2.05

Modem: 2.4

Questions: 2.1
TEMPERATURES

Sample Chamber = 48.8°C
Breath Tube = 48,1°C
Digital Sim = 33.9°C
SETTINGS

Lamp Voltage = 1,72 Vv
Cooler Voltage = 1.79 V
Bias Voltage = 80 V
Chopper Freg = 537 Hz

PUMP INFO
Flow Rate = 5.117 L/M

DETECTOR INFO

PUMP ON . OFF
Ma (V) 0.413¢6 0.4152
MIN(V) 0.4122 0.4140
FILTER INFO ml”’,"
Filter 1 0.415% FZero
Filter 2 0.784 Zero
Filtexr 3 1.071 Zero

true
true
true

#0000

CALIBRATION CHECK
Xq = 0.088 1.72%

DMT Serial Number #122106 Page 1 of 1
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DIAGNOSTIC RESULT

DataMaster DMT:122106
Location: Vergennes PD
Calibration Date: 01/03/2012
Certification Date:01/04/2012
Installation Date: 01/12/2012
Test Date: 10/25/2013
Test Time: 13:35:19

VERSIONS

pMT: 1.01

FIC: 2+085
Modem: 2.4
Questions: 2.1

TEMPERATURES

Sample Chamber = 48.9°C
Breath Tube = 48.0°C
Digital Sim = 33.9°C
SETTINGS

Lamp Voltage = 1.72 V
Cooler Voltage = 1.79 V
Bias Voltage = 80 V
Chopper Freq = 534 Hz

PUMP INFO
Flow Rate = 5.296 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.2565 0.2585
MIN (V) 0.2555 0.2571

FILTER INFO

Filter 1 0.258 Zero = true
Filter 2 0.637 Zero = true
Filter 3 0.920 7zZero = true

CALIBRATION CHECK
Xg = 0.088 2.22%

ReC Gllows vp da@mshé.

DMT Serial Number #122106
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