CHECK-IN CONFIRMATION TEST

STATE OF VERMONT

DataMaster DMT: 122106
Location: Vergennes PD
Certification Date: 01/04/2012
Installation Date: 03/05/2014
Date: 08/04/2015

Time: 15:33:21

SUBJECT NAME:

TEST TEST
DOB: 01/01/1991 AGE: 24
GENDER: M

TEST OPERATOR NAME:
ROBERT DRISCOLL
AGENCY: VFL

BLANK TEST 0.000 15:34

CALIBRATION CHECK PASSED 15:34
Xg = 0.087 (1.21%)

SIMULATOR VAPOR 34.0°C 0.093 15:34

X[1] = 0.0937 (0.0010) (0.0018)
Simulator Out of Range

All alcohol values reported in g/210L
Sim. Vapor Concentration 0.100

Sim. Vapor Range 0.095 - 0.105
Lot #: 15-06-100

DMT Serial Number #122106
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