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DATAMASTER DMT MAINTENANCE LOG

N

122106

N Department/Agency

‘ DataMaste,_r DMT Serial Number

TYPE OF SERVICE PERFORMED -

PERFORMED BY
(Nam‘e and Title’)

.~ DataMaster Simulator Solution
........................... Lot #15-06-100  EtOHaq Conc: 0,100 g/210L

Range: 0.095 - 0.105
[ FOF' RPC C Preparation Date: 4/28/2015 Explres: 4/28/2016
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.7;.. Preparation Date: 4/28/2015 Explres 4/28/2016
 OPENED: %’/5;// 'S L
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DataMaster Simulator Solution

[F rRPoo)r

Lot# 15 09-100 EtOHaq Conc: 0.099 g/210L
- Range: 0.094 - 0.104 g/210L

Preparation Date 6/24/2015 Explres. 6/24/2016
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DATAMASTER DMT MAINTENANCE LOG

DD

| WAEW?S

Department/Agency

" DataMaster DMT Sérial Number

' TYPE OF SERVICE PERFORMED

PERFORMED BY
(Name and Title)

[ For RF

R i ate kel o Ee PP

OPENED: /35~ /07//7

' . ‘DataMaster Simulator Solution
' lot#13-16-100

EtOHaq Conc: 0.099 -

Range: 0.094 - 0.104
Preparation Date: 9/26/2013 Explres 09/26/2014

Polite. ORGes—

ace Label Here]

vArACW\ ONed et

=

) : ] "":" """""""" QataMaster Simulator Solution

7288 [For Rpot#m -01-100
. Range: 0.094 - 0104

Preparation Date: 1/9/2014 Expires: 1/9/2015
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NQQWNéww

EtOHaq Conc:0.099’ aceLabelHere]

DMT. "
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- DataMaster Simulator Solution

[ForRF’(

Lot #14-05-100  EtOHaqg Conc: 0.098
Range: 0.093 - 0,103
:Preparation Date: 6/19/2014 Explres 6/19/2015

0 Labol Here] | ‘ib

ﬂ

[S SRS S S,

AN
- OPENED: /‘yd 7y/'7' '

| [ For.RP:®

- AL AN P

| ... - DataMaster Simulator Solution
o[ Lot # 144054100

EtOHaq Conc: 0,098
ange: 0,093 - 0,103 .

ace L{gb“éilyHere]

reparation Date! 6/19/2014 i}mres 6/19/2015

' OPENED: /a‘//)// /
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Status Record History

Page 1
10/28/2015

Status Status
Date Time Test Type Status Message

10/28/2015 21:26:11 RPC Record SAMPLE ACCEPTANCE TEST FAILED
08/06/2015 02:30:53 DUI Subject Record Simulator Out of Range
08/06/2015 02:27:19 DUL Subject Record Simulator Out of Range
08/04/2015 15:34:48 Check-In Confirmation Record { Simulator Out of Range
07/31/2015 22:31:12 DUI Subject Record Simulator Out of Range '
05/14/2015 00:49:32 DUI Subject Record RESPONSE TIMEOUT
05/14/2018 00:15:07 PUI Subject Record RESPONSE TIMEOUT
04/04/2015 01:41:42 DUY Subject Record RESPONSE TIMEOUT
04/04/2015 01:19:52 DULI Subject Record RESPONSE TIMEOUT
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ANNUAL PREVENTATIVE MAINTENANCE

DataMaster DMT: 122106

Location: Vergennes PD
Calibration Date:  01/03/2012
Certification Date: 01/04/2012
Installation Date:  03/05/2014

APM Date: 01/16/2015
Performed by: ROBERT DRISCOLL

Diagnostic Results Simulator Vapor Test
. Concentration =0.098 g/210L

Lot# =14-05-100
VERSIONS Range =(.093 -0.103
DMT: 1.01 Simulator Vapor =0.093 g/210L
PIC: 2.05
Modem: 2.4 ‘ .
"‘Questions: 2.1 RF Detection Test

Passed
TEMPERATURES
Sample Chamber = 48.8°C Sample Acceptance Test
Breath Tube = 47.2°C Passed
Digital Sim = 34.0°C
SETTINGS
< Lamp Voltage =1,72 V
i Cooler Voltage = 1,79 V .

Bias Voltage = 80 V 0.10 T Ty T 40.0
C — H i i
‘hopper Freq 536 Hz 0.09-1 Alcohol (g/210L} ) 1s6.0
PUMP INFO Flow Rate(L/M) :
Flow Rate = 5.148 L/M 0.08 \ 2.0
DETECTOR INFO : .
PUMP ON OFF 0.07 28.0
MAX (V)  0.2232 0.2270 . o
MIN(V)  0.2213 0.2252 0.06 ‘ 24.0
FILTER INFO 4 0.05 20.0
Filter 1 0.226 Zero = true : .
Filter 2 0.610 Zero = true 0.04 16.0
Filter 3 0.885 Zero = true

0.03 12.0
CATLIBRATION CHECK
Xq = 0.088 2.02% ‘. 0.02 8.0

¢. 01~ 4.0

., 0.00 IV\\ 0.0
APM PASSED ) 0 5 10 15 20 25 30
A : /[1‘2/1‘/f/07
BC.
/\/fSr Treceoble Hrerrmaomater siv 24 o A
/ —
lﬁé/{l
) =25~ KeP ‘ '
" Performed by = Date 01/16/2015

Reviewed by . Date

DMT Serial Number #122106 Page 1 of 1 01/16/2015 1:46 PM



~ ANNUAL PREVENTATIVE MAINTENANCE

DataMaster DMT: 122106

Location: Vergennes PD
Calibration Date:  01/03/2012
Certification Date: 01/04/2012
Installation Date:  03/05/2014

APM Date: 01/16/2015
Performed by: ROBERT DRISCOLL

Diagnostic Results: Simulator Vapor Test
Concentration =0.098 g/210L
Lot# = 14-05-100
VERSIONS Range =0.093-0.103
DMT: 1.01 Simulator Vapor =0.092 g/210L
PIC: 2.05 : Simulator out of range ﬂw
Modem: 2.4 \heh{/

Questions: 2.1
TEMPERATURES
Sample Chamber

= 4
Breath Tube = 4
Digital Sim = 3

SETTINGS
., Lamp Voltage =1,72 v
} Cooler Voltage = 1.79 V
© Bias Voltage = 80 V
Chopper Freq = 530 Hz

PUMP INFO
Flow Rate = 5.257 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.2126 0.2157
MIN (V) 0.2114 0.2136

FILTER INFO

Filter 1 0,215 Zero = true
‘Filter 2 0.599 Zero = true
FPilter 3 0.874 JZero = true
CALIBRATION CHECK
Xg = 0.087 1.31%.
APM FAILED
I' A
" Performed by el Date 01/16/2015
Reviewed by Date

DMT Serial Number #122106 . Page 1 of 1 01/16/2015 1:36 PM



ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 122106

Location: Vergennes PD
Calibration Date:  01/03/2012
Certification Date: 01/04/2012
Installation Date:  03/05/2014

RPC Date: 01/21/2015
Supervisor Name: ROBERT DRISCOLL

Diagnostic Results : Accuracy and Precision Check
Concentration =0.099 g/210L
Lot# ) =14-15-100
VERSIONS Range =0.094 -0.104
DMT: 1.01 Average =0.099 g/210L
PIC: 2.05 Std Dev =0.0000
Modem: 2.4
Questions: 2.1
RF Detection Test
TEMPERATURES Passed

sample Chamber = 49.0°C
Breath Tube = 48.1°C Sample Acceptance Test
= 34.0°C

Digital Sim Passcd
SETTINGS
" Lamp Voltage = 1,72 V
! Cooler Voltage = 1.79 V
Bias Voltage = 80 V 0.10 T 40.0
Chopper Freq = 537 Hz o 0o Alcohol (g/210L) o
PUMP INFO Flow Rate(L/M)
Flow Rate = 5.288 L/M 0.08 | 32.0
DETECTOR INFO \
PUMP ON OFF i 0.07 28.0
MAX (V) 0.2333 | 0.2366
MIN(V)  0.2315 0.2350 0.06 \ 24.0
FILTER INFO 0.05 20.0
Filter 1 0.235 Y%erxro = true . ; \
Filter 2 0.618 Zero = true 0.04 16.0
VFilter 3 0.9200 Zero = true
. 0.03 12.0
CATLIBRATION CHECK
Xq = 0.088 1.52% ‘ 0.02 8.0
0.01 4.0
1 0.00 m 0.0
Routine Performance Check Passed s 5 5 i 25 Py o
“~ Performed by - A Date 01/21/2015
Reviewed by Date

DMT Serial Number #122106 Page 1 of 1 01/21/2015 10:09 AM



_ ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 122106

Location: Vergennes PD
Calibration Date:  01/03/2012
Certification Date:  01/04/2012
Installation Date:  03/05/2014

RPC Date: 06/12/2015
Supervisor Name: ADAM J ONEILL -

Diagnostic Result Accuracv and Precision Check
. Concentration =(,100 g/210L
Lot# =15-06-100
VERSIONS Range =0.095-0.105
DMT: 1,01 Average =0,099 g/210L
PIC: 2.05 Std Dev =0.0000
Modem: 2.4 ’
Questions: 2.1
RF Detection Test
TEMPERATURES Passed
Sample Chamber = 49,1°C ‘
Breath Tube = 48.1°C Sample Acceptance Test
Digital Sim = 34,0°C . Passed
SETTINGS
™ Lamp Voltage = 1.72 V
) Coolex Voltage = 1.79 V
Bias Voltage = 80 V 0.10 7 i i 7 40.0
Chopper Freq =-539 Hz . o 00 Alcohol (g/210L) 60
PUMP INFO ) Flow Rate{L/M)
Flow Rate = 5.267 L/M 0.08 32.0
DETECTOR INFO o : :
BUMP . ON OFF ‘ 0.07 28.0
CMAX (V)  0.5429 0.5447 '
MIN(V)  0.5411 0.5431 ~ 0.06 24.0
FILTER INFO 0.05 M 20.0
Filter 1 0.543 Zexro = true F
Filter 2 0.905 Zero = true . 0.04 16.0
Filter 3 1.161 Y%ero = true . )
: ‘ 0.03 12.0
CALIBRATION CHECK '
Xq = 0.087 0.40% ] ) 0.02 8.0
0,01}~ ,/W\\v/\v‘ 4.0
Routine Performance Check Passed ‘ 0.00Ll L 0 50 5000
I )
" Porformed by [ R Date 06/12/2015
Reviewed by Date

DMT Serial Number #122106 Page 1 of 1

06/12/2015 8:32 AM



0.20 40.0
0.16 32.0
0.12 24.0
0.08)~f~ 16.0
0.04}/ 8.0
0.00l4 0.0
0 5 10 15 20 25 30
0.20 40.0
0.16 32.0
0.12 24.0
0. 08}-f~r 16.0
0.04}f 8.0
0.00i 0.0
0 5 10 15 20 25 30
0.20 40.0
‘ 0.16 32,0
ACCURACY & PRECISION REPORT 0.12 : 24.0
. - 0. 08| 16.0
STATE OF VERMONT 0. 04} 8.0
o.ooj’ 0.0
DataMaster DMT: 122106 0 5 10 15 20 25 30
Location:  Vexrgennes PD 0.20 40.0
D T el T 0.16 . 32.0
Date: 08/06/2015 0.12 : 24.0
Time: 12:49:53 0. 08| 16.0
SUPERVISOR NAME: 0.04} 8.0
aD, ONETI 0.00 0.0
AM J ONEILL 0 5 10 15 20 25 30
SOLUTION LOT #: 15-06~100 0.20 40.0
SOLUTION CONCENTRATION: 0.100 : .0.16 32.0
—————————————————————————————————————————— 0.12 24.0
BLANK TEST 0.000 12:50 0.08|-f~ 16.0
CALIBRATION CHECK PASSED 12:50 o.04l1 8.0
SIMULATOR VAPOR 34.0°C 0.094 12:51 O'OO,L 0.0
SIMULATOR VAPOR 33.9°C 0.094 12:52 B 5 10 15 20 25 30
SIMULATOR VAPOR 33.9°C 0.094 12:53 . 0.20 : - 40.0
SIMULATOR VAPOR 34.0°C 0.095 12:54 0'16 32.0
SIMULATOR VAPOR 34.0°C 0.095 12:55 : :
SIMULATOR VAPOR 34.0°C 0.095 12:56 0.12 24.0
SIMULATOR VAPOR 34.0°C 0.095 12:57 0. 08— 16.0
SIMULATOR VAPOR 33.9°C 0.095 12:58 0.04[ : 8.0
SIMULATOR VAPOR 34.0°C 0.095 12:59 0.00 : i 0.0
SIMULATOR VAPOR 34.0°C 0.095 13:00 0 5 10 15 20 25 30
BLANK TEST 0.000 13:01 0.20 40.0
0.16 32.0
Average out of range! . 0.12 24.0
‘ 0. 08} 16.0
Average = 0.094 0. 04/ 8.0
Std Dev = 0.0004 0.00 0.0
: ) 5 10 15 20 25 30
10,20 40.0
0.16 32.0
0,12 24.0
0. 08|-f~ 16.0
0.044 8.0
0.00 0.0
o 5 10 15 20 25 30
0.20 40.0
0.16 32.0
0.12 24.0
0.08}~f 16.0
0. 04 8.0
0. 00U 0.0
) 5 10 15 20 25 30
0.20 40.0
0.16 32,0
0.12 24.0
0. 08|-fr 16.0
0.04} 8.0
0.00 : 0.0
) 5 10 15 20 . 25 30
DMT Serial Number #122106 Page I of 1 08/06/2015 1:01 PM



DIAGNOSTIC RESULT

DataMaster DMT:

Location:
Calibration Date:

Certification Date:

Installation Date:
Test Date:
Test Time:

VERSIONS

DMT: 2.00

PIC: 2.0%8
Modem: 2.6
Questions: 2.1

TEMPERATURES

Sample Chamber
Breath Tube
Digital 8im

SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Freq

PUMP INFO

B

oo

122106
Vergennes PD
01/03/2012
01/04/2012
03/05/2014

- 08/06/2015

13:06:49

Flow Rate = 5.296 L/M

DETECTOR INFO
PUMP ON
MAX (V) 0.3008

MIN(V)  0.2986

FILTER INFO

Filter 1 0.302

Filter 2 0.68

3

Filter 3 0.968

OFF
0.3024
0.3000
zZexro = true
Zero = true
Zero = true

CALIBRATION CHECK
Xgq = 0.087 1.41%

DMT Serial Number #122106

Page 1 of 1

08/06/2015 1:07 PM.



0.20 40.0
0.16 32.0
0.12[- : , 24.0
0.08 l‘ 16.0
0.04} 8.0
0. 00l 0.0
0 5 10 15 20 25 30
0.20 40.0
0.16 32.0
. 0.12 24.0
0. 08]f 16.0
0.04[ 8.0
0.00 0.0
o 5 10 15 20 25 30
0.20 40.0
0.16 32.0
ACCURACY & PRECISION REPORT 0.12 24.0
0. 08}-f-m 16.0
STATE OF VERMONT : 0. 04} 8.0
: . : ' 0.00 0.0
DataMaster DMT: 122106 0 5 10 15 20 28 30
Liocation: Vergennes PD 0.20 40.0
_____________________________________ D 0+ 16| 32.0
Date: 08/06/2015 0.12 24,0
Time: 16:12:05 0.08 lr— 16.0
SUPERVISOR NAME: 0-0-4/' 8.0
0.00 0.0
ADAM J ONEILL 0 5 10 15 20 25 30
SOLUTION LOT #: 15-06-100 . 0.20 40.0
SOLUTION CONCENTRATION: 0.100 0.16 32.0
e e o o o+t e 2t 2 e e e e e £ e e o e e 0.12} 24.0
BLANK TEST 0.000 1le6:12 0.08 F 16.0
CALIBRATION CHECK PASSED 16:13 o.04lT 5.0
SIMULATOR VAPOR 34.0°C 0.099 16:13 0. oolt 0.0
SIMULATOR VAPOR 33.9°C. 0.100 16:14 N0 5 10 15 20 25 30
SIMULATOR VAPOR 34.0°C 0.100 16:15 0.20 _ 40.0
'SIMULATOR VAPOR 33.9°C 0.100 16:16 0.16 32.0
SIMULATOR VAPOR 34.0°C 0.100 16:17 ’ ' : : '
SIMULATOR VAPOR 34.0°C. 0.100 16:18 0.12 24.0
SIMULATOR VAPOR 33.9°C 0.101 16:19 0. 08-f- 16.0
SIMULATOR VAPOR 34.0°C 0.100 16:20 0.04}4 : 8.0
SIMULATOR VAPOR 34.0°C. 0.101 16:21 0. 00l ; 0.0
SIMULATOR VAPOR 34.0°C 0,100 16:22 0 5 10 15 20 25 30
BLANK TEST 0.000 16:23 0.20 40.0
: : 0.16 32.0
Average = 0.100 0.120w 24.0
std Dev = 0.0005 0. 08| 16.0
0. 04} 8.0
0.00 0.0
0 5 10 15 20 25 30
0.20 40.0
0.16 32.0
0.12 24.0
0. 08~f- 16.0
0. 04} 8.0
0.00 0.0
0 5 10 15 20 25 30
0.20 40.0
0.16 32.0
0.12 24.0
0.08f~f- 16.0
0.04}/ 8.0
0.00 0.0
0 5 10 15 20 25 30
0.20 ; 40.0
0.16 32.0
0.12 24.0
0., 08}~ fr : 16.0
0.04} 8.0
0.00 0.0
0 5 . 10 15 20 25 30
DMT Serial Number #122106 Pago 1 of 1 " 08/06/2015 4:24 PM



ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT:
Location:
Calibration Date:
Certification Date:
Installation Date:
RPC Date:
Supervisor Name:

Diagnostic Results

VERSIONS

DMT: 2.00
PIC: 2.05
Modem: 2.6
Questions: 2.1

TEMPERATURES
Sample Chamber

Breath Tube
Digital Sim

ot

SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Fregq

any

PUMP INFO
Flow Rate = 5.255

DETECTOR INFO
PUMP ON

MAX (V) 0.2846
MIN (V) 0.2827

FILTER INFO
Filter 1
Filtexr 2
Filter 3

0.286
0.669
0.949

CATLIBRATION CHECK

122106

Vergennes PD
01/03/2012
01/04/2012
03/05/2014
10/28/2015
ADAM J ONEILL

1.72 v
1.79 v
80 V

538 Hz

L/M

OFF
0.2870
0.2848

Zero = true
Zera = true
Zero = true

Xq = 0.086 0.30%

- Routine Performance Check Passed

Accuracy and Precision Check

Concentration =(,099 g/210L
Lot # = 15-09-100
Range =0,094 -0.104
Average =0.098 g/210L
Std Dev =0,0004

RF Detegtioﬁ Test
Passed

Sample Acceptance Test

Passed
(L I S A I N 40-9
0.0 T Blow Rata 3.0
o.08 32.0
0.07 28.0
0.06 24.0
0.05 MN\" 20.0
o o % 16.0
0,08 3 12.0
0.02 i[ 80
0,01 W 4;0
0.00 v\ A 0

0 5 10 15 20 25 30 35 40 45 50 55 60

Performed by

e

Reviewed by

Date  10/28/2015

Dato

DMT Serial Number #122106

Page 1 of 1

10/28/2015 9:42 PM



ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 122106
Location: Vergennes PD
Calibration Date: = 01/03/2012
Certification Date: 01/04/2012
Installation Date:  03/05/2014
RPC Date: 10/28/2015
Supervisor Name: ADAM J ONEILL
Diagnostic Results
VVERSIONS
DMT: 2.00
" PIC: 2.05
Modem: 2.6
Questions: 2.1
TEMPERATURES
Sample Chamber = 48.8°C
Breath Tube = 48.1°C
Digital Sim = 33,9%%
SETTINGS
Lamp Voltage = 1.72 Vv
Cooler Voltage = 1.79 V
Bias Voltage = 80 Vv
Chopper Freq = 537 Hz

PUMP INFO
Flow Rate = 5,196 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.2689 0.2715

MIN (V) 0.2665 0.2687
FILTER INFO

Filter 1 0.269 Zero = true
Filter 2 0.653 Zero = true
Filter 3 0.929 Zero = true

CALIBRATION CHECK
Xq = 0.086 0,81%

Routine Performance Check Failed

Accuracy and Precision Check

Concentration =0,099 g/210L
Lot# =15-09-100
Range = 0,094 - 0.104
Average =0.098 g/210L
Std Dev =0.0004
RFE Detection Test

Pagsed
Sample Acceptance Test

Failed
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