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Vermont Department of Health Laboratory

195 Colchester Avenue, P.O. Box 1125, Burlington VT  05402-1125

DataMaster Technical Services (ph) 802-863-7641; (fax) 802-863-7632


DATAMASTER TECHNICAL SUPPORT INQUIRY

Agency/Site: vdhl

DataMaster Serial #: 122206

Date: 
12/30
/2011

Requestor: KLK

Instrument Supervisor: 

Phone #: 

Taken By: SEH

Problem: Random Interference



Laboratory Response:




Work Performed:

1/6/12 – Troubleshooting instrument, found that at random times the filter wheel alignment pin was not engaging correctly on filter 2.  I removed and realigned the filter wheels correctly, tested with no other problems indicated. Instrument to re-calibrated and testing restarted for redeployment. SH
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