VERMONT FORENSIC LABORATORY

PO BOX 47

WATERBURY, VERMONT 05676-0047
) TEL: 802-244-8788

RS FAX: 802-241-5557
http://vfl.vermont.gov

DATAMASTER TECHNICAL SUPPORT INQUIRY

Agency/Site: Franklin CSO — Enosburgh DataMaster Serial #: 122206
Date: _1/11/2013 Requestor: R. Driscoll
Instrument Supervisor: _Jay Sweeny Phone #: (802) 524-2121

Taken By: R. Driscoll

Problem: DataMaster powered off upon arrival at agency to complete Annual Preventative
Maintenance.

Laboratory Response: R. Driscoll will investigate the power problem.

Work Performed: All components of DataMaster powered down upon arrival. Electrical outlet
tested fine. Found UPS to be faulty. Replaced UPS with spare unit from VFL and completed the
APM Protocol. DMT back in service.
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ANNUAL PREVENTATIVE MAINTENANCE

DataMaster DMT: 122206
Location: Franklin County SO Enosburgh
Calibration Date:  01/09/2012
Certification Date: 01/10/2012
Installation Date:  01/27/2012
APM Date: 01/15/2013
Performed by: ROBERT DRISCOLL
Diagnostic Results Simulator Vapor Test

Concentration =0.100 g/210L

Lot # =12-70-100
VERSIONS Range =0.095-0.105
DMT: 1.01 Simulator Vapor =0.096 g/210L,
PIC: 2.05
Modem: 2.4 .
Questions: 2.1 RF Detection Test

Passed

TEMPERATURES
Sample Chamber = 49.1°C Sample Acceptance Test
Breath Tube = 44._2°¢ Passed
Digital Sim = 33.9°C
SETTINGS
Lamp Voltage = 1.77Vv
Cooler Voltage = 1.72 V
Bias Voltage = 80 V 0.10 : : 40.0
Chopper Freq = 532 Hz ) ‘

0. 09l Alcohol (g/210L}) &
PUMP INFO —77F10w Rate (L/M)
Flow Rate = 4.872 L/M 0.08 i ' 0
DETECTOR INFOQ
PUMP  ON OFF BB o i s e s &
MAX (V)  0.0880 0.0967
MIN(V)  0.0862 0.0941 s i : o
FILTER INFO 008 ety B S e it | 2018
Filter 1 0.096 Zero = true !
Filter 2 0.745 ¥Zero = true T o e e 1| 111 21| R & S, B R 16.0
Filter 3 1.547 Zero = true H

0. 03 [ 1 1111 e 12.0
CALIBRATION CHECK
Xq = 0.101 0.69% O ——— 8.

o~

0.01 [ \ ol § i R | Wt e s 4.0

APM PASSED 0.00 5 : 0.0
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ANNUAL PREVENTATIVE MAINTENANCE

DataMaster DMT: 122206

Location: Franklin County SO Enosburgh

Calibration Date:  01/09/2012

Certification Date: 01/10/2012

Installation Date:  01/27/2012

APM Date: 01/15/2013

Performed by: ROBERT DRISCOLL

Diagnostic Results Simulator Vapor Test
Coneentration =0.100 g/210L
Lot #

VERSIONS Range = :

DMT: 1.01 Simulator Vapor =0.094 g/2101)

PIC: 2.05 Simulator out of ran d

Modem: 2.4

Questions: 2.1

TEMPERATURES

Sample Chamber = 48.9°C

Breath Tube = 45,0°C

Digital Sim = 33.9°%

SETTINGS

Lamp Voltage =1.77T Vv

Cooler Voltage = 1.72 V

Bias Voltage = 80 VvV

Chopper Freq = 531 Hz

PUMP INFO

Flow Rate = 4.807 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.0679 0.0736

MIN (V) 0.0663 0.0722

FILTER INFO

Filter 1 0.073 Zero = true

Filter 2 0.728 Zero = true

Filter 3 1.525 Zero = true

CALIBRATION CHECK

Xg = 0.103 1.30%

APM FAILED

Performed by = — Date 01/15/2013
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