ANNUAL PREVENTATIVE MAINTENANCE

DataMaster DMT: 122206
Location: Franklin County SO Enosburgh
Calibration Date: ~ 01/09/2012
Certification Date: 01/10/2012
Installation Date:  01/27/2012
APM Date: 01/09/2015
Performed by: ROBERT DRISCOLL
Diagnostic Results Simulator Vapor Test
Concentration =0.099 g/210L,
Lot # = 14-15-100
VERSIONS Range =0.094 -0.104
DMT: 1.01 Simulator Vapor =0.099 g/210L
PIC: 2.05
Modem: 2.4 .
Questions: 2.1 RF Detection Test
Passed
TEMPERATURES
Sample Chamber = 48.7°C Sample Acceptance Test
Breath Tube = 40.7°C Passed
Digital Sim = 33.9°C
SETTINGS
Lamp Voltage = 1.77 Vv
Cooler Voltage = 1.72 V
Bias Voltage = B0 V D40, 0
Chopper Freq = 543 Hz - e i i
.08 A}cohol(g/?lOL) 6.0
PUMP INFO Elow Baselhal)
Flow Rate = 4.804 L/M B, Dl hssviosesmnnn 32.0
DETECTOR INFO 0.07 = i
PUMP ON OFF ’ -
MA¥ (V) 0.4959 0.4990 5 i )
MIN(V)  0.4945 0.4976 0:08 I N U D S 290
FILTER INFO R | = 0.0
Filter 1 0.498 Zero = true ‘
Filter 2 1.094 Zero = true 0,04 [y 16.0
Filter 3 1.846 Zero = true ;
0.03|- ] 126
CALIBRATION CHECK
Xq = 0.102 0.69% B il et s 5
0,01 [ o 4.0
APM PASSED 0.00 ! \ : l - 0.0
0 5 10 15 20 25 30
NIST  Thetae-o\er she Meryr?7? 34oC ;?"7' /
TRUE
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ANNUAL PREVENTATIVE MAINTENANCE

DataMaster DMT:
Location:
Calibration Date:
Certification Date:
Installation Date:
APM Date:
Performed by:

Diagnostic Results

VERSTONS

DMT: 1.01

PIC: 2.05
Modem: 2.4
OQuestions: 2.1

TEMPERATURES
Sample Chamber

Breath Tube
Digital Sim

SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Freq

PUMP INFO
Flow Rate = 4.810

DETECTOR INFO

PUMP ON
MAX (V) 0.4736
MIN (V) 0.4722

FILTER INFO

Filter 1 0.476
Filter 2 1.075
Filter 3 1.825

CALIBRATION CHECK
Xg = 0.102 0.35

APM FAILED

Performed by

Reviewed by

DMT Serial Number #122206

122206
Franklin County SO Enosburgh
01/09/2012

01/10/2012
01/27/2012
01/09/2015
ROBERT DRISCOLL
Simulator Vapor Test
Coneentration =0.099 g/210L
Lot = 14-04-100
Range =0.094 -0.104
Simulator Vapor =0.093 g/2101,
Simulator out of range Leo Va?/df’/
48.7°C
43.6°C
33.9°C
1.77 v
1172 ¥
80 Vv
535 Hz
L/M
OFF
0.4770
0.4758
Zero = true
Zero = Lrue
Zero = true
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SOLUTION CHANGE

DataMaster DMT:
Location:

Date:

Performed by:

122206

Franklin County SO Enosburgh
01/09/2015

ROBERT DRISCOLL

Accuracy and Precision Check

Coneentration
Lot ff

Range
Average

Std Dev

=0.099 g/210L
= 14-15-100
~0.094 -0.104
= 0,099 g/210L
=0.0000

Simulator Temperature: 33.9°C

Performed by
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DMT Serial Number #122206
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