INSTALLATION REPORT

DataMaster DMT: 122306

Location: Essex County So
Calibration Date:  08/30/2011
Certification Date: 08/30/2011
Installation Date:  09/09/2011

Installed by: STEVEN E HARNOIS

Site meets specification in doc P-ALC-210

Default Options Load

ﬂ :\ 3
S yky :uﬂ.hr‘ Apcumhy

Diagnostic Results Acc Precisi heck
Concentration =0.101 g/210L
Lot# =1141-100
VERSIONS Range =0.096-0.106
DMT: 1.00 Average =0.100 g210L
PIC: 2.05 Std Dev =0.0000
Modem: 2.1
Questions: 2.0 .
RF Detection Test
TEMPERATURES Passed
Sample Chamber = 49.0°C
Breath Tube = 46.4°C Sample Acceptance Test
Chnoppet Freq = 539N&Z n il Seinp] i
PUMP INFO 0.08 32.0
Flow Rate = 4.279 L/M o 6. B
DETECTOR INFO
MAX (V) 0.0195 0.0242
MIN (V) 0.0177 0.0226 0.05 20.0
FILTER INFO \ 0.04 16.0
Filter 1 0.024 Zero = true
Filter 2 0.335 Zero = true 0.03 12.0
Filter 3 0.759 Zero = true
0.02 8.0
CALIBRATION CHECK
Xg = 0.098 0.27% 0.01 4.0
0.00 ﬁ L 0.0
0 5 10 15 20 25 30 35 40 45 50 55 &0
INSTALLATION PASSED
Performed by Date 09/09/2011
Reviewed by % \Q“AN\ Date m\u - G-Zo]/
DMT Serial Number #122306 Page 1 of 1 09/09/2011 9:34 AM
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INSTALLATION REPORT k
DataMaster DMT: 122306
Location: Essex County So
Calibration Date:  08/30/2011
Certification Date: 08/30/2011
Installation Date:  09/09/2011
Installed by: STEVEN E HARNOIS
Concentration = (1,101 g/210L
Lot# = 11-41-100
VERSIONS ' Renge = 0,096 - 0,106
DMT: 1,00 Average =~ 0.100 g/210L
RIC: 2.03 Std Dev = 0,0000
Modem: 2.1 )
Quesntions: 2.0 .
RF Detection Test
TEMPERATURMS Passed -
Sample Chaxber = 49.0°C
o/ Breath Tubs = 46.4°C Sample Acceptance Test
' Digital Sim = 33,9°C Pazacd
SETTINGS .
Lamp Voltage = 1,68 V 0.10 —T "l =L 40.0
3 Cooler Voltaga = 1,72 V ALoonol (a7 210L)
Bias Voltage = B0 V 0.080-{ s dresas srsres posomst] 362 O
Chopper Frag = 539 Ez Flow Rate(L/M)
PUMDP INFO 0, 08— e frmene | S JRPPIE TR N B 3¢
Flow Rate = 4,279 L/M ST U [ IR U SRR S JU S - .
o} :
gg}Td:C.TORQIJéNF OFPF 0,08 s s i s 24,0
MAX (V) 0.0193 g.0242
MIN(VY  0.0177 0.0226 0.08 s s e Pt b -20.0
FILTER INFO I s “f e e 16.0
Flltez 1 0,024 Zero = true
Filtaer 2 0,335 Zero = true 0.03 il o 12.0
Fllter 3 0.759 Bero = true .
v o e B
CALIBRATION CHECK i v o
Xg = 0.098 0Q.27% e r"'“ o C—
0.00 o 0.0

o 5 10 15 20 25 30 35 40 45 50 55 60
INSTALLATION PASSED ‘ '

ezl e

Pufmmedby %ﬂ;———‘? Date 09/09/2011

Reviewed by Date
DMT Serial Number #122308 Pags 1 of L 09/23/2011 3:09 PM
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ESSEX COUNTY SHERIFIS OFFICE
SHERIFF TREVOR COLBY
21 Court House Dr.
Guildhall, V1 05905
Tel: (802) 676-3300
Fax (802) 676-3400

PLEASE DELIVER .,:.:a FOLLOWING PAGE (s) TO:
vame:_Dmand
FIRM: %jpi. et K.ﬂ S
FAX: _ | -802 - 863 - TL3Z

e R —e - r——_re

DATE: _ 9.22.11 e _

TOTAL NUMBER OF PAGES (including cover sheet): .U,

MESSAGE.: .WLD»TEDD&.@%! . hﬂmkrﬁunmtm(

SHOULD YOU HAVE ANY PROBL “MS WITH THIS TRANSMITTAL,
PLEAE CALL (802) 676-3500 OR 'R ETURN FAX (802) 676-3400

TRANSMITTED mf-,.l.-%.._.i . 3
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