ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 122306

Location: Essex County So
Calibration Date:  08/30/2011

Certification Date: 08/30/2011

Installation Date:  06/26/2012

RPC Date: 10/23/2015

Supervisor Name: GILBERT G RAINAULT

Diagnostic Results Accuracy and Precision Check

Concentration =0.099 g/210L

Lot# =15-12-100
VERSICONS Range =0.094-0.104
DMT: 2.00 Average =0.100 g/210L
PIC: 2.05 Std Dev =0.0007
Modem: 2.6
Rpmsuiins 24 RF Detection Test

P

TEMPERATURES assed
Sample Chamber = 49.1°C Sample Acceptance Test
Breath Tube =47.4°C Passed
Digital Sim = 34.1°
SETTINGS
Lamp Voltage = 1.68 V
Cooler Voltage = 1.72 V 0.10 40.0
Bias Voltage =80 V Alcohol (g/210L) | —_
Chopper Freq = 851 Hz 0.0% 1 — plow Rate (L/M) S
PUMP INFO 0.08 430
Flow Rate = 4.335 L/M .

0.07 ! 28.0
DETECTOR INFO _
PUMP ON OFF Gs09 2t
MAX (V)  0.5945 0.5984 _
MIN(V) 0.5933  0.5970 040511 /fﬂ 48
FILTER INFO 9.4 | [ et
Filter 1 0.598 Zero = true 0.03 12.0
Filter 2 0.871 Zero = true : -
Filter 3 1.257 Zero = true . 18 i ‘ L 8.0
CALIBRATION CHECK o 01 2
Xg = 0.099 1.43% 4 (\ |

utin rman 0.ooL LIl LI 0.0

Routine Perfo ce Check Passed 0 5 10 15 20 25 30 35 40 45 50 55 &0
Performed by B e Date 10/23/2015
Reviewed by .4@( Date w0l il
DMT Serial Number #122306 / Page 1 of 1 10/23/2015 1:02 PM
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 122306
Location: Essex County So
Calibration Date:  08/30/2011
Certification Date: 08/30/2011
Installation Date:  06/26/2012
RPC Date: 10/03/2015
Supervisor Name: GILBERT G RAINAULT
Diagnostic Results Accuracv and Precision Check
Concentration =0.097 g/210L
Lot # = 14-10-100 qw / _
VERSIONS Range =0.092-0.102 1o ';//s
DMT: 2.00 Average =0.099 g/210L
PIC: 2.05 Sid Dev = 0.0004
Modem: 2.6
Questicns: 2.1 .
RF Detection Test
TEMPERATURES Passea
Sample Chamber = 48.9°C
Breath Tube = 40.9°C Sample Acceptance Test
Digital Sim = 34.1°C Passed
SETTINGS
Lamp Voltage = 1.68 VvV
Cooler Voltage = 1.72 V
Bias Voltage =80V 0.107 140.0
Chopper Freg = 552 Hz Alcohol (g/210L) i : | \_)ﬁ ’
i s 0.091+ —— Flow Rate(L/M) [~ i T i s
Flow Rate = 4.247 L/M n. 08| bk e R it ..‘3: 0
DETECTOR INFO 5 07‘ e
PUMP ON OFF ) i i f
MAX (V)  0.5837 0.5874 : P = o -
MIN(V) 0.5821  0.5860 e TS S B B A i 1“ ‘
FILTER INFO 0.05}- U - [20.0
Filter 1  0.587 Zero = true i i I " N
Filter 2 0.862 Zero = true 0, 04 s - RBRSNES SR  — b 16.0
Filter 2 1.244 Zero = true g i)
(oo fcy e — ) R g 12.0
CALIBRATION CHECK ; i {
Xg = 0.100 1.78% LT (SRS SUNUOUR SN V0 AUVRNU CUNOG: 1 SRR | (RSN S 8.0
S I 1 I
'u‘.q Il j |
,,,,,,,,,,,,,,,,,,,,, f,‘ A | { # 1§ IR N iy BRSPS 13 SUTIONIOU IOTITPENNEETE. Ut Tos 1
0.01 ‘ - : 0
:‘n"“ ) ” J| H| : ‘ [ : )
Routine Performance Check Passed o.ooL L 1 JLHJL | ' *
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o o)) Sciluhen Qx?ifgd . Tastiuncsal FI&LI/J et o Service Unh'} Sbium_gbﬂay_éai‘g_ze;

Completed - 2Oy pleh

> W
Porformed by oS Date 10/03/2015
Reviewed by Date
DMT Scrial Number #122306 Pagc 1 of 1 10/03/2015 1:51 PM
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 122306
Location: Essex County So
Calibration Date:  08/30/2011
Certification Date: 08/30/2011
Installation Date:  06/26/2012
RPC Date: 10/03/2015
Supervisor Name: GILBERT G RAINAULT
Diagnostic Results Accuracy and Precision Check
Concentration =0.097 g/210L
Lot # =14-10-100
VERSIONS Range =0.092-0.102
DMT: 2.00 Average =0.099 g/210L
PIC: 2.05 Std Dev =0.0000
Modem: 2.6
Questions: 2.1 .
RF Detection Test
TEMPERATURES Passea
Sample Chamber = 49.2°C
Breath Tube = 42.4°C Sample Acceptance Test
Digital Sim = 34.1°C Failed
SETTINGS
Lamp Voltage = 1.68 V
Cooler Voltage = 1.72 V
Bias Voltage =80V
Chopper Freq = 547 Hz
PUMP INFQ
Flow Rate = 4.358 L/M
DETECTOR INFO 5 . Al
PUMP ON OFF et ¥
MAX (V) 0.5652 0.5695 . N
MIN (V) 0.5636 0.5683 PR T g
iid > :
FILTER INFO ) R v
Filter 1 0.570 Zero = true - " {J,fv ’
Filter 2 0.845 Zero = true G\
Filter 3 1.222 Zero = true o
CALIBRATION CHECK
Xg = 0.099 1.16%
Routine Performance Check Failed
Performed by A 3 Rl Date 10/03/2015
Reviewed by Date
DMT Serial Number #122306 Page 1 of 1 10/03/2015 1:23 PM
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 122306

Location: Essex County So
Calibration Date:  08/30/2011

Certification Date: 08/30/2011

Installation Date:  06/26/2012

RPC Date: 10/03/2015

Supervisor Name: GILBERT G RAINAULT

Diagnostic Results Accuracy and Precision Check
Concentration =0.097 g/210L
Lot# =14-10-100
VERSIONS Range =0.092-0.102
DMT: 2.00 Average =0.100 g/210L
PIC: 2.05 Std Dev =0.0000
Modem: 2.6

Questions: 2.1 N
RF Detection Test

TEMPERATURES Passea

Sample Chamber = 48.8°C

Breath Tube = 40.4°¢C Sample Acceptance Test
Digital Sim = 34.1°C Failed

SETTINGS

Lamp Veltage = 1.68 Vv

Cooler Voltage = 1.72 V

Bias Voltage = 80 V

Chopper Freg = 550 Hz

PUMP INFO
Flow Rate = 4.386 L/M

DETECTOR INFOC

PUMP ON OFF
MAX (V) -0.5748 0.5781 )
MIN(V) 0.5732  0.5766 , :f’_, C =~
{ 'r‘ '/ A
FILTER INFO S pC
Filter 1 0.577 Zero = true el A
=l Lo e R0
1lter & erxo = true 3 /,L )<_,
CALIBRATION CHECK -
Xg = 0.100 2.59%
Routine Performance Check Failed
Sl T e
Performed by it = Date 10/03/2015
Reviewed by Date
DMT Serial Number #122306 Page 1 of 1 10/03/2015 1:35 PM
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