ROUTINE PERFORMANCE CHECK REPORT
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DataMasier DMT: 1224006
Location: Essex PD
Calibration Date:  12/08/2011 {
Certification Date:  12/09/2011 T
. & g I
Installation Date:  08/07/2012 o
RPC Date: 02/18/2014
Supervisor Name: ROBERT J KISSINGER
Diagnostic Resulis Accuracy and Precision Check
Concentration =0.099 p/210L,
Lot # = 13-15-100
VERS TONS Range =0.094 -0.104
DMT: 1.01 Average =0.098 g/2101,
PIC: 2.05 Std Dev =0.0000
Modem: 2.4
Questions: 2.1 )
RF Detection Tesi
TEMPERATURES Passed
sample Chamber = 49.2°C .
Breath Tube = 45.7% Sample Acceptance Test
Digital sim = 34.1°C Passed
SETTINGS
Lamp Voltage = 1.80 V
Cooler Voltage = 1.77 V
. Bias ‘v’oltage = 80 V 0,10 ~ 40,0
Chopper Freg = 545 Hz T
- 55 —-F\ls:'nJ'u_vl:q/ELLJL) e
PUMP TNFO = = Flow Rate{L/M)
Flow Rate = 4,724 1L,/M 0. 08 5.1
DETECTOR INFO . :
PUMP ON OFF e o
MAX (V) 0.4122 0.4152 I
MIN (V) 0.4104 0.4136 Y llo 24 v
FILTER INFO 0505 ' b 0.0
Filter 1 0.413 Zero = true L ;f "“”.\.-‘
Filter 2 1.240 Zero = true 3.04 o AR 1\ 16
Filter 3 1.260 Zero = true |‘ “ ¥ l
| | f
0,03 il 1R 12
CALIBRATION CHECK i “ | l H
Xq = 0.093 1,43% 5. 63 ‘i ARARAL o
0. 61 . ’\'J'IiH { d .0
| IR |
Routine Performance Check Passed 0..00 — LS IA . LI
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Performed by pe TS Date 02/18/2014
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Reviewed by - Date afiafy
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DM'T:
Location:
Calibration Date:
Certification Date:
Ingtallation Date:
RPC Date:
Supervisor Name:

Diagnostic Results

VERSIONS
DMT: 1.01
PIC: 2.05

Modem: 2.4
Questions: 2.1

TEMPERATURES
Sample Chamber

Breath Tube
Digital Sim

WoHou

SETTINGS

Lamp Yoltage
Cooler Veltage
Bias Voltage
Chopper Freg

W nu

PUMP INFC
Flow Rate = 4,694

DETECTOR INFO
PUMP ON

MAX (V) 0.4004
CMIN(V)  0.398€

FILTER INFO

Filter 1 0.404
Filter 2 1.248
Filtexr 3 1.242

CALIBRATION CHECK
¥g = 0.091L 0.00

Routine Performance Check Failed

122406
Essex PD
12/08/2011
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08/07/2012
02/17/2014

STEPHEN P DUNNING
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Accuracy and Precision Check

Concentration =0.099 g/210L
Lot if = 13-15-100
Range =0.094 -0.104
Average = 0.097 g/210L
Std Dev = 0.0000

RF Detection Test
Passed

Sample Acceptance Test
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Date  02/17/2014

Performed by

Reviewed by

Date

DMT Serial Number #122406
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