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pDiLTaAalLll NNCTCLUUULU O L1LLlLD F\C.r.v\ 11/12/2015
Test Test . Operator Name Alcohol Alcohol Sdm. Sim. Shat M
Date Time g ¥ i3 Val. 1 Val. 2 Conc. Conc. RS BSRasge
10/31/2015 01:13:46| WILLISTON PD TOGAN G YOUNG 0.062 0.061 0.097 0.095
10/31/2015 00:50:53] ESSER FD MICHAEL C CHISTOLINI 0.168 0.096
10/27/2015 20:50:59| ESSEX FD DAMIR KARADEA 0.099 0.097
/2772015 20:42:16| ESSEX PD DEMIF. FARADZA 0.104 0.096 Blank Error
10/19/2015 22:29:56| BSSEX _PD EDWARD C PIRO 0.164 0.164 0.007 0.09%
10/13/2015 22:16:16) BSSEX FD G JAGER 0.171 B
10/12/2015 22:53:11| ESSEX _PD DAMIR KARADZA 0.122 0.142 B 0.008
10/12/2015 02:00:25| ESSEX_PD JOEN_DUNN 97 Error
10/12/2015 01:53:01) ESSEX PD JOHN _DURN EE] Error
10/12/2015 0l:44:52| ESSEX ED JOHN DUNN 5 Srror
10/04/2015 U1:28:41| ESSEX D EDWARD C DIRO ] Out of Rangs
10/04/2015 01:22:55] ESSEX PD EDWARD C PIRO Z RESPONSE TIMEOUT
10/01/2015 02:4B:32| BSSEX PD RYON T SORRELL 0.125 I
10/01/2015 02:44:54| ESSEX PD RYON T SORRELL 3 Simulator Out of Range

DMT Serial Number #122406
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Status Record History

Pag:
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Status Status
Dt P4 s Test Type Status Message

10/27/2015 20:46:55 DUT Subject Record Blank Error
10/12/2015 02:03:21 DUI Subject Record Suck Back Error
10/12/2015 D156 1l DUT Subject Record Suck Back Error
10/12/2015 01:49:32 DUI Subject Record Suck Back Error
10/09/2015 10:22:52 RPC Record SAMPLE ACCEPTANCE TEST FAILED
10/09/2015 10:08:10 RPC Record SAMPLE ACCEPTANCE TEST FAILED
10/04/2015 01:30:08 DUI Subject Record Simulator Out of Range
10/04/2015 01:26:006 DUI Subject Record RESPONSE TIMEOUT
10/01/2015 02:46:22 Check-In Confirmation Record Simulator Out of Range

DMT Serial Number #122406
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 122406

Location: Essex PD

Calibration Date:  12/08/2011

Certification Date: 12/09/2011

Installation Date:  10/13/2014

RPC Date: 10/09/2015

Supervisor Name: ROBERT J KISSINGER

Diagnostic Results Accuracy and Precision Check
Congentration =0.099 g/210L
Lot # = 15-05-100
VERSIONS Range =0.094 -0.104
DMT: 2.00 Average =0.099 g/210L
PIC: 2.05 Std Dev =(.0004
Modem: 2.6

Questions: 2.1

RF Detection Test

TEMPERATURES Passed

Sample Chamber = 49.1°C

Breath Tube = 47.9°C Sample Acceptance Test
Digital Sim = 34.0°C Failed

SETTINGS

Lamp Voltage = 1.80V

Cooler Voltage = 1.77 V

Bias Voltage = 80 V

Chopper Freq = 549 Hz

PUMP INFO
Flow Rate = 4.563 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.6037 0.6045

MIN (V) 0.6004 0.6028
FILTER INFO

Filter 1 0.604 Zero = true
Filter 2 1.409 Zero = true
Filter 3 1.423 Zero = true

CATTBRATION CHECK
Xqg = 0.092 1.05%

Routine Performance Check Failed
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Performed by e a Date 10/09/2015

Reviewed by Date
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT:
Location:
Calibration Date:
Cerlification Date:
Installation Date:
RPC Date:
Supervisor Name:

Diagnostic Results

VERS TONS

DMT: 2.00

PIC: 2.05
Modem: 2.6
Questions: 2.1

TEMPERATURES
Sample Chamber

Breath Tube
Digital Sim

o

SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Freq

LI T

PUMP INFO
Flow Rate = 4.566

DETECTOR INFO
PUMP ON

MAX (V)  0.6081
MIN(V)  0.6065

FILTER INFO

Filter 1 0.611
Filter 2 1.419
Filter 3 1.435

CALIBRATION CHECK
Xq = 0.092 1.24

122406

Essex PD

12/08/2011

12/09/2011

10/13/2014

10/09/2015

ROBERT J KISSINGER

1.80 Vv
1.77T vV
80 V

546 Hz

L/M

OFF
0.6116
0.6096

true
true
true

Zero
Zero
fero

o

2

Routine Performance Check Failed

Accuracy and Precision Check
=0.099 g/210L

Concentration
Lot =15-05-100
Range =0.094 - 0.104
Average =0.099 g/210L
Std Dev =().0000
RF Detection Test

Passed

Sample Acceptance Test
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“T' Serial Number #122406
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 122406
Location: Essex PD
Calibration Date:  12/08/2011
Certification Date: 12/09/2011
Installation Date:  10/13/2014
RPC Date: 10/09/2015

Supervisor Name: ROBERT J KISSINGER

Diagnostic Resulis

VERSIONS

DMT: 2.00

PICi 2.05
Modem: 2.6
Questions: 2.1

TEMPERATURES

Sample Chamber = 49.1°C
Breath Tube = 46.6°C
Digital Sim = 34.0°C
SETTINGS

Lamp Voltage = 1.80 V
Cooler Voltage = 1.77 V
Bias Voltage = 80 V
Chopper Freq = 547 Hz

PUMP INFO
Flow Rate = 4.620 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.6014 0.6018
MIN (V) 0.5996 0.6002

FILTER INFO

Accuracy and Precision Check

Concentration =0.099 g/210L
Lot # = 15-05-100
Range =0.094 - 0.104
Average =0.098 g/210L
Std Dev =0.0005

RF Detection Test

Passed

Sample Acceptance Test

Passed
0.10 T ; ;
Alcohol (g/210L)
0.09~ Flow Rate(L/M) |

Filter 1 0.601 Zero = true :
Filter 2 1.408 Zero = true 0.04} i e 16.0
Filter 3 1.419 Zero = true i
0.03 [\ 1 2
CALIBRATION CHECK i
Xq = 0.093 2.39% 5 8 L. la.0
T - — At 0
v b L
{ Per : 0.00 f? | i : Pl i : h[ i ; 0.0
Routine Performance Check Passed A e e
Performed by T Date 10/09/2015

Reviewed by

Date
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