ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 122406

Location: Essex PD

Calibration Date:  12/08/2011
Certification Date: 12/09/2011
Installation Date:  10/13/2014
RPC Date: 10/09/2015

Supervisor Name: ROBERT J KISSINGER

Diagnostic ul

VERSIONS

DMT: 2.00

BPIC: 2.05
Modem: 2.6
Questions: 2.1

TEMPERATURES

Sample Chamber = 4%.1°C
Breath Tube = 46.6°C
Digital Sim = = 34.0°C
SETTINGS

Lamp Voltage = 1.80 Vv
Cooler Veltage = 1.77 V
Bias Voltage = 80 V
Chopper Freq = 547 Hz

PUMP INFO
Flow Rate = 4.620 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.6014 0.6018
MIN (V) 0.5996 0.6002

FILTER INFO

Filter 1 0.601 Zero = true
Filter 2 1.408 Zero = true
Filter 3 1.419 Zero = true

CALIBRATION CHECK
Xq = 0.093 2.39%

Routine Performance Check Passed

Accuracy and Precision Check

Concentration =0.099 g/210L
Lot # =15-05-100
Range =0.094 - 0.104
Average =0.098 g/210L
Std Dev =0.0005
RF Detection Test
Passed
Sample Acceptance Test
Passed !
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 122406

Location: Essex PD

Calibration Date:  12/08/2011

Certification Date:  12/09/2011 p .

Installation Date:  10/13/2014  gams

L i 81 ane -

RPC Date: 10/09/2015

Supervisor Name: ROBERT J KISSINGER

Diagnostic Results Acc and Precision Chec]
Concentration =0.099 g/210L
Lot # =15-05-100

VERSIONS Range =0.094-0.104

DMT: 2.00 Average =0.099 g/210L

PIC: 2.05 Std Dev =10.0004

Modem: 2.6

Questions: 2.1 RF Detection Test

TEMPERATURES Fassed

Sample Chamber = 49.1°C Sample Acceptance Test

Breath Tube = 47.9°¢C Failed

Digital Sim = 34.0°C

SETTINGS

Lamp Voltage = 1.80 Vv

Cooler Voltage = 1.77 V

Bias Voltage =80 V

Chopper Freq = 549 Hz

PUMP INFOQ
Flow Rate = 4.563 L/M

DETECTOR INFO

PUMP ON OFF
MAX (V) 0.6037 0.6045
MIN (V) 0.6004 0.6028

FILTER INFO

Filter 1 0.604 Zero = true
Filter 2 1.409 Zero = true
Filter 3 1.423 Zero = true
CALIBRATION CHECK
Xg = 0.092 1.05%
Routine Performance Check Failed

Performed by 77 Date 10/09/2015
Reviewed by Date
DMT Serial Number #122406 10/09/2015 10:08 AM
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 122406

Location: Essex PD

Calibration Date:  12/08/2011

Certification Date: 12/09/2011

Installation Date:  10/13/2014

RPC Date: 10/09/2015

Supervisor Name: ROBERT J KISSINGER

Di ic Results Accuracy and Precision Check
Concentration =0.099 g/210L
Lot # = 15-05-100

VERSIONS ) Range =0.094-0.104

DMT: 2.00 Average =0.099 g/210L

PIC: 2.05 Std Dev =0.0000

Modem: 2.6

Questions: 2.1 RF Detection Test

TEMPERATURES Bassed

Sample Chamber = 48.7°C Sample Acceptance Test

Breath Tube = 47.4°C Failed

Digital Sim = 33.9°C

SETTINGS

Lamp Voltage = 1.80 V

Cooler Voltage = 1.77 V

Bias Voltage = 80 V

Cheopper Freq = 546 Hz

PUMP INFO
Flow Rate = 4.566 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V)  0.6081 0.6116
MIN(V)  0.6065 0.6096

FILTER INFO

Filter 1 0.611 Zero = true
Filter 2 1.419 Zero = true
Filter 3 1.435 Zero = true

CALIBRATION‘CHECK
Xg = 0.092 1.24%

Routine Performance Check Failed

Pesforinad by st Date 10/09/2015
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 122406

Location: Essex PD

Calibration Date:  12/08/2011
Certification Date:  12/09/2011

Installation Date: 1071372014

RPC Dale: 10/09/2015

Supervisor Name: ROBERT J KISSINGER

Diagnostic Resulis

Coneenlration =0.099 g210L
Lot # = 15-05-100
VERSIOHS Range -0.094-0.104
MT: 2.00 Average =0.092 2101,
PIC: 2.05 Std Dev = 0.0004
Hoder: 2.6 2
Questions: 2.1 .
RF Detection Test
TEMPERATURES Passed
Sample Chamber = 49.1°C
Breath Tube = 47.9°%C
Digital Sim = 34.0°C
SETTINGS
Lapp Voltage = 1.80 V
Cooler Voltage = 1.77 v
Bias Voltage = B0 V
Chopper Freq = 549 Hz

PUMP IHNFO
Flow Rate = 4.5631 L/M

DETECTOR INFO

PUMP  ON OFF
MAX(V)  0.6037  0.€045
MIN(V) 0.€004  0.€028

FILTER INFO

Filter 1 0.604 Zero = true
Filter 2 1.40%9 Zero = true
Filter 3 1.423 Zero = true

CALTBRATION CHECK
Xq = 0.092 1.05%

Routine Peclormance Check Failed
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ROUTINE PERFORMANCE CHECK REPORT

DalaMaster DMT: 122406

Location: Essex PD

Calibration Date:  12/08/2011
Cerlilicalion Date:  12/09/2011 .
Installation Date:  10/13/2014

RPC Dale: 10/09/2015

Supervisor Name: ROBERT J KISSINGER

Concenlration =009 g/210L
Lot # = 15-05-100
VERSTONS Range =0.09-0.104
DMT: 2.00 Average =0.099 g2101.
PIC: 2.05 Std Dev = 0,00
Modem: 2.6
Questions: 2.1 .
RF Delteclion Test
TEMPERATURES Passed
Sample Chamber = 48.7°C
Breath Tube = 47.4°C Sample Acceplance Test
Digital Sim = 33.9°C Faled
SETTINGS
Lamp Voltage = 1.80 Vv
Cooler Voltage = 1.77 V
Bias Voltage = 80 V
Chopper Freq = 546 Hz
PUHP INFO
Flow Rate = 4.566 L/H
DETECTOR INFO
PP o OFF
HMAX (V) 0.6081 0.6116
MIH(V) 0.€065 0.€096
FILTER INFO
Filter 1 0.611 Zero = true
Filter 2 1.419 Zerxo = true
Filter 3 1.435 Zero = true
CALIBRATION CHECRK
Xq = 0.092 1.24%
Routine Pecformance Check Failed .
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