ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT:
Location:
Calibration Date:

Certification Date;
Installation Date:

RPC Date:
Supervisor Name:

Diagnostic Results

123006

Rockingham VSP
05/18/2012

05/18/2012

05/21/2012

06/21/2012
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Accuracy and Precision Check

Congentration =0,100 g/210L
Lot# =12-32-100
VERSIONS ' Range . =0.095-0.105
DMT: 1.01 Average =0.102 g/210L
PIC: 2.05 Std Dev =0.0000
Modem: 2.2
Questions: 2.0 .
RF Detection Test
TEMPERATURES Passed
Sample Chanber = 48.7°C )
Breath Tube = 46.7°C o Sample Acceptance Test
Digital Sim = 33.8°C Passed
SETTINGS
Lamp Voltage = 1,767V
Cooler Voltage = 1,69 V
B;i.laa Voltage = gggvn 0.10 1 1 1 40.0
" = "
Chopper Treq z 0.09 Alcoholi{g/2iOL} ! ¢ 1 | 16.0
PUME INFO Flow Rata(L/M}
Flow Rate = 4,848 L/M : 0.08 -|32.0
DETECTOR INIFO
PUMP o OFF 0,07 —[28.0
MAX (V) 0.16140 0.1657
MIN(V) 0.1596  0.1644 0. 06 o 24.0
FILTER INFO 0T ] A B S 20.0
Filter 1 0.165 Zero = true “Il ‘
Filter 2 0.610 Zexo = true 0.04 16.0
Filter 3 1.339 Zero = true ¢ e
0. 03 [-epere e A 12.0
CALIBRATION CHECK
Xg .= 0.118 0.60% 0.02 6.0
0.01 1.0
i 0.00 LI : | 0.0
Routine Performance Check Passed e 550 70 B0 90
Performed by % "~ Date 06/21/2012

Reviewed by

DMT Herial Number #123006 Page L of 1

Date

06/21/2012 8:54 AM
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DATAMASTER DMT MAINTENANCE LOG

DataMééter DMT Serial Number

Department/Agency
DATE PERFORMED BY

" TYPE OF SERVICE PERFORMED

(Name and Title)

[FOI RP(‘ or ‘plmulator Solutlon Change Place Label I—Iere]

_______ Y?C - _ﬂi mQ ___SS mlaquf_g q%o
e Clacung dﬁcl 1 Yoo 1089 ]

[ For RPC pataMaster Ext. Std. Solution T bc L.abel He|e.|
Lot# 11-41-100 EtOH Cong: 0. ]0] T
Range: 0.096 - 0.106

T Preparation Date: 06/29/2011 Expires: 06/29/2012

~oeise GPENED:

[ For RF’C or Simulator oO|utIOH Chdnge Place Label Hele_[

VDocondoaded c\a/lcx fr v |

mosed o Sence

~ DataMaster simulator Solution

Lot # 12-77-100 €t0Haq Cone: 0.099
[ FOI’ RPC Range: 0.094 - 0.104

prepa,aﬂon Date! 05/03/2012 Explres: 05/08/2018 oo

ce L'lbei H(Jro]

R e 3/ 422 RS AN

ALC 803 REV 03 08/2011
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DATAMASTER DMT MAINTENANCE LOG

—DepantmentfAgency DataMaster DMT Serial Number

DATE TYPE OF SERVICE PERFORMED PERFORMED BY
: {Name and Tiile)

L@\@\\\a | F Otk lm_uk:jtor olnhon LhanJe Plac,c Label Here| Y[D
- DataMastel Slmulator Solution | ‘
T S I L Te12.52-100  EtOFl Conci 0100 e |

Range: 0.095 - 0,105
Prepacetion Date: 10/26/201) Fxplrcs' o202 ]
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[ For RPC or 3 lmuiator ‘Solutlon Chc\nge Plﬂce |abel Here]
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