VERMONT FORENSIC LABORATORY

. POBOX 47
. WATERBURY, VERMONT 05676-0047
: ¢ TEL: 802-244-8788
W FAX: 802-241-5557
hitp://vfl.vermont.gov

DATAMASTER TECHNICAL SUPPORT INQUIRY

Agency/Site: Rockingham VSP DataMaster Serial #: 123006

Date: 4/20 /2012 Requestor: A. Bolduc

Instrument Supervisor: Deslauriers, Kate Phone #:

Taken By: A. Bolduc

Problem: Received an affidavit request from a prosecutor with an unusual alcohol profile
on the DMT ticket

Laboratory Response:_Requested supervisor to attempt to download the data to a thumb
drive, the supervisor was unable to download the data, Supervisor put unit out of service.

Work Performed: 4/23/12 ALB went to agency to download the data, found no mechanical
defect apparent with the unit, observed several unusual alcohol profiles on subject test results.
Downloaded the memory for further investigation, left unit out of service. Consulted with NPAS

regarding results, sent copies of tickets for review.
4/24/2012 Unit sent to NPAS for repair due to lack of technician at VFL.

5/4/12- Spoke to Chris at NPAS, he has been unable to recreate error condition noted. He will
speak with Dave on 5/7.

5/7/12- Spoke to Dave at NPAS. He found the 5-way valve did not pass their testing protdcol for
lealk-checking so it was replaced.

5/17/2012 Received unit from NPAS. Unpacked and inspected unit, powered on.

5/18/2012 Calibrated and certified instrument. Monitored voltage in tech-mode attempting to
recreate error condition. I was unable to recreate error condition.

[JOnSite [X In-house Attachments: 45 pages

Performed By: /ﬁ)({z”‘““— Date: S{ S L\ L
Final Review:__ sl //Zz /@( - Date: 5\1\ \,7—0\7__
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CALIBRATION REPORT

DataMaster DMT: 123006
Calibration Date: 05/18/2012
Calibrated by: AMANDA BOLDUC

Lot: 12-71-100

Ca = 0.100

CAL = 0.990995 0.800 <= CAL < 1.200
bl = 0.000 0.000 <= bl < 0.004
b2 = 0.005 0.002 <= b2 < 0.010
b3 = 0.000 0.000 <= b3 < 0.004
Xq = 0,118 0.050 <= Xq < 0.200
a2l = 1.160219 1.050 <= a2l < 1.300
a3l = 0,446460 0.300 <= a3l < 0.800

LU\ | lf ’-?_@+ %N

ofhead |, accurate
WSR — At

Performed by

N Y\j meade

b.

+ velable,
6“%’([2’

A=)

DMT Serial Number #123006

Date

MNPAS Jead
Aﬂp V’Dp Natr

05/18/2012

S

(v

Page 1 of 1 TEST-RUMNAN-PRARNINGMODE

=%

padL

03/18/2012 9:38 AM

2 ol Yy &



0.20

0.16 P
0.12| ’
0.08 4
0.04 g |
0.00 s ;
0 5 10 15 20 25 30
0.20[ ; :
0.16|-
0, L2 [rommiossiois e
0.08-f"
: : 0.0, 0 [ s
e S 0.00 s : : : :
< A e e 0 5 10 15 20 25 30
. ' 0.20 . ; ] EEaes D | ¢ B
. 0.16 , _
ACCURACY & PRECISION REPORT 0.12
0.08
STATE OF VERMONT 0.04/
0.00|
DataMater DMT: 123006 0 5 10 15 20 25 30
—————————————————————————————————————————— L] — = = 40.0
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ALB CAL CHECK 0.04|
0.00
SOLUTION LOT #: 12-39-100
SOLUTION CONCENTRATION: 0.100 0.20
__________________________________________ 0.16
BLANK TEST 0.000 09:51 0.12
CALIBRATION CHECK PASSED 09:51 0.08
SIMULATOR VAPOR 34.2°C 0.100 09:52 SREE v
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ACCURACY & PRECISION REPORT
STATE OF VERMONT
DataMater DMT: 123006
Date: 05/18/2012
Time: 10:07:25
SUPERVISOR NAME:
ALB CAL CHECK
SOLUTION LOT #: GUTH 11250
SOLUTION CONCENTRATION: 0.100
BLANK TEST 0.000 10:08
CALIBRATION CHECK PASSED 10:08
SIMULATOR VAPOR 34.1°C 0.099 10:08
SIMULATOR VAPOR 34.1°C 0.099 10:09
SIMULATOR VAPOR 34.1°C 0.099 10:10
SIMULATOR VAPOR 34.1°C 0.099 10:12
SIMULATOR VAPOR 34.1°C 0.099 10:13
SIMULATOR VAPOR 34.1°C 0.099 10:14
SIMULATOR VAPOR 34.1°C 0.099 10:15
SIMULATOR VAPOR 34.2°C 0.100 10:16
SIMULATOR VAPOR 34.2°C 0,100 10:17
SIMULATOR VAPOR 34.2°C 0.099 10:18
BLANK TEST 0.000 10:19
Average = 0.099
5td Dev = 0.000
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CERTIFICATION REPORT

DataMaster DMT: 123006
Calibration Date:  05/18/2012
Certification Date: 05/18/2012
Certified by: AMANDA BOLDUC
Diagnostic Resulis

VERSIONS

DMT: 1.01

PIC: 2.05

Modem: 2.2

Questions: 2.0

TEMPERATURES

Sample Chamber = 48,8°C
Breath Tube = 47.1°C
Digital Sim = 34,1°%C
SETTINGS

Lamp Voltage = 1.76 V
Cooler Voltage = 1.68 V
Bias Voltage = 80V
Chopper Freq = 535 Hz

PUMP INFO
Flow Rate = 4.955 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.0789 0.0831
MIN(V) 0.0778 0.0815
FILTER INFO

Filter 1 0.082 Zero = true
Filter 2 0.532 Zero = true
Filter 3 1.276 Zero = true

CALIBRATION CHECK
Xq = 0.118 0.30%

DMT Serial Number #123006

Pe9e S 6P Yb

Options

OPTIONS
Units

Simulator

Tolerance Check..........
Standard Type........o....
Nominal....eoeeeos. P
Digital Simulator........

Subject

Ask QuestionS......eeee..
Number of TestS..vcvwenns

Alcohol Display........

Volume Display....eeeees
Query Refusal..... I
COpIeg s amivie s sainins v sazsinws o
Simulator Before.........
Simulator Between.......

Simulator After........

Observation Time.........

Supervisor

Number of TestS........
Calibration

Standard Type......... .

Nominal....oeeewee & e

Nominal (Dry Gas).........

Numbexr of TestS.....vos.

Printer

Printer On..veiecesvaaes

Software Configuration

.

Data Collection......e...
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Linearity Check Results DMT Linearity -

True Value Reported Average Std Dev

0.50
0019 g/210L  0.019 g/210L, 0.0000
Lot # 12-78-020 0.42 = ~
0.079 g210L  0.080 g/210L 0.0000 .
Lot # 12-74-080 50.33 ,
0.160 g/210L  0.161 g/210L 0.0000 7‘; /
Lot # 12-53-160 > 0.25 S
0404 g210L  0.401 g/210L 0.0000 s
Lot # 12-62-400 £ 0.17 — _—— )
R2=1 - 0.08 ———=
0.00
Acetone Interference Test 0.00 0.08 0.17 0.25 0.33 0.42 0.
Lot # 12-95-08A% |2-119 - 0% A ﬁfUT) OMT Results
Interference Detected SHE] 12
0.20 i H 40.0
Mouth Alcohol Test o.18| ] Alcohol (g/210L) e — [ — 136.0
Mouth Alcohol Detected iow Rabell/g) -
0. :
0.
0.
RF Detection Test s
Passed : 0.
0.
0.
0.
0.
Sample Acceptance Test 0- i = | ; 5 10:¢
Passed Alcohol (g/210L) |
L & Flow Rate(L/M) [/ 260
0. OB e I ——,L sl 32.0
0‘ 07 PRRIVIUSS—— o S ,,,* ,,,,,,,,,,,, . s i st i ._.-_...........;.j ..... 28 " O
0.06/ — e - 24.0
0. 04 e {P e —{16.0
0 Q3| + 12.0
P IS (S — 110N R W S—
CERTIFICATION PASSED 0-07 . S
ity i pA S s e cois Sl 4.0
0.00 [ \ ‘ 5 0.0
(] 5 10 15 20 25 30 35 40 45
Performed by J"—'g"’“j"“("‘% Y Date 05/18/2012
Reviewed by /L_/ L K Date 5\7“ LoV~
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a -
Breath Record Histor iy
% 04/23/201%
Test Test Alcohol Alcohol Sim. Sim.
Date Time Agency Operator Name val. 1 vai. 2 cone. 1 Conc. 2 Status Message
09/03/2011 12:15:07] ROCKINGHEM V8P BRYSON N LUNDERVILLE §.063 0.065 §.0%E 0.699
05/04/2011 15:12: 35] ROCKINGHAM VSP BRYSON N LUNDERVILLE, REFUSED 0.087
08/21/2011 02:35:05] ROCKINGHAM V5P MICHAEL S STUDIN INVALID 0.087
09/21/2011 02:54:49] ROCKINGHAM VSFP MICHREL 5§ STUDIN 0.183 0.182 LN 0.087
08/23/2011 G1r30: 27 FOCKINGHAM VSP JONATHAN J GRAREM 5,153 0.086
65/28/2011 17:45;22| CHESTER FD WILLIAM D ERANK 0.254 0.256 0.095 0,035
10/C8/201L 01:47:01 ROCKINGHAM WSP MICHEEL STUDLIN TNCOMELETE 0.128 [GE
1070872011 1G:42: 14| ROCKINGHAM VSP BRYSON N LUNDERVILLE 0.085 0.082 0.0396 6.08¢
10/23/2011 G0:22:55] ROCKINGHAM VaP KEVIN P HUGHES INCOMPLETE REFUSED 0.085 Ty
10/2%/2011 01:07:00] ROCKINGHAM VSP MICHREL § STURIN 0.081 0.076 ¢.103 0.103 [RSY
1072372011 02:78:32] chester pd LADD WLILBUR 0.135 6.102 RESPONSE TIMEQUT L\
10/25/2011 02:33:494 CHESTER PD LADD WILBUR 0.116 0.103 h
16/36/2011 22:38:21] ROCKINGHAM VSP KEVIN P HUGHES 0.102 C.088 0.102 0.102 ~
1673072031 23:30:17] ROCKINGHAM VSP MICHAEL § STUDIN 0.064 6.16%
16/367201L 23:57: 51 ROCKINGHAM V&P MICHREL § STUDIN 0.055 0.102
11/65/2011 G2:17:43| ROCKINGHAM YSP MICHREL S STUDIN INCOMPLETE INCOMPLETE 0.102
11/10/2011 02:35:05| ROCKINGHAM VSP SGT ANTHONY FRENCH 0.124 §.10z
13/16/2011 03:06:12| ROCKINGHAM V5P TIMOTHY J GOULD 0.092 0.080 0.102 G.101
11/11/2011 04:41:15] BELLOWS FALLS Pl TODD M MAYER 0.3101 0.083
11/26/2611 02:39:41| ROCKINGHAM VSP KEVIN P HUGHES 0.0%6 £.100
11/26/20L1 17:43:34] ROCKINGHAM VSE PAUL DERN 0.265 6.100 N
1172672011 20:10:32| ROCKINGHAM VSP JEREMY W PETERS 0.063 §.100 s
1172672011 23:59:48| ROCKINGHAM VSP JEREMY W PETERS G.144 6.129 ©.100 0.100 o
11/27/2011 07:15: 32 ROCKINGHAM VSP ANTHONY FRENCH 0.145 6.144 6.161 0.100
12/04/2010 01:30:18| ROCKINGHAM VSP MATTHEW J STEEVES 0.115 G.099 - ]
12/10/2011 22:1B8:04| chester LADD E WILBUR 6.071 0,101 i
1271372011 G1:35:134 | ROCKINGHAM V8P JONATHAN § GRAHBM §.100 RESPONSE TIMECUT L)
12711/2011 02:06:07] ROCKINGHAM VSE JONATHAN J GRAHEM REFUSED 0.100
18/11/2011 02:26123| ROCKINGHAM VSF JONATHAN J GRAHAM £.134 G.138 0.099 0.300
12/18/2051 0Z:36:05] RCCKINGHAM VST ANTHONY FRENCH 6.178 0.100
12/21/2011 01:23:11] ROCKINGHAM VSP ANTHONY FRENCH G.082 G.088 §.360 0.100 i
12/29/2011 02:02:37] ROCKINGHAM VSP MICHREL S STUDIN 0.216 0.038 AW
0172872012 07:03740] ROCKINGHAM VSF MICHAEL 5 STUDIN REFUSED 0.098 ] i
01/28/2012 02:23: 05| ROCKINGHEM VS? MICHREL S STUDIN 0.225 §.0%8 RESPONSE  TIMECUT
01/28/2012 02:16:28| BELLOWS FALLS PD TODD M MAYER G.125 £.125 G.038 0.098
0172872012 02:53:11] ROCKINGHAM VSF JBKE B BLOOM 5.098 RESPONSE TIMEOUT
01/28/2012 02:59: 0C] ROCKINGHAM VSP JAKE B BLOOM REFUSED §.098 , - 1
02/06/2012- 00:56: 00} ROCKINGHRM VSP VATTHEW J STEEVES G.125 0.124 0.088 0.036 xmm.u
02/06/2012 D1:268:37] ROCKINGEAM V5P MICHREL § STUDIN C.101 C.108 0.037 G.096 S
02/11/2012 £1:48:16| ROCKINGHAM VeP MICHREL 5 STLUIN REFUSED 0.097 o
02/17/2052 50:03:08! ROCKINGHAM VSP MICHAEL & STUDIN [XE] C.0B0 6.0%9% G.09% iy
02/18/2012 03:44:20] ROCKINGHAM VSP MICHREL S STUDIN INCOMPLETE G.088 ¢.098 0.100
02/16/2012 11:59:25]| CHESTER ©D JEFFERY C HOLDEN 6.213 0.09%
0272172612 23:57:48! POCKINGHAM VSE MATTHEW J STEEVES TNVALID 0.087
02/28/2012 00:18:08| ROCKINGHEM V8P [ WMATTHEW J STEEVES 0.076 0.038
03/02/2612 21:20:15| ROCKINGHRM VSP | JAXKE E BLOOM G.312 G.097
03/0372012 19:47:01] ROCKINGHAM VSE MATTHEWN J STEEVES 0.219 0.597
03/04/2012 01:59: 06| ROCKINGHAM VSE KEVIN P HUGHES C.162 G.167 G.098 §.097
03/11/%632 06:00:04| ROCKINGHAM VSE VMATTHEW J STEEVES TNTERFERENCE 0.097 RESPONSE TIMEQUT
03/11/2612 08:27:02] ROCKINGHEM VSE MATTHEW J STEEVES INTERFERENCE 5.098
03/11/20%2 20:43:42] ROCKINGHAM VSE MATTHEW J STEEVES 0.307 0.112 6.097 0.095
t3/16/2022 02:50:22 | ROCKINGHAM V3P JAKE B BLOOM INTERFERENCE G.097
03/1672012 03:31:27| ROCKINGHAM VD JAKE B BLGLM G.073 G.098
03/17/2012 17:271:58] chester pd JEFFERY C HOLDER 8.057 RESPONSE TIMEOUT
03/17/2012 17:40;37] CHESTER ED JEFFERY C HOLDEN INCOMELETE 0.258 0.5886 6.09¢6
03/18/2012 10:02; 15| ROCKINGHAM VSE JEKE B BLOOM 0.000 6.089
6372472012 08:04:20]| ROCKINGHAM VSP ERIC J VITALL REFUSED 0.08¢8
03/25/2012 02:45:51| ROCKINGHAM VST MATTHEW J STEEVES 0.117 0.098
0470272012 (0:54:23! ROCKINGHEM VSP JAKE B BLOOM 0.201 0.181 0.087 0.036
G4/06/201z 01:04:44] ROCKINGHAM ¥SP TIMOTHY J GOULD 0.118 0.087
04/10/2012 J3108:27] ROCKINGHAM V8P MATTHEW o STEEVES REFUSED 0.039§
DMT Serizl Number #123006 Page 1of1 04/23/2012 10:39 AM



Status Record History

Page 1
04/23/2012

Status Status
Date Pime Test Type Status Message

08/11/2011 i3:12;21 Accuracy & Precision Records Simulator Timed Qut
08/11/2011 14:14:08 Accuracy & Precision Records Simulator Timed Out
08/11/2011 14:51:58 Accuracy & Precision Records Simulator Timed Qut
08/11/2011 15:14:45 Accuracy & Preclsion Records Simulator Timed Qut
08/11/2011 15:17:12 Docuracy & Precision Records Simulator Timed CQut
08/11/2011 15:19:33 Accuracy & Precision Records Simulator Timed Cut
08/11/2011 15:42:30 Accuracy & Precision Records Simulator Timed Cut
08/11/2011 15:44:52 Accuracy & Precision Records Simulator Timed Qut
08/11/2011 15:47:32 Aceuracy & Precision Records Simulator Timed Out
08/11/2011 15:49:53 Accuracy & Precision Records Simulator Timed Gut
068/11/2011 15:52:49 Accuracy & Precision Records Simulator Timed Cut
06/11/2011 16:15:23 Accuracy & Precision Recerds Simulator Timed Cul
08/12/2011 15:08:29 Accuracy & Precigion Rececrda Simulator Timed Cut
08/15/2011 09:58:08 Accuracy & Precision Records Simulator Timed Cut
08/23/2011 11:07:16 Accuracy & Precision Records Simulator Timed Cut
08/24/2011 14:54:45 Accuracy & Precision Records Simulator Timed Out
160/29/2011 02:32:43 DUI Subject Record RESPCNSE TIMEQUT

12/31/2011 01:35:46 DUI Subject Record RESPCNSE TIMEGUT

01/28/2012 02128336 DUT Subject Record RESPONSE TIMEOUT

01/29/2012 02:56:24 DUI Subject Record RESPONSE TIMECUT

03/11/2012 06:04:25 DUI Subject Record RESPCONSE TIMEGUT

03/17/2012 17:31:13 DUI Subject Record RESPCNSE TIMEGUT

£y o LY P
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Alcohol (g/210L)
Flow Rate(L/M)

o e -
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DUI SUBJECT TEST | el o R

STATE OF VERMONT

DataMater DMT: 123006

Location: Rockingham VSP
Certification Date: 08/22/2011 0100
Installation Date: 09/02/2011 ’

Date: 09/21/2011

Time: 02:35:05 ’\¢\A

SUBJECT NAME: l\
JACOB C CHASE S
DOB: 03/17/1988 AGE: 23

GENDER: M
LICENSE #: 9222457A VT

CASE #: 11D102896 .

TIME OF OPERATION: 01:12 . : :

LOCATION OF INCIDENT: ° ° 1o 1o 20 70 2
CEMETARY ROAD

TOWN: WEATHERSFIELD

COUNTY: WINDSOR

TEST OPERATOR NAME:
MICHAEL S STUDIN
AGENCY: ROCKINGHAM VSP

BLANK TEST 0.000 02:36
CALIBRATION CHECK PASSED 02:36
SIMULATOR VAPOR 33.9°C 0.097 02:36
BLANK TEST 0.000 02:37
SUBJECT SAMPLE INVALID 02:37

All alcohol values reported in g/210L
Sim. Vapor Concentration 0.100

Sim. Vapor Range 0.095 - 0.105
Lot #: 11-40-100

DMT Serial Number #123006 Page 1 of 1 04/23/2012 10:26 AM
—

OQS/L (f op‘ q(O C>_<J/

....... s



0.20 ] T i I i 40.0

Alcohol (g/210L) i
0.18|- Flow Rate(L/M) }- - 36.0
Q " 16 {E=PRIRKRERTS: LSRRI SO GO FIPRERSay. oty (Rt oy 32 5 O
0.14 e ooz M ; it 01810
0.12 ROBPESANNT ST RCNED e ! W RS [P WOPRCLR.. PSRRIy TR, S sl 24 . 0
0.10 dewenn| 20,0
0.08 w"lG.O
0.06 12.0
DUI SUBJECT TEST
0.04 A 8.0
STATE OF VERMONT
DataMater DMT: 123006 082 R
Location: Rockingham VSP ! ]
Certification Date: 08/22/2011 0-000 = — 0.0
Installation Date: 09/02/2011 A0 20 30 40 30 B RO 88 3D 104 114120
N AL 0.20 i ; i 40.0
Date: 02/18/2012 Alcohol (g/210L)
Time: 03:44:20 0.18/- Flow Rate(L/M) |-jrbo s e 36.0
SUBJECT NAME: o IR W DU N SR |az.0
GARRETT A BATTYE
DOB: 07/03/1989 AGE: 22
GENDER: M o T — I ———_—— 28.0
LICENSE #: 07BEG89031 NH
0.12 S PRGN 4.0
CASE #: 12D100542 : ‘
TIME OF OPERATION: 01 : 32 0 lo ........ o e P e s A 20 O
LOCATION OF INCIDENT: ' :
INTERSTATE 91 NORTH —
TOWN: ROCKINGHAM 008 [rrssrpersfpoes — 16.0
COUNTY: WINDHAM ]
\. /
0_06 ssktesinnnsainsdioe ransasansansa Ry i ooy (T PPRPRSSL DISRTEISSPRPES! TSR RESIRAE LIRS IELLEE A 12. O
TEST OPERATOR NAME:
MICHAEL S STUDIN | i ;
AGENCY: ROCKINGHAM VSP 904 [rmsmfrpfe "AMV\ | hkjﬁfW/'WNJv """" (8.0
Obs. Period Start: 03:29 0.02 ( o 4.0
BLANK TEST 0.000 03:45 | 4 40 E -
CALIBRATION CHECK PASSED 03:45 0 5 10 1% 20 25 30 35 40 45 i
SIMULATOR VAPOR 33.9°C 0.098 03:45 | (.20 e 40.0
BLANK TEST 0.000 03:46 : Al L 1(=/2i0L)
SUBJECT SAMPLE * INCOMPLETE 03:48 ) cono. g
BLANK TEST . 0.000 03:49 | °-'8 Blow BREGIL/M) joepred g == 260
SUBJECT SAMPLE (Vol=2.8T.) 0.089 03:50
0‘ 1_6 e TR, WESESAENT, T IYTTRSRPIG: JTRGTUE [OCI: B i oy S g R b M 32 . O
BLANK TEST 0.000 03:51
CALIBRATION CHECK PASSED  03:52 | g 14| b i i 560
SIMULATOR VAPOR 33.9°C 0.100 03:52 )
BLANK TEST 0.000 03:53 |
SUBJECT SAMPLE INVALID 03:54 | 0-12 G s e b L e i e M 24.0
B QI [ bt s bbb ] el i)
All alcohol values reported in g/210L i i
Sim. Vapor Concentration 0.101 0. 08 bt
Sim. Vapor Range 0.096 - 0.106 :
Lot #: 11-41-100
0.06

0.04

0. 02 -k

0.00

0 10 20 30 40 50 60 70 80 90 100 110120

DMT Serial Number #123006 Page 1 of 1 04/23/2012 10:32 AM
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DUI SUBJECT TEST

STATE OF VERMONT

DataMater DMT: 123006

Location: Rockingham VSP
Certification Date: 08/22/2011
Installation Date: 09/02/2011

Date: 02/27/2012
Time: 23:57:48

SUBJECT NAME:
MELISSA M BARCOMB

DOB: 03/30/1979 AGE: 32

GENDER: F

LICENSE #: 22549774 VT

CASE #: 12D100669

TIME OF OPERATION: 21:01

LOCATION OF INCIDENT:
ROUTE 11 AND RIDGE RD

TOWN: LONDONDERRY

COUNTY: WINDHAM

TEST OPERATOR NAME:
MATTHEW J STEEVES
AGENCY: ROCKINGHAM VSP

BLANK TEST
CALIBRATION CHECK
SIMULATOR VAPOR 33.9°C
BLANK TEST

SUBJECT SAMPLE

23:

0.000 23:
PASSED 23:
0.097 23:
0.000 23:
INVALID 00:

All alcohol values reported in g/210L

Sim. Vapor Concentration
Sim. Vapor Range
Lot #: 11-41-100

0.101
0.096 - 0.106

DMT Serial Number #123006

40.

36.

32,

28.

24,

20.

16.

0.20 ; ;
Alcohol (g/210L)
Flow Rate(L/M)
o T8 rrmissscnnmncssmtbans o errrersessnsrea s essneansasssenensssssiisanemasasases namasaraodseassansssnaogms rmsbamsorocammm s o perease
0.16
O B S
B e e
] B B e L
e e e
2 6 ¥ et oy it el o S iy e R e S S
(eI a Y & iy o Gt B R R v b R e e e e (RCS S
B e
0.00 i
0 5 10 15 20 25 30
42
58
58
59
59
00
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DUI SUBJECT TEST

STATE OF VERMONT

DataMater DMT: 123006
Location: Rockingham VSP
Certification Date: 08/22/2011
Installation Date: 09/02/2011
Date: 02/28/2012

Time: 00:18:08

SUBJECT NAME:
MELISSA M BARCOMB
DOB: 03/30/1979 AGE: 32
GENDER: F
LICENSE {#: 22549774 VT

CASE #: 12D100669

TIME OF OPERATION: 21:01

LOCATION OF INCIDENT:
ROUTE 11 AND RIDGE RD

TOWN: LONDONDERRY

COUNTY: WINDHAM

TEST OPERATOR NAME:
MATTHEW J STEEVES
AGENCY: ROCKINGHAM VSP

BLANK TEST
CALIBRATION CHECK
SIMULATOR VAPOR 33.8°C
BLANK TEST

SUBJECT SAMPLE (Vol=1.5L)

2nd TEST NOT REQUESTED
Sim. Vapor Concentration

Sim. Vapor Range 0.
Lot #: 11-41-100

All alcohol values reported in g/210L

DMT Serial Number #123006

0.20 3 : 40.0
Alcohol (g/210L)
Flow Rate(L/M)

0.18 e 36.0
0416 [ e e ~-132.0
T W[ SRV A— S A— - 28.0
0.12 Y S 2420
B | e e A E— 20.0
0.08 ~116.0

____________ 0.06 =112.0
0.04 8.0
0.02 4.0
0.00 0.0

0] 30
00:03

0.000 00:19

PASSED 00:19

0.098 00:19

0.000 00:20

0.076 00:20

0.101

096 - 0.106

Page 1 of 1 05/21/2012 10:16 AM
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Alcohol (g/210L)
Flow Rate(L/M)

DUI SUBJECT TEST

STATE OF VERMONT

DataMater DMT: 123006 0.04 [ B
Location: Rockingham VSP

Certification Date: 08/22/2011
Installation Date: 09/02/2011

Date: 03/11/2012

Time: 06:00:04

SUBJECT NAME:
JUDD K ADAMS :
DOB: 01/14/1981 AGE: 31
GENDER: M O T e
LICENSE #: 31784085 VT

CASE #: 12D100803 i

TIME OF OPERATION: 05:30 . : ;

LOCATION OF INCIDENT: 0 2 e 2 =8 £ =Y # 0 48
ROUTE 121

TOWN: GRAFTON

COUNTY: WINDHAM

TEST OPERATOR NAME:
MATTHEW J STEEVES
AGENCY: ROCKINGHAM VSP

Obs. Period Start: 05:34

BLANK TEST 0.000 06:00
CALIBRATION CHECK PASSED 06:01
SIMULATOR VAPOR 33.8°C 0.097 06:01
BLANK TEST 0.000 06:02
SUBJECT SAMPLE INTERFERENCE 06:02

RESPONSE TIMEOUT

All alcohol values reported in g/210L
Sim. Vapor Concentration 0.101

Sim. Vapor Range 0.096 - 0.106
Lot #: 11-41-100

DMT Serial Number #123006 Page 1 of 1 04/23/2012 10:34 AM
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DUI SUBJECT TEST

STATE OF VERMONT

DataMater DMT: 123006
Location: Rockingham VSP
Certification Date: 08/22/2011
Installation Date: 09/02/2011
Date: 03/11/2012

Time: 06:27:02

SUBJECT NAME:
JUDD K ADAMS

DOB: 01/14/1981 AGE: 31

GENDER: M

LICENSE #: 31784085 VT

CASE #: 12D100803

TIME OF OPERATION: 05:30

LOCATION OF INCIDENT:
ROUTE 121

TOWN: GRAFTON

COUNTY: WINDHAM

TEST OPERATOR NAME:
MATTHEW J STEEVES
AGENCY: ROCKINGHAM VSP

Obs. Period Start: 06:1
BLANK TEST 0.000 06:2
CALIBRATION CHECK PASSED 06:2
SIMULATOR VAPOR 33.9°C 0.098 06:2
BLANK TEST 0.000 06:2
SUBJECT SAMPLE INTERFERENCE 06:3

2nd TEST NOT REQUESTED
All alcohol values reported in g/210L
Sim. Vapor Concentration 0.101

Sim. 0.096 - 0.106

Lot

Vapor Range
#: 11-41-100

DMT Serial Number #123006

Pog.

Page 1 of 1

Y

Alcohol (g/210L)
Flow Rate(L/M)

N

@ 04/23/2012 10:35 AM
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== Alcohol (g/210L)
Flow Rate(L/M)

DUI SUBJECT TEST

STATE OF VERMONT

DataMater DMT: 123006 0.08}
Loocation: Rockingham VSP

Certification Date: 08/22/2011
Installation Date: 09/02/2011

Date: 03/16/2012

Time: 03:11:27

SUBJECT NAME :
PAUL FURGAT

DOB: 02/04/1987 AGE: 25

GENDER:? M (ST 1 -] MU | S | S—— k- — | C— T

LICENSE #: 72143400 VT

CASE #: 12D100856
TIME OF OPERATION: 00:45 :

0 5
TOWN: RANDOLPH 10 15 20 285 30
COUNTY: ORANGE

TEST OPERATOR NAME:
JAKE B BLOCM
AGENCY: ROCKINGHAM VSP

Obs. Period Start: 02:56

BLANK TEST 0.000 03:12
CALIBRATION CHECK PASSED 03:12
SIMULATOR VAPOR 33.8°C 0.098 03:12
BLANK TEST 0.000 03:13
SUBJECT SAMPLE (Vol=5.5L) 0.073 03:14

2nd TEST NOT REQUESTED

All alcohol values reported in g/210L
Sim. Vapor Concentration 0.101

Sim. Vapor Range 0.096 - 0.106
Lot #: 11-41-100

DMT Serial Number #123006 Page 1 of 1 04/23/2012 10:36 AM
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DUI SUBJECT TEST

STATE OF VERMONT

DataMater DMT: 123006
Location: Rockingham VSP
Certification Date: 08/22/2011
Installation Date: 09/02/2011
Date: 03/16/2012

Time: 02:50:22

SUBJECT NAME:
PAUL FURGAT

DOB: 02/04/1987 AGE: 25

GENDER: M

LICENSE #: 72143400 VT

CASE #: 12D100856

TIME OF OPERATION: 00:45
TOWN: ROCKINGHAM

COUNTY: WINDHAM

TEST OPERATOR NAME:
JAKE B BLOOM
AGENCY: ROCKINGHAM VSP

Obs. Period Start: . 02:33

BLANK TEST 0.000 02:51
CALIBRATION CHECK PASSED 02:51
SIMULATOR VAPOR 33.9°C 0.097 02:51
BLANK TEST 0.000 02:52
SUBJECT SAMPLE INTERFERENCE 02:53

2nd TEST NOT REQUESTED

All alcohol values reported in g/210L
Sim. Vapor Concentration 0.101

Sim. Vapor Range 0.096 - 0.106
Lot #: 11-41-100

DMT Serial Number #123006

Page 1 of 1

Pegl 16 P U

40,

=128.

.20 5 ;
Alcohol (g/210L)
——— Flow Rate(L/M)
S 1| S———— S TP, /S — 36.
. 16 ARG PR IR OESAPAES R 32 B
B
. 12 ........................ e EET PRI ST TCARRER T - e SRS

“124.

=

04/23/2012 10:36 AM



!
|
|

%
W
"
1
L
L

L ]
L
i
i
¥
L]
i
L]
i
"
[
"
|
i
i
bl |
L]
1

LB

o N W

O I I |

L
L]
L]
L]
W
L]
L]
T |
1
]
]
]
L]
L]
i
(]
L]
| |
L]
L]

- W W W T P W W

W e -—

e 11.~.n|m..n..l|u. —

WL |

=

L]
|
L]

o el
R T

B 4% v sl | e




Packing List
From: National Patent Analytical Systems Inc. Cust No.| VT4134T Ord Date 4/25/12 Stip Date| 5/15/12

2090 Harrington Mem. Rd., Mansfield, Ohio 44903 Sales Order No. | 45631 Packing List No.
Cust Purch Ord No. AMANDA
Ship Fo: 8ill To:
Vermont Department of Public Safety Vermont Department of Public Safety
Forensic Laboratory Forensic Laboratary 26.00
103 §. Main St, 103 S. Main St.
Waterbury vT 05671 Waterbury VT gosg7q 'reight
Attn: Ship Via FedEx
Comments Service for Instrument Serial Number 1230086
nv Part No | Quantity This Back {Total Ship|Description
Ordered | Shipment | Ordered { To Date [Customer Part No. |Drawing Part No. / Rev I
41267 1.0 1 1.0 VALVE ASSY, BASIC BLOCK & SLIDE ASSY ONLY u
DMR No Draw # / NONE
Serial Nos. {
O9DMT 1.0 1 1.0 DATAMASTER DMT SERVICE RETURN |
S/N 123006 None Given No Draw # / NONE
Serial Nos. | 123008
NOTE 1.0 1 1.0 STYLUS ATTACHED |
None Given No Draw # / NONE
Serial Nos. |
R500-1 1.0 1 1.0 Service Charge for Repair |
DMR No Draw # / NONE
Serial Nos. J_
R500-2 1.0 1 1.0 Service Charge for Repair, Additional Hours |
DMR No Draw # / NONE
Serial Nos. |

Dege V% oL Yb @




National Patent Analytical Systems, Inc.

Datel 4/25M12 |
Customer] Vermont Department of | Phong | Contact| Conti |

War Exp[ 70| MxExp[____|

Ship Damage?l { )Y(:) N | Cust Pick Up?‘?] ( iyfj N |

Initial Comments: note any shipping SEE ATTACHED

damage or estimates required, along with
accessories received.

Describe problem seen and/or attach
documents received

Keyword | 5/way valve |

Finding [ Inst Fail |

Error Code Enter Hours Reguired

Repair Comments and work | Replaced 5-way valve assembly and ran accuracy tests.

Performed

Solution Lot No |::|

Voltage Set Values In

Stabitity[ ]

tamp [ ] Bvol[_____] tamp[ ] Brthval___]
Meter [ | FiterDitl______ ] Meter[ | FiterDif[_____ |

Voltage Set Values Out

Stability [ ]

[PatNo_] Quantity Back Total ship _
Ordered | [Picked | | Ordered| { ToDate | [ Description ] |_Price Ea_|
41267 1.0 [ 1.0 | VALVE AGGY, BASIC BLOCK & SLIDE ASSY ONLY 0.000
DMR
9DMT 1.0 DATAMASTER DMT SERVICE RETURN 17.490
I-—J S/N 123006
NOTE 1.0 I STYLUS ATTACHED
R500-1 1.0 1.0 | Service Charge for Repair 0.000
DMR
R500-2 1.0 1.0 | Service Charge for Repair, Additional Hours 0.000
DMR

Enter Service time as part no. R500-1 for the first hour and R500-2 for each additional hour. Enter freight charges as part no. 99899

Date Completedi 5/15/12 Technician[ C. Spayde 1 Pickup Signaturel

Oege |G oLyl <




0.20 : , ] 40.0
Alcohol (g/210L)
Flow Rate(L/M)
3 1 B e L R — ——wew Ceeeey 36.0
0.16 W S 32.0
] s S WSS W : —|28.0
(0751 N S, PP - —4—|24.0
DUI SUBJECT TEST 0. e
STATE OF VERMONT
DataMater DMT: 123006 0. 16.0
Location: Rockingham VSP
Certification Date: 08/22/2011
Installation Date: 09/02/2011
__________________________________________ 0-06 TS S SRS iy 120
Date: 04/26/2012 : i
Time: 14:06:06 :
A e e e TP g
0.04 |- fFrTy w —————— ~|8.0
Obs. Period Start: 13:51 5
BLANK TEST 0.000 14:07 L0 oA B s o | | I e e, B e 4.0
CALIBRATION CHECK PASSED 14:07
SIMULATOR VAPOR 34.0°C 0.098 14:07
BLANK TEST 0.000 14:08 | _ ; ; i
SUBJECT SAMPLE (Vol=2.6L) 0.098 14:09 0 5 10 15 20 25 30 35 10 45
- 0 H -
BLANK TEST 0.000 14:10| %7 f : ‘ 40:9
CALIBRATION CHECK PASSED 14:10 Alcohol (g/210L)
SIMULATOR VAPOR 34.0°C 0.098 14:10 Flow Rate(L/M)
BLANK TEST 0.000 14:11 | 0.18[ e e 36.0
SUBJECT SAMPLE (Vol=2.3L) 0.098 14:12
All alcohol values reported in g/210L LR S S A S e A 9&: 9
Sim. Vapor Concentration 0.100
Sim. Vapor Range 0.095 - 0.105
0.14 ~=128. 0
0.12 24.0
0 L0 e ~|20.0
0 s 08 T | ———— C—— l 6 . D
0,06 ~l12.0
L e 8.0
elfE e bl i, 4.0
0.00 i : 0.0
(0] 5 10 15 20 25 30
DMT Serial Number #123006 Page 1 of 1 05/21/2012 10:26 AM
Pyl )
fae Ao o =




0.20 5 ; 40.
Alcohol (g/210L)
Flow Rate(L/M)
[ 5 2} AR AN 7SRRI | “SS. [UNRRURRNSLI. S——— 36.0
0.16/ —t 32.0
O T T —— 28.
I o .
A EMO ol f
L +"’::¢ Tl (¢ 10 ] SR S S—— e —|24.
DUI SUBJECT TEST o
O B R T — w————
STATE OF VERMONT
DataMater DMT: 123006 0.0 OB [
Location: Rockingham VSP i :
Certification Date: 08/22/2011
Installation Date: 09/02/2011 . i
__________________________________________ T[] e -
Date: 04/26/2012 E
Time: 14:33:17 :
0.04 Wwﬂ 8.0
Obs. Period Start: 14:18 .
BLANK TEST 0.000 -14:39 0,02} de e 4.0
CALIBRATION CHECK PASSED 14:39
SIMULATOR VAPOR 34.0°C 0.098 14:39 :
BLANK TEST 0.000 14:40 | . : ,‘ B
SUBJECT SAMPLE (Vol=1.8L) 0.098 14:41 o o 5 B 50 S5 3
BLANK TEST 0.000 14:42 | % 5 ? : o
CALIBRATION CHECK PASSED 14:42 Alcohol (g/210L)
SIMULATOR VAPOR 34.0°C 0.097 14:42 Flow Rate(L/M)
BLANK TEST » 0.000 14:43 | 0.18 ] e —136.
SUBJECT SAMPLE (Vol=2,1L) 0.098 14:44 i
All alcohol values reported in g/210L 0. 6 [ e i —132-
Sim. Vapor Concentration 0.100
Sim. Vapor Range 0.095 - 0.105
0. 14 | L L |28
O . R ~|24.
O ] s 20.
0.08 e T — 16.
o B ,—— 12.
0.04 - —18.0
0. 02 |l b b 4.0
0.00 i ; z 0.0
0 5 10 15 20 25 30
DMT Serial Number #123006 Page 1 of 1

Doy

0 b

; 05/21/2012 10:26 AM



0.10 A 40.0
Alcohol (g/210L) ! |
Flow Rate(L/M)
0.09 - -136.0
0.08|-- i  — -—:—WWﬂféffffww32.0
0.07 |- - —|28. 0
ff’@_h‘i'_\\. .-' i 3
. ,H.u,,_“'- T inT [ R e b 2410
DUI SUBJECT TEST T T . Se—— 20.0
STATE OF VERMONT
DataMater DMT: 123006 0, D o fasosapussinsicsin e e R
Location: Rockingham VSP ‘
Certification Date: 08/22/2011
Installation Date: 09/02/2011 !
__________________________________________ 0. 03 ssannn S LETTE TEITERITTROPRRREPR R o BT R ] [ 2
Date: 04/26/2012
Time: 16:30:06
- 0.02| s 8.0
Obs. Period Start: 16:29
BLANK TEST 0.000 16:31 0.01 4.0
CALIBRATION CHECK PASSED 16:31
SIMULATOR VAPOR 34.0°C 0.096 16:31
BLANK TEST _ 0.000 16:32 | _ : -
SUBJECT SAMPLE (Vol=4.0L) 0.000 16:32 - = b i = = =
Blank Error
All alcohol values reported in g/210L
Sim. Vapor Concentration 0.100
Sim. Vapor Range 0.095 - 0.105
|
|
DMT Serial Number #123006 : Page 1 of 1 TEST RUN IN TRAINING MODE.,-.\ 05/21/2012 10:27 AM
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0.10 ] ] 40.0
Alcohol (g/210L)
Flow Rate(L/M)
0 & 09 ................................................. SPSERP W TSRS HOSIE S SR S 36 f 0
0.08 | 320
0.07 e | 28, 0
T
L L] )
TUI . A T R R—— ~|24.0
DUI SUBJECT TEST 0.05 - 20.0
STATE OF VERMONT
DataMater DMT: 123006 0.04 Joesnns 116.0
Location: Rockingham VSP
Certification Date: 08/22/2011
Installation Date: 09/02/2011
S L R R e e B e T s T ~112,0
Date: 04/26/2012
Time: 16:35:33
. 0.02 ........... FROLTIe 7'"8.0
Obs. Period Start: 16:29
BLANK TEST 0.000 16:36 Ll B e e B 4.0
CALIBRATION CHECK PASSED 16:36 i
SIMULATOR VAPOR 34.0°C 0.097 16:36
BLANK TEST 0.000 16:37| : :
SUBJECT SAMPLE (Vol=4,2L) 0.000 16:38 e = T e P % zh
2nd TEST NOT REQUESTED
All alcohol values reported in g/210L
Sim. Vapor Concentration 0.100
Sim. Vapor Range 0.095 - 0.105
DMT Serial Number #123006 Page 1 of 1 05/21/2012 10:27 AM
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0.20

Pese 91

& b

] ; 40.0
0.18|~ Alcohol (g/210L) 36.0
0.16|- Flow Rate(L/M) |32.0
o [ | ~128.0
0.10 VU . A — 20.0
0.08 16.0
0.06 ~|12.0
0.04
5 0.02|
I 3 Tl 4
AN 0‘000
DAk WD s URETT
; 0.20 ; ; 40.0
‘ 0.18- Alcohol {g/210L) i 36.0
ACCURACY & PRECISION REPORT 0.16]- Flow Rate (L/M) e e 30.0
0-14 ............................................................... .0
STATE OF VERMONT
0.12} -0
DataMater DMT: 123006 0.10}—
A N I e 0.08|-f 16.0
Date: 04/26/2012 0.06{ - i.2.0
Time: 16:22:24 PoIRe Tl [ —— 5.0
__________________________________________ 0-02 N (— S 4 .0
BLANK TEST 0.000 16:23 0.00 : i 0.0
CALIBRATION CHECK PASSED 16:23 o . 5 10 15 20 25 30
SIMULATOR VAPOR 34.1°C 0.096 16:23 0.20 40.0
SIMULATOR VAPOR 34.0°C 0.096 16:24 0.18{] —— Alcohol (g/210L) fr=rfrmmmmd 36.0
SIMULATOR VAPOR 34.0°C 0.096 16:25 0.16/ Flow Rate(L/M) | _]32.0
SIMULATOR VAPOR 34.0°C 0.096 16:26
SIMULATOR VAPOR 34.0°C 0.097 16:27 S S T R A -|28.0
BLANK TEST 0.000 16:28 AT RS U W SUUSUE. SO S— 24.0
s s it e e e BB T 20.0
Average = 0.096
Std Dev = 0.000 R e e S 16.0
0.06 |-f—— s | 12,0
0.04 [
0.02 e
0.00 i
0 5 10 15 20 25 30
0.20 ; 40.0
0.18- Alcohol (g/210L) e 36.0
0.16|- Flow Rate(L/M) | . . S WY
0. 14| .0
. S .0
0,10 D 120.0
0_03 D s L P EETEICIN. RIS S SRat ) HOen 16.0
006 =g 12.0
L B e ————N—AM—— 8.0
0.02 |- 4.0
0.00 0.0
0 5 10 15 20 25 30
0.20 i i i 40.0
0.18¢- Alcohol (g/210L) | eraes| S0 O
0.16/- Flow Rate(L/M) | . . 32.0
0.14 —|28.0
0.12]- 24.0
0.10 20.0
0.08}- R —116.0
0.06( 2.0
0.04 |4 —|8.0
0.02 | 4.0
0.00 : : : 0.0
0 5 10 15 20 25 30
DMT Serial Number #123006 Page'l of 1 TEST RUN IN TRAINING MODE 05/21/2012 10:28 AM
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DUI SUBJECT TEST

STATE OF VERMONT

DataMater DMT: 123006
Location: Rockingham VSP
Certification Date: 08/22/2011
Installation Date: 09/02/2011
Date: 04/27/2012

Time: 09:29:39

Obs. Period Start:

BLANK TEST
CALIBRATION CHECK
SIMULATOR VAPOR 34.0°C
BLANK TEST

SUBJECT SAMPLE INVALID 09:32

All alcohol values reported in g/210L

Sim. Vapor Concentration

Sim. Vapor Range 0.095 - 0.105

0.000 09:30
PASSED 09:30
0.096 09:31
0.000 09:32

0.100

DMT Serial Number #123006

0.20 i i 40.0
Alcohol (g/210L)
Flow Rate({L/M)
0.18)- = ~136.0
T e 0
I e | 28,0
[ 0 | WIS (SN (S-Sl T ................ 24.0
] e S SR S N— 20.0

Page 1 of 1 TEST RUN IN TRAINING MODE
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05/21/2012 10:22 AM



0.30 7 : 40.
Alcohol (g/210L)
———— Flow Rate(L/M)
0. 25 | e e 33.
0120 [ o SRE— 26.
s T
i 4
faRMan +
iﬂ\&lg‘.‘“#”jgi;uﬂ"l' £
DUI SUBJECT TEST 015 —_— 20.
STATE OF VERMONT
DataMater DMT: 123006
Location: Rockingham VSP
Certification Date: 08/22/2011 P e [ 4L A (P J13
Installation Date: 09/02/2011 L
Date: 04/27/2012
Time: 09:40:16
| b

Obs. Period Start: 09:39 9,05 aisst
BLANK TEST 0.000 09:41
CALIBRATION CHECK PASSED 09:41
SIMULATOR VAPOR 34.0°C 0.095 09:41 s
BLANK TEST 0.000 09:42 ; ; i i

0,00 H H i H 0.0
SUBJECT SAMPLE INVALID 09:43 0 5 10 15 20 25 30

Sim. Vapor Concentration
Sim. Vapor Range

All alcohol values reported in g/210L
0.095 - 0.105

0.100

DMT Serial Number #123006

Page 1 of 1 TEST RUN IN TRAINING MODE
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0.40 : : 40.0
Alcohol (g/210L)
Flow Rate(L/M)
0.35 -135.0
0. 30 [ O TTIIIE . = 130.0
MNP o QBB [ e R R i DAL
W, e URETE
DUI SUBJECT TEST TR S S (o TE—| S| S 2
STATE OF VERMONT
DataMater DMT: 123006
Location: Rockingham VSP L NN s e 15.0
Certification Date: 08/22/2011
Installation Date: 09/02/2011
Date: 04/27/2012 i
Time: 09:44:24 0.10 188
Obs. Period Start: 09:44
0.05 o | B e R e oo 5.0
BLANK TEST 0.000 09:47
CALIBRATION CHECK PASSED 09:47
SIMULATOR VAPOR 34.0°C 0.096 09:47
BLANK TEST 0.000 09:48 | : i
SUBJECT SAMPLE INVALID 09:49 5 . v iE s o 50
All alcohol values reported in g/210L
Sim. Vapor Concentration 0.097
Sim. Vapor Range 0.092 - 0.102
DMT Serial Number #123006 Page 1 of 1 TEST RUN IN TRAINING MODE 05/21/2012 10:23 AM
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Alcohol (g/210L)
Flow Rate(L/M)

DUI SUBJECT TEST

STATE OF VERMONT

DataMater DMT: 123006
Location: Rockingham VSP
Certification Date: 08/22/2011 0
Installation Date: 09/02/2011 ’
Date: 04/27/2012

Time: 09:50:44

Obs. Period Start: 09:50 R

BLANK TEST 0.000 09:52

CALIBRATION CHECK PASSED 09:52

SIMULATOR VAPOR 34.0°C 0.096 09:52

BLANK TEST 0.000 09:53 | | | 5 : : : o

SUBJECT SAMPLE (Vol=2.9L) 0.151 09:54 6 B a8 15 26 2E m e 46 45

BLANK TEST 0.000 09:55 | °°%° ] ' 1.4

CALIBRATION CHECK PASSED 09:55 Alcohol (g/210L)

SIMULATOR VAPOR 34.0°C 0.095 09:55 Flow Rate(L/M)

BLANK TEST 0.000 09:56 0L 18 i b 36.0

SUBJECT SAMPLE (Vol=3.6L) 0.147 09:57

All alcohol values reported in g/210L

Sim. Vapor Concentration 0.100

Sim. Vapor Range 0.095 - 0.105

0 5 1-0 15 20 25 30

DMT Serial Number #123006 Page 1 of 1 TEST RUN IN TRAINING MODE 05/21/2012 10:24 AM
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0.10 ; ; 40.0
Alcohol (g/210L)
——— Flow Rate(L/M) i i
[y 51 | Seieeeem SR NTTRANN: S _ ..................... 136.0
0. 08 [ - {320
e [ B B e S PR | 35
A
T
b W
‘,i\a.‘.& anvFyr
LRATErA, AR ] - e 24.0
DUI SUBJECT TEST PO NV S S S— |
STATE OF VERMONT
DataMater DMT: 123006 0. 04 [ -116.0
Location: Rockingham VSP
Certification Date: 08/22/2011
Installation Date: 09/02/2011
__________________________________________ 0. 03 SRR A . 9 . 0
Date: 04/27/2012
Time: 10:11:00
__________________________________________ 0.02 i e = e (B O
Obs. Period Start: 10:10
BLANK TEST 0,000 10:02 | p.onfesssipegssssmadsisshe Vel el v 4.0
CALIBRATION CHECK PASSED 10:12
SIMULATOR VAPOR 34.0°C 0.096 10:12
BLANK TEST 0.000 10:13 | : | : 7 5
SUBJECT SAMPLE (Vol=1l.6L) 0.000 10:13 0 5 10 15 20 25 30 N
BLANK TEST 0.000 10:14 | °°1° 5 5 $0.4
CALIBRATION CHECK PASSED 10:14 Alcohol (g/210L)
SIMULATOR VAPOR 34.0°C 0.097 10:15 Flow Rate(L/M)
BLANK TEST 0.000 10:15 0.5/ Q9 e  — 36.0
SUBJECT SAMPLE (Vol=1l.5L) 0.000 10:17
All alcohol values reported in g/210L . I S NN I S N N N M 3z.0
5im. Vapor Concentration 0.096
Sim. Vapor Range 0.091 - 0.101
T D S [ 28.0
0.06 24.0
L i L 20.0
0.04 16.0
0.03 12.0
0.02 8.0
0.01 4.0
0.00 i i 0.0
0 35 40 45

DMT Serial Number #123006

Page 1 of 1 TEST RUN IN TRAINING MODE
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0.20 ; : 40.0
0.18|- Alcohol (g/210L) | 36.0
i Flow Rate(L/M) -l33.0
R TR ——— J28.0
0.12 |t ~|24.0
0, 10 [ fmmmmdid s 20.0
0. 08 [ 16.0
0.06 12.0
: 0.04 8.0
_ : & 0.02| 4.0
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STATE OF VERMONT
(G 2 Y S S — z 24.0
DataMater DMT: 123006 0.10[]~ 20.0
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Date: 04/27/2012 ] e N i 12.0
Time: 13:26:;31 VoI ] — | E——— 8.0
__________________________________________ 0.02 4.0
BLANK TEST 0.000 13:27 0.00 L 0.0
CALIBRATION CHECK PASSED 13;27 0 5 10 15 20 25 30
SIMULATOR VAPOR 34.0°C 0.142 13:28 0.20 ; 40.0
SIMULATOR VAPOR 34.0°C 0.142 13:29 0.18|- Alcohol (g/210L) [ s 36.0
SIMULATOR VAPOR 34.0°C 0.142 13:30 0.16|-| —— Flow Rate(L/M) 32.0
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BLANK TEST 0.000 13:33 0.12 2
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMater DMT: 123006
Rockingham VSP

Location:

Date: 04/30/2012
Time: 10:09:17

BLANK TEST 0.000 10:10
CALIBRATION CHECK PASSED 10:10
SIMULATOR VAPOR 34.0 0.097 10:10
SIMULATOR VAPOR 34.0 0.097 10:11
SIMULATOR VAPOR 34.0 0.097 10:12
SIMULATOR VAPOR 34.0 0.097 10:13
SIMULATOR VAPOR 34.0 0.097 10:14
BLANK TEST 0.000 10:15
Average = 0.097

Std Dev = 0.000

DMT Serial Number #123006
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DUI SUBJECT TEST

STATE OF VERMONT

Sim. Vapor Concentration
Sim. Vapor Range

DataMater DMT: 123006

Location: Rockingham VSP

Certification Date: 08/22/2011

Installation Date: 09/02/2011

Date: 04/30/2012

Time: 11:19:03

Obs. Period Start: 11:18
BLANK TEST 0.000 11:20
CALIBRATION CHECK PASSED 11:20
SIMULATOR VAPOR 34.0°C 0.097 11:20
BLANK TEST 0.000 11:21
SUBJECT SAMPLE (Vol=2.2L) 0.072 11:22
BLANK TEST 0.000 11:23
CALIBRATION CHECK PASSED 11:23
SIMULATOR VAPOR 34.0°C 0.096 11:23
BLANK TEST 0.000 11:24
SUBJECT SAMPLE INCOMPLETE 11:26
BLANK TEST 0.000 11:27
SUBJECT SAMPLE (Vol=2.6L) 0.080 11:28

All alcohol values reported in g/210L
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0.092 - 0.102

DMT Serial Number #123006
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMater DMT: 123006

Location: Rockingham VSP
Date: 05/07/2012
Time: 09:28:35
BLANK TEST 0.000 09:29
CALIBRATION CHECK PASSED 09:29
SIMULATOR VAPOR 34.0°C 0.095 09:30
SIMULATOR VAPOR 34.0°C 0.096 09:31
SIMULATOR VAPOR 34.0°C 0.097 09:32
SIMULATOR VAPOR 34.0°C 0.097 09:33
SIMULATOR VAPOR 34.0°C 0.097 09:34
BLANK TEST 0.000 09:35
Average = 0.096
std Dev = 0.000

DMT Serial Number #123006
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__________________________________________ 0. 02 [ 4.0
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CALIBRATION CHECK PASSED 09:41 0 5 10 15 20 25 30
SIMULATOR VAPOR 34.1°C 0.096 09:41 0.20 s f 40.0
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BLANK TEST 0.000 11:38 0.00 ! 4 : 0.0
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DUI SUBJECT TEST

STATE OF VERMONT
DataMater DMT: 123006
Location: Rockingham VSP
Certification Date: 08/22/2011
Installation Date: 09/02/2011
Date: 05/11/2012
Time: 08:13:52
Obs. Period Start:

Pump Erroxr

DMT Serial Number #123006
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DUI SUBJECT TEST

STATE OF VERMONT

DataMater DMT: 123006 BiAH

Location: Rockingham VSP

Certification Date: 08/22/2011 0.00

Installation Date: 09/02/2011 5 ks

Date: 05/11/2012

Time: 08:16:13 0.09

"""""""""""""""""""""""""""""""" 0.08

Obs. Period Start: 08:13

BLANK TEST 0.000 08:17 | ©

CALIBRATION CHECK PASSED 08:17

SUBJECT SAMPLE (Vol=2.4L) 0.021 08:17 0

BLANK TEST 0.000 08:18 0

CALIBRATION CHECK PASSED 08:18 )

SUBJECT SAMPLE (Vol=2.1L) 0.015 08:19
0.

BLANK TEST 0.000 08:19

CALIBRATION CHECK PASSED 08:20 0

SUBJECT SAMPLE (Vol=1.9L) 0.015 08:20
0.
0.
0.
0.10
0.09|-
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0.06
0.05
0.04
0.03
0.02
0.01
0.00

DMT Serial Number #123006
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Alcohol (g/210L)
Flow Rate(L/M)
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DUI SUBJECT TEST
STATE OF VERMONT
DataMater DMT: 123006
Location: Rockingham VSP
Certification Date: 08/22/2011
Installation Date: 09/02/2011
Date: 05/11/2012
Time: 08:40:44
e b & | T B B 2 s et S et e fem—— 8
Obs. Period Start: : 08:40
BLANK TEST 0.000 08:41 | 0.01|-tf|: === 57 ----------------- 4.
CALIBRATION CHECK PASSED 08:42 i
SIMULATOR VAPOR 34.0°C 0.095 08:42
BLANK TEST 0.000 08:43 b. 06 i i :
SUBJECT SAMPLE (Vol=2.1L) 0.042 08:43 0 5 io 15 20 25 300‘
RESPONSE TIMEOUT
All alecohol values reported in g/210L
Sim. Vapor Concentration 0.100
Sim. Vapor Range 0.095 - 0.105
DMT Serial Number #123006 Page 1 of 1 TEST RUN IN TRAINING MODE \ 05/21/2012 10:18 AM
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Alcohol (g/210L)
Flow Rate(L/M)

DUI SUBJECT TEST

STATE OF VERMONT

DataMater DMT: 123006
Location: Rockingham VSP
Certification Date: 08/22/2011
Installation Date: 09/02/2011

Date: 05/11/2012

0 S 10 15

20 25 30

Alcohol (g/210L)

DMT Serial Number #123006

Page 1 0of 1 TEST RUN IN TRAINING MODE

Npose 39 2 b

Time: 08:46:52 0.09 Flow Rate(L/M) —{36.0
------------------------------------------ 0.08 32.0
Obs. Period Start: 08:40
BLANK TEST 0.000 08:47 | 0-07|mprp 28.0
CALIBRATION CHECK PASSED 08:48
SIMULATOR VAPOR 34.0°C 0.096 08:48 -124.0
BLANK TEST 0.000 08:49
SUBJECT SAMPLE (Vol=2.0L) 0.029 08:49 .
BLANK TEST 0.000 08:50
CALIBRATION CHECK PASSED 08:50 16.0
SIMULATOR VAPOR 34.1°C 0.098 08:51
BLANK TEST 0.000 08:52 T
SUBJECT SAMPLE (Vol=2.0L) 0.029 08:52 :
BLANK TEST 0.000 08:53 8.0
CALIBRATION CHECK PASSED 08:53
SIMULATOR VAPOR 34.0°C 0.098 08:54 4.0
BLANK TEST 0.000 08:55
SUBJECT SAMPLE (Vol=1.9L) 0.026 08:55 i : E 6.0
0 5 10 15 0 25 30
BLANK TEST 0.000 08:56 | q.10 : ; 40.0
SIMULATOR VAPOR 34.0°C 0.099 08:56 Al - 1('/210L)
. cohol (g
BLANK TEST 0.000 08:57 0. 000 —— Fiew Rats (1M ek
All alcohol values reported in g/210L
Sim. Vapor Concentration 0.097 L 32.0
Sim. Vapor Range 0.092 - 0.102
0.07 -
~
0.057w~‘ﬂv; -------
0.05] e
0.04
0'03 ...................
Y
0.02 e
0.01 |- /// 4.0
0.00 / ’ } i 0.0
0 5 10 15 20 25 30
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DUI SUBJECT TEST

STATE OF VERMONT

DataMater DMT: 123006
Location: Rockingham VSP
Certification Date: 08/22/2011
Installation Date: 09/02/2011

Date: 05/11/2012
Time: 09:16:10

BLANK TEST
CALIBRATION CHECK
SIMULATOR VAPOR 34.0°C
BLANK TEST

SUBJECT SAMPLE (Vol=2.5L)

BLANK TEST
CATLIBRATION CHECK
SIMULATOR VAPOR 34.0°C
BLANK TEST

SUBJECT SAMPLE (Vol=1.5L)

BLANK TEST
CALIBRATION CHECK

SIMULATOR VAPOR 34.0°C
BLANK TEST

SUBJECT SAMPLE (Vol=2.3L)
BLANK TEST

SIMULATOR VAPOR 34.0°C
BLANK TEST

Sim. Vapor Concentration
Sim. Vapor Range

__________________________________________ 0.08

All alcohol values reported in g/210L

DMT Serial Number #123006

0.10 ; T .0
Alcohol (g/210L) ]
0.09|- Flow Rate(L/M) |-\ .0
O | e K S .0
0.07[ ; .0
0.06 T o | S W R R HE S |24.0
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T e R o s i o o s s S L (R, 8.0
T | e P s 4.0
0.00 i j ; 0.0
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0.09}1—— Flow Rate(L/M) T 36.0
Pl Nt 1 4 1 o
09:15
0.000 09317 | 0v07 it i 28.0
PASSED 09:17
0.096 09:18 0.06 24.0
0.000 09:18
0.042 09:19 | gel ot 20.0
0.000 09:20
PASSED 09:20 Q0 [y o oo e s 16.0
0.097 09:21
0.000 09:21| 4 o3| /] : {12.0
0.034 09:22
0.000 09:23 0-02 rrrrrrrrrrrrrrrrrrrrrrrrrrrrrr B.O
PASSED 09:23
0.098 09:23 0.0 = 4.0
0.000 09:24
0.039 09:25( 4 g0 5 ; g 5.0
0 5 10 15 20 25 30
0.000 09:26 0.10 T H 40.0
0.099 09:26 - 1(' /210L)
. cohol (g,
0.000 09:27 0.09| Flow Rate(L/M) | b weieeen—e—ee— | 36 _ 0
0.097 o 0.08 o |
0.092 - 0.102 ,\\j
0.07|~ Arf y ~|{28.0
0.06[ e ~{24.0
0.05 rrrrrrrrrrrr R B R AN BN RS JEORA S Mo - 20_0
0. 04 [-=eef ot ~{16.0
b LAV ANAN
0.03 /,._.\/F“v V V‘ 12.0
0.02 -|8.0
0.01 [ 4.0
0.00 ) f‘ 5 : 0.0
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Q20 z f ; ; @ : ; z 40.0
Alcohol (g/210L) | | : i

0.18 Flow Rate(L/M) |-l e 360
] B e R R 32.0
0.14 -

e g ! ﬂ
ikl\k_gi‘w”“:;d'h . 0.08
DUI SUBJECT TEST V| V V
0.0 a'Hi 3
STATE OF VERMONT
DataMater DMT: 123006 R B s )
Location: Rockingham VSP j
Certification Date: 08/22/2011 0-000 i
Installation Date: 09/02/2011 0.20 5 l'o 1‘5 2.0
Date: 05/11/2012 Alcohol (g/210L)
Time: 10:10:55 0.18- Flow Rate(L/M)
""""""""""""""""""""""""""""""""""" 0.16
Obs. Period Start: 10:10
BLANK TEST 0.000 10:12 | -4 i
CALIBRATION CHECK PASSED 10:12 p\
SIMULATOR VAPOR 34.0°C 0.096 10:12 | o.12[- -
BLANK TEST 0.000 10:13 \
SUBJECT SAMPLE (Vol=2.6L) 0.069 10:14 | .o i /]
BLANK TEST 0.000 10:15
CALIBRATION CHECK PASSED 10:15 0.08) fi e 16, 00 7
SIMULATOR VAPOR 34.0°C 0.096 10:16 : i i
BLANK TEST 0.000 10:16 | ¢ og|ld-dd-tddebd b d L LI : : 5. 1
SUBJECT SAMPLE (Vol=1.5L) 0.064 10:17 : N & a i :
iV il
BLANK TEST 0.000 10:18 | 0.04 T 8.0
CALIBRATION CHECK PASSED 10:18 i
SIMULATOR VAPOR 34.0°C 0.097 10:19 | o.o02f{fH{-Hdttbt i f i oo 4.0
BLANK TEST 0.000 10:19 ;
SUBJECT SAMPLE (Vol=1.9L) 0.060 10:20 | 4 oo : - | g , 5.0
. 0 5 10 15 20 25 30 35 40 45
BLANK TEST 0.000 10:21 0.20 q 7 7 ¥ 7 40.0
SIMULATOR VAPOR 34.0°C 0.098 10:21 ; Alcohol(é/Zloi)
BLANK TEST 0.000 10:22 0.18l- Flow Rate (L/M) |- i : Zods6.0
All alcohol values reported in g/210L : - ‘
Sim. Vapor Concentration 0.097 Qls g |prmrmipmn S e e by -|32.0
Sim. Vapor Range 0.092 - 0.102
0.14 ........... SN B TR S 5 NN SUSNUNUUISUY . /SNSUUNITHITIOE: - LoUNUNNUUUUIIS: [OOSR . SN 28‘0
|
0 12 [ F. ..... q P\\J\ ,,,,,,,,,,,,,,,,,,,,, — 24 {)
i %Y
0.10 5 o 20 L0
0-08 .. o 60 IR 9 1 T G S B2 G [SSIRE WA DRSS B DRSO, ST TOUOS SIS S SRS S EERSSRER SRR 16_ 0
0.06
0.04(
o. 02 SN | 1 b . f— 1 — o Y- - 4 3 0
0.00 E J 5 ? 0.0
0 5 10 15 20 25 30 35 40 45
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DUI SUBJECT TEST

STATE OF VERMONT

DataMater DMT: 123006
Location: Rockingham VSP

Certification Date: 08/22/2011
Installation Date: 09/02/2011

Date: 05/11/2012
Time: 10:38:16

Obs. Period Start:

BLANK TEST
CALIBRATION CHECK
SIMULATOR VAPOR 34.0°C
BLANK TEST

SUBJECT SAMPLE (Vol=3.2L)

BLANK TEST
CALIBRATION CHECK
SIMULATOR VAPOR 34.0°C
BLANK TEST

SUBJECT SAMPLE (Vol=3.5L)

BLANK TEST
CALIBRATION CHECK
SIMULATOR VAPOR 34.0°C
BLANK TEST

SUBJECT SAMPLE (Vol=3.2L)

BLANK TEST
SIMULATOR VAPOR 34.0°C
BLANK TEST

All alcohol values reported in

Sim. Vapor Concentration
Sim. Vapor Range

0.000
PASSED
0.095
0.000
0.094

0.000
PASSED
0.096
0.000
0.091

0.000
PASSED
0.097
0.000
0.086

0.000
0.098
0.000

g/210L

0.097

0.092 - 0.102

DMT Serial Number #123006

0.20 ; : 40.0
Alcohol (g/210L)
0.18 Flow Rate(L/M) -136.0
T 32.0
L I e T e et 28.0
0.12}- —-(24.0
0.10 20.0
0.08 16.0
0.06 | L2510
0.04 8.0
0.02 —|4.0
0.00 0.0
30
0.20[ ; ; 40.0
——— Alcohol (g/210L)
0.18 Flow Rate(L/M) ——136.0
0.16 S —— 32.0
.0
.0
-0
-0
.0
l .0
] ; : .0
0 5 10 15 20 25 30
0.20 i i 40.0
Alcohol (g/210L)
0.18 FLoW Rate(L/M) | ~[36.0
] 32.0
L ~|28.0
0.12
0.10
0,08 [
0.06
0.04(~
0.00

0

5 10
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15
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20 25
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ACCURACY & PRECISION REPORT
STATE OF VERMONT

DataMater DMT: 123006
Location: Rockingham VSP
Date: 05/14/2012
Time: 15:37:21
BLANK TEST 0.000 15:38
CALIBRATION CHECK PASSED 15:38
SIMULATOR VAPOR 34.0°C 0.099 15:38
SIMULATOR VAPOR 34.0°C 0.099 15:39
SIMULATOR VAPOR 34.0°C 0.099 15:40
SIMULATOR VAPOR 34.0°C 0.099 15:42
SIMULATOR VAPOR 34.1°C 0.100 15:43
BLANK TEST 0.000 15:43
Average = 0.099
Std Dev = 0.000

DMT Serial Number #123006

Page 1 of 1 TEST RUN IN TRAINING MODE

Vege

0.20

0.18}-

Alcohol (g/210L)
Flow Rate (L/M)

0.16}-

0.14
0.12
0.10

0.08[
0. 06 | frmemns
0.04]
R L A

0.00

0.20

0.18}-
0.16|-

Flow Rate(L/M)

Alcohol (g/210L) [

0'12 ,,,,,,,,,,,,,,,,,,,,,,,

0.10

0.08 f/’—

0.06
0.04

0,00

10
0.20

15 20

0.18})
0.16|

Alcohol (g/210L)
Flow Rate(L/M)

0. 14

0.10f e

0. 08} fn

0.041

0.00

0

0.20

0.18(+
0.16]

Alcohol (g/210L)
Flow Rate(L/M)

0.14
X2

0.10
0.08

0.04

0.02
0.00

0.06 ’
ol
l

10
0.20

0.18}-
0.16}-

Flow Rate(L/M)

Alcohol (g/210L} |~

0212 [
R |
T I P, P——
0.04 e

0.02(
0.00

0 5

J3 o8 Yl

20 25 30

05/21/2012 10:32 AM
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMater DMT: 123006
Location: Rockingham VSP

Date: 05/15/2012
Time: 06:31:21

BLANK TEST 0.000 06:32
CALIBRATION CHECK PASSED 06:32

Simulator Timed Out

DMT Serial Number #123006 Page 1 of 1 TEST RUN IN TRAINING MODE 05/21/2012 10:33 AM
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMater DMT: 123006
Location: Rockingham VSP

Date: 05/15/2012
Time: 06:33:26

BLANK TEST 0.000 06:34
CALIBRATION CHECK PASSED 06:34

. Simulator Temperature Unknown

DMT Serial Number #123006 Page 1 of 1 TEST RUN IN TRAINING MODE 05/21/2012 10:33 AM
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0"

0.20 ] ; 40.0
0.18}- Alcohol (g/210L) 36.0
6.16- Flow Rate{L/M) 55 .5
I e 28.0
0.12)- 24.0
0.10 -|20.
0. 08 [T 16.0
L T 0] e S 12.0
O304 oo 8.0
0. 02 oleessacc — 4.0
it I 0.00 0.0
,\'*na-ﬂfﬁ*;"w:;w". 0 5 10 15 20 25 30
' : ’ 0.20 i ; ] H i 40.0
0.18)- Alcohol (g/210L) [~ ~[36.0
ACCURACY & PRECISION REPORT 0.16]- Flow Rate (L/M) - {32.0
G 1 [ e 28.0
STATE OF VERMONT 5
0.12] - .0
DataMater DMT: 123006 0,10 [ s = st -0
i s st SO 0.08 -0
Date: 05/15/2012 S e B I S S B 12.0
Time: 06:53:30 0.04
__________________________________________ 0.0 s
BLANK TEST 0.000 06:54 0.00 f : 0.0
CALIBRATION CHECK PASSED 06:54 - 5 10 A9 20 e 20
SIMULATOR VAPOR 34.0°C 0.096 06:55 0.20 f 40.0
SIMULATOR VAPOR 34.0°C 0.097 06:56 0.18~ Alcohol (g/210L) [~ b pressm—— 36.0
SIMULATOR VAPOR 34.0°C 0.097 06:57 0.16]- Flow Rate (L/M) | 132.0
SIMULATOR VAPOR 34.0°C 0.098 06:58 =
SIMULATOR VAPOR 34.0°C 0.098 06:59 U128 - R
BLANK TEST 0.000 07:00 0.12 .0
0.10 .
Average = 0.097 0
Std Dev = 0.000 0'08 ................................................... .0
0.06 12.0
0.04 —i— 8.0
0.02| 4.0
0.00 a 0.0
0 5 10 15 20 25 30
0.20 i T ; y 40.0
0.18]~ Alcohol (g/210L) -9
0.16]- Flow Rate(L/M) 32.0
(I e e -128.0
0.12 24.0
0. 10| -[20.0
0. 08 | b 16.0
0.086| ; {12.0
0.02 | fe 4.0
0.00 0.0
0 5 10 1
0.20 ; ; H 40.0
0.18/ Alcohol (g/210L) 36.0
0.16]- Flow Rate(L/M) 32,0
0'14 ................................................... 28_0
0.12 24.0
0.10 — 20.0
0.08 = . 16.0
0.06/ rrrrrrrrrrrrrrr 12.0
0-04 ................. 8-0
0. 02 [frsmemsten it == 4.0
0.00 0.0
0 5 10 15 20 25 30
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