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DMT Serial Number #123006

Breath R d Hist
r'ea eCcor 18TO H,% 07/01/2015

Test Test . Alcohol Alcohol Sim. Sim.

Date Time Agency Operator Name Val., 1 Vai. 2 Conc. 1 Conc. 2 Status Message
04/0L/2015 36:26:30[ ludlow JONATHAN D WATDMANN G228 0,096
(472272015 02151152 ROCKINGHEM V8P BRYSON ¥ _LUNDERVILLE §.144 0.147 §.096 0.094
05/05/2015 23:07: 85 ROCKINGHRM VSE ERYSON N LUNDERVILLE a,069 0.087 0.097 0.086
05/09/3015 22:38: 54| ROCKINGHAH VSP RYAN WOOD REFUSED 9,097
8871272015 28:04: 48| ROYALTON VSE ZACHERY GAUTHLER REFUSED 0.00%
05/18/2015 1%:33:51| ROCKINGHAM VsP BRYSCN N LUNDERVILLE INVALID 0,097
05/2572015 00:53: 01 ROCKINGHAM VBr BEYSON N LUNDERVILLE 5.043 0,058
06/02/2015 22:49: 11| ROCKINGHAN V5P MICHAEL § STUDIN 0.047 0,096
06/11/2015 01:46: 26| ROCKINGHRH V52 ZACHARY GADTHIER 0.082 0,006
06/23/2015 04:00: 47} ROCKINGHAN VSP RYAN M _WOOD §.110 0.03%
06/25/2015 23727:13] ROCKINGHAM VSP RYAR ¥ VoD 0.095 RESEONSE TIMEGUT
0672972015 72142155 ROCKINGHAM V3P RYAN ™ _WOQD REFUSED 0.095
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 123006

Location: Rockingham V8P
Calibration Date:  05/18/2012

Certification Date: 05/18/2012

Installaiion Date:  05/21/2012

RPC Date: 07/01/2015

Supervisor Name: KATHERINE DESLAURIERS

Diagnostic Results

VERSIONS

DMT: 1_01
PIC: 2.05
Modem: 2.4
Questions: 2.1

TEMPERATGRES
Sample Chanber

Breath Tube
Digital Sim

o
W
~J
L]

o
Q

SETTINGS

‘Lanp Voltage
Cooler Voltage
Bias Voltage
Chopper Freg

1.76 Vv
1.68 Vv
50 v

543 Hz

|1 T T

FUMP INFO
_Flow Rate = 4,849 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.3652 0.3887
MIN(V} 0.3644 0.3671

FILTER INFO

Filter 1 0.368 fexo = true
Filter 2 0.800 Zero = true
Filter 3 1.478 Zero = true

CALIBRATION CHECK
Xg = 0.118 0.30%

Routine Performance Check Passed

Accuracy and Precision Check

Concentration =0.097 g/210L
Lot# = 14-10-160
Range =0.092-0.102
Average =0.101 g/210L
Std Dev =0.0000
RF Deteciion Test

Passed

Sample Acceptance Test

Passed
0.19 : H T 7 T T 40.0
" | —— Alcchol (g/210L) 1
0-09 Flow Rate(L/M} 26.0
0.08 32.0
g.07 28.0
0.06 24.0
3.05 20.0
0.04 16.0
\m\ﬂ
0.03 12.0
0.02 8.0
'h_a..f
0.CL 4.0
0.00 0.0
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