DataMaster DMT Monthly Update Check-list
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Provided None this month

Operators Logbook — [

Maintenance Logbook

Breath Summary Report

Status Summary Report
Calibration Report

Certification Report

Installation Report

Annual Preventative Maintenance
Routine Performance Check

Simulator Solution Change
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Status Record History

Pags
10/26/21

Status Status
. Test Type Status Message
Date Time yP g
07/11/2015 22:53%53 DUI Subject Record RESPONSE TIMEQUT
08/01/2015 02:07:07 | DUI Subject Record RESPONSE TIMECUT

DMT Serial Number #123106

Page 1 of 1

10/26/2015 4:1



ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 123106

Location: DOVER PD
Calibration Date:  07/29/2015
Certification Date: 07/29/2015

Installation Date:  07/29/2015

RPC Date: 10/26/2015

Supervisor Name: RICHARD J WERNER

Diagnostic Results A Precision Check
Concentration =0.099 g/210L
Lot # =15-12-100
VERSIONS Rangc =0.094 -0.104
DMT: 2.00 Average =0.101 g/210L
PIC: 2.05 Std Dev =0.0005
Modem: 2.6
Questions: 2.1 .
RF Detection Test
TEMPERATURES Passed
Sample Chamber = 49.1°C
Breath Tube = 48:1% Sample Acceptance Test
Digital Sim = 34.0°C Passed
SETTINGS
Lamp Voltage = 1.83 V
Cooler Voltage = 1.79 V
Bias Voltage = 80 V 0.10 . 7 . 1 ‘ T T 7 40.0
Chopper Freq = 528 Hz sl Alcohol (g/210L) } I .
BUME THEG Flow Réte(L(M) ? ! i
Flow Rate = 4.495 L/M 0.
DETECTOR INFO 0
PUMP ON OFF .
MAX (V) 0.0638 0.0659
MIN(V)  0.0622 0.0640 C.
FILTER INFO 0.
Filter 1 0.065 ©Zero = true
Filter 2 0.556 Zero = true 0
Filter 3 0.658 Zero = true
0.
CALIBRATION CHECK
Xq = 0.082 0.73% 0.
0.
Routine Performance Check Passed 0.
gL
Performed by 5\ Date 10/26/2015
Reviewed by Date

DMT Serial Number #123106 Page 1 of 1 10/26/2015 4:14 PM



ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 123106

Location: DOVER PD i T e
Calibration Date:  07/29/2015 A s
Certification Date: 07/29/2015 B sy M
Installation Date:  07/29/2015 ¥ titone pN tes 07 2
RPC Date: 10/26/2015

Supervisor Name: RICHARD J] WERNER

Diagnostic Results Accuracy and Precision Check
Concentration =0.098 g/210L
Lot # =14-12-100
VERSIONS Range =0.093-0.103
DMT: 2.00 Average =0.101 g/210L
PIC: 2.05 Std Dev =0.0007
Modem: 2.6
Questions: 2.1
RF Detection Test
TEMPERATURES Failed

Sample Chamber = c
Breath Tube = 48.1°C

Digital Sim 34.0°C
SETTINGS

Lamp Voltage = 1.83 V
Cooler Voltage = 1.79 V
Bias Voltage = 80 V
Chopper Freq = 530 Hz

PUMP INFO
Flow Rate = 4.479 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.0565 0.0585
MIN (V) 0.0551 0.0567

FILTER INFO

Filter 1 0.058 Zero = true
Filter 2 0.549 ©Zero = true
Filter 3 0.648 Zero = true

CALIBRATION CHECK
Xqg = 0.083 0.21%

Routine Performance Check Failed

Ca,nce\\e(i Qs Simulesvr Sb\di\\o"\ \r\:,,l e‘t{);f‘uj'
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Performed by Date 10/26/2015 @

Reviewed by Date
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