ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT:
Location:
Calibration Datec:
Certification Date:
Installation Date:
RPC Date:
Supervisor Name:

Diagnostic Results

VERSIONS

DMT: 1.01

PIC: 2.05
Modem: 2.4
Questions: 2.1

TEMPERATURES
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SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Ireq
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PUMP INFO
Flow Rate = 4,507

DETECTOR INFO
PUMP  ON

MAX (V)  0.5417
MIN(V)  0.5402

FILTER INIFO
Filter 1
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CALIBRATION CHECK
Xg = 0.083 0.53
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Routine Performance Check Passed

A Precisi
Concentration =0.098 g/210L
Lot # = 14-12-100
Range =0.093-0.103
Average =0,100 g/210L
Std Dev =0.0000
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 123106

Location: Dover PD

Calibration Date:  08/15/2011
Certification Date: 08/15/2011

Installation Date:  06/15/2012

RPC Date: 02/03/2015

Supervisor Name: RICHARD J WERNER

Diagnostic Rosulig aoy and Precss

mecnimtmn = 0 008 g/2] OL

Lot # = 14-12-100
VERSTONS Range = (1L093 . 0.103
DMT: 1.01 Average = 0,101 g210L
pIC: 2.05 Std Dev = (L0000
Modem: 2.4
Questiong: 2.1 .

RE Detection Test
TEMPERATURES Failed
Sample Chamber = 48.8°C
Breath Tube = 48.1°C C \ PJ ?_i‘ st
Digital Sim = 33,9°C Cwnel

vl

SETTINGS ¢S - T (6“0! o \ e
Lamp Voltage = 1.76 V \d‘
Cooler Voltage = 1.76 V “e bu' .3
Bias Veoltage = 80 Vv
Chopper PFreq = 54

PUMP INFO

Flow Rate = 4,375 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V} 0.5374 0.5384
MIN(V} 0.5352 0.5368

FILTER INFO

Filter 1 0.537 Zero = trus
filter 2 0.985 Zexo = true
Filter 3 1.657 Zero = true

CALIBRATION CHECK
Xg = 0.083 1.16%

Routine Performance Check Failed
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CHECK-IN CONFIRMATION TEST

STATE OF VERMONT

DataMater DMT: 123106
Location: Dover PD
Certification Date: 08/15/2011
Installation Date: 06/15/2012

Date: 02/08/2015
Time: 10:57:36

SUBJECT NAME:

TEST TEST
DOB: 02/08/2014 AGE: 1
GUARDIAN PRESENT: N
GENDER: M
LICENSE #: NONE NO

TEST OPERATOR NAME:
RICHARD J WERNER
AGENCY: pd/dover

BLANK TEST 0.000
CALIBRATION CHECK PASSED
SIMULATOR VAPOR 33,9°C 0,100
SUBJECT SAMPLE (Vol=3.6L) 0.000
BLANK TEST 0.000
All alcohol values reported in ¢g/210L
Sim. Vapor Concentration 0.098
Sim. Vapor Range 0.093 - 0.

Lot #: 14-12-100
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DMT Serial Number #123106
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