B1 th R d Hj e
rea ecord Hilstory 03/04/3015
Test Test Alcohol Alcohol Sim. Sim.
. e Statu ssage
Date | Time Agency Operator Naftc val. 1 | val. 2 | conc. 1 | conc. 2 tus Messay
02/28/2015 19:06:54| FISH & WILDLIFE JOSH H HUNGERFORD 0.098 0.0%4 RESPONSE TIMEQUT
02/28/2015 19:13:07| PISH & WILDLIFE JOSH H HUNGERFORD 0.101 0.0%6
03/04/2015 13:17:43| middlebury SCOIT A FISHER INTERFERENCE INTERFERENCE 0.095 0.094
03/04/2015 13:45:19 Middlebury SCOTT A FISHER THTERFERENCE 0.096
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Status Record Histor s
O Y 03/04/2015
Status Status "
Date Time Test Type Status Message
_02/23/2015 20:48:01 RPC Record SAMPLE ACCEPTANCE TEST FAILED
‘0272372014 20:58:54 REC Record SAMPLE ACCEPFTANCE TEST FAILED
{02)28/2015 19:11:10 DUI Subject Record RESPONSE TIMEQUT
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DATAMASTER DMT MAINTENANGE LOG

L5 Bs

Depart}nent/Agency DataMaster DMT Sgrfal‘ Number |
'DATE TYPE OF SERVICE PERFORMED PERFORMED BY
. 7 (Name and Title)
; ___..M.Ca%\eieg\,.._ﬁ@_tLQLDMQ \ : ) __..__._.._..;.,.,, KD\’\;CO“
2w [ For RPC or Simulator Solution Change Place Label Here]
\')_\\?‘ \ P Vi dada LT Al - : D’_,IT -'E_("\-\ v 4

DataMaster Simulator Solution
DataMasier Simulaiol »OIUIGR
" lot#14-12-100  EtOHaq Conc: 0.088

Range: 0.093 - 0.103 )
. Preparation Date: 9/10/2014  Expires: 9/10/2015
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 123206
Location:
Calibration Date:  01/03/2012
Certification Date: 01/04/2012
Installation Date:  01/12/2012
RPC Date: 02/24/2015

Supervisor Name: WILLIAM J AUSTIN

Middlebury PD

tic t nd Precision Ch
Concentration =0.098 g/210L
Lot # = 14-12-100
VERSIONS Range =0.093-0.103
DMT: 1.01 Average ={.005 g/210L
PIC: 2.05 Std Dev = (,0000
Modem: 2.4
Questions: 2.1 .
RF Detection Test
TEMPERATURES Passed
Sample Chamber = 48.9°C
Breath Tube = 44.2°C Sample Acceptance Test
Digital Sim = 33.9°C Passed
SETTINGS
Lamp Voltage = 1.73 V
Cooler Voltage = 1.78 V
Bias Voltage = 80 Vv 0.101 i 7 i H ; 40.0
Chopper Freg = 541 Hz 5 i Alcohol (g/210L) || Lse.o
PUMP INFO Flow Rate[L(M)
Flow Rate = 4.502 L/M 0.08 ; -|32.0
DETECTOR INFO 0.07 28.0
PUMP ON OFF
MAX (V)  0.3793  ©0.3835 4y
MIN(V)  0.3778  0.3815 Rt i e S A T R R Ay
FILTER INFO 0.05 \J\ """"" —|20.0
Filter 1 0.382 Zero = true \’\,/
Filter 2 0.730 Zero = true 0.04 16.0
Filter 3 1.661 Zero = true
0.03 12.0
CALIBRATION CHECK
Xg = 0.081 0.43% 0.02 { ; 8.0
!
0.01 M ! | 4.0
. i
0.00 . 0.0
Routine Performance Check Passed e e e
Performed by [ A Date 02/24/2015
Reviewed by Date
DMT Serial Number #123206 Page I of 1 02/24/2015 2:39 PM




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 123206

Location: Middicbury PD
Calibration Date:  01/03/2012
Certification Date:  01/04/2012
Installation Date:  01/12/2012
RPC Date: 02/23/2015

Supervisor Name: WILLIAM J AUSTIN

Diagnostic Results

VERSIONS

DMT: 1.01

PIC: 2.05
Modem: 2.4
Questions: 2.1

TEMPERATURES
Sample Chamber

Breath Tube
Digital Sim

namn
-3
N
o
[
QO

SETTINGS

Lamp Voltage
Ceooler Voltage
Bias Voltage
Chopper Fregq

nwaw

PUMP INFO
Flow Rate = 4.569 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.3968 0.4004
MIN (V} 0.3955 0.3988

FILTER INFO

Filter 1 0.400 Zero
Filter 2 0.747 Zexo
Filter 3 1.680 Zerxo

true
true
true

naH

CALIBRATION CHECK
Xg = 0.081 0.43%

Routine Performance Check Failed

UTACY an

Concentration
Lot#

Range
Average

Std Dev

recision Ch

=0.098 g/210L
= 14-12-100

= 0,093 -0,103
=0,097 g210L
= 0,0000

RF Detection f_l est

Pagsed

Sample Acceptance Test

b N A—

Performed by

Reviewed by

Date

02/23/2015

Datc

DMT Serial Number #123206
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT; 123206

Location: Middiebury PD

Calibration Date:  01/03/2012

Certification Date: 01/04/2012

Installation Date:  01/12/2012

RPC Date: 02/23/2015

Supervisor Name: WILLIAM J AUSTIN

Diagnostic Results Accuracy and Precision Check
Concentration =0.098 g/210L
Lot # =14-12-100

VERSIONS Range =0.093 ~0.103

DMT: 1.01 Average =0.097 g/210L

PIC: 2.05 Std Dev = (.0000

Modem: 2.4

Questions: 2.1 .
RF Detection Test

TEMPERATURES Passed

Sample Chawber = 49.1°C

Breath Tube = 44.,2°C le Test

Digital Sim = 34.0°C

SETTINGS

Lamp Voltage = 1.73 V

Cooler Voltage = 1.77 V

Bias Voltage = 80 V

Chopper Freg = 543 Hz

PUMP INFOQO

Flow Rate = 4.557 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.3557 0.3596

MIN (V) 0.3541 0.3577

FILTER INFO

Filter 1 0.358 dZero = true

Filter 2 6.706 Zero = true

Filter 3 1.649 Zero = true

CALIBRATION CHECK

Xg = 0.080 0.75%

Routine Performance Check Failed

Performed by LA AR Date 02/23/2015

Revicwed by Date

DMT Serial Number #123206 Page 1 of i 02/23/2015 8:48 PM




