ROUTINE PERFORMANCE CHECK REPORT
DataMaster DMT: 1232006
Location: Middlebury PD
Calibration Date:  01/03/2012
Ceriification Date:  01/04/2012
Installation Date:  01/12/2012
RPC Date: 10/23/2015
Supervisor Name: J RIEHL
Diagnostic Results Accuracy and Precision Check
Concentration =0.099 g210L
Lot# =15-12-100
VERSIONS Range =0.094 - 0.104
DMT: 2.00 Average =(.099 g/210L
PIC: 2.05 Std Dev =0.0005
Modem: 2.6
Questions: 2.1 A
RF Detection Test
TEMPERATURES Passed
Sample Chamber = 49.1°C
Breath Tube = 45.5°C Sample Acceptance Test
Digital Sim = 34,0°C Pagsed
SETTINGS
Lamp Voltage = 1.73 V
Cooler Voltage = 1.77 V
Bias Voltage = 80 V 0.10 I N N 40.9
Chopper Freq = 543 Hz 000 Alcohol (g/210L) e
PUMP INFO Flow Rate(L/M)
Flow Rate = 4,520 IL/M 0. 08 bbb 32,0
DETECTOR INFO gl j
PUMD on OFF 0.07 28.0
MAX (V)  0.4344 0.4388
MIN(V)  0.4333 0.4374 EELL] 1749
FILTER INFO 0'05 ..................................... 20.0
Filter 1 0.438 Zero = true
Filter 2 0.'?85 Zero = true 0.04 (RS A ] [PV 16.0
Filter 3 1.705 Eero = true
0 . 03 ...... IR ASTTTITTE 12 R O
CALIBRATION CHECK
Xq = 0.080 0.64% [ O e e e e e L I I e TUTSU N e S | 8.0
0 . 01 .......... - J ......... é . 0
i 0.00 P M L0
Routine Performance Check Passed R T R Y vt v T T T
< TTT—— >
Performed by Date 10/23/2015
Reviewed by Date
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10/23/2015 4:13 AM




ROUTINE PERFORMANCE CHECK REPORT
DataMasier DMT: 123206
Location: Middlebury PD
Calibration Date:  01/03/2012
Certification Date: 01/04/2012
Installation Date:  03/12/2012
RPC Date: 02/15/2016
Supervisor Name; J RIEHL
Diagnostic Resnlis Accuracy and Precision Check
Concentration = (0.099 g/210L
Lot # = 15-05-100
VERSIONS Range =0.094 -0.104
DMT: 2.00 Average =0.098 g210L
PIC: 2,05 Std Dev ={0.0005
Modem: 2.6
Questions: 2.1 .
RF Detection Test
TEMPERATURES Passed
Sample Chamber = 48.8°C
Breath Tube = 45.8°C Sample Acceptance Test
Digital Sim = 34,0°C Passed
SETTINGS
Lamp Voltage = 1.73 V
Coolexr Voltage = 1.77 V
Bias Voltage = 80 V 0.10 ; : ; T ; 40,0
Chopper Freq = 542 Hz o ool Alcohol (g/210L) e
BUMP TNFO Flow Rate(L/M)
Flow Rate = 4.451 L/M G 08| oo 32.0
DETECTOR INFO ] b e e b
UMD o OFF 0.7 28.0
MAX (V)  0.4413 0.4447
MIN (V) 0.4392 0.4423 0. 08| b i \\ 24,0
i
FILTER INFO 0 . 05 FOSRUUY RO PUUUIN UUUUAN PPPRTRIN. (SO 1 IS 5 S AN PR SRS SN SRR SN RN SR 2 O . 0
Filter 1 0.442 Zero = true
Filter 2 0.787 Zero = true 0'04 . R [N UL U O RO R PP P S A T 16‘0
Filter 3 1.712 #ero = true
0 . 03 ............................ 12 . 0
CALIBRATION CHECK
Xq = 0.480 0.11% 0, 02 [imnedn Ll B L B e s ] 8.0
0 . 01 ﬁ % ¥R 151 O I S R 0| ) PO ST PRI PP S 4 . 0
1 .00 “ M [\/ l 0.0
Routine Performance Check Passed e
<& TT— T2
Performed by Date 02/15/2016 -
Reviewed by Date _
DMT Serial Number #123206 Page 1ol 1 O2/1572016 3:20 AM




Status Record History

Page 1
0z2/19/2016

Status Status
. Test Type Status Message
Date Time Yp g
11/27/2015 21:22:01 DUI Subject Record RESPONSE TIMEOUT
1270472015 03:06:40 | DUL Subject Record RESPONSE TIMEOUT

DMT Serial Number #123206

Page 1 of 1

02/19/2016 2:45 PM
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Breath Record Hist 700

ca or SLOry 02/19/2016
Test Test Agenc overator Name Alcohol Blcohol Sim. Sim. Status Message
Date Time g y P Val. 1 val. 2 Conc. 1 Conc. 2 g

Ti/16/2015 %32:41:22! MIDDLEBURY BD J RIEHL B.227 0.242 0.067 0.096 -

11/27/2015 21:18:51] NEW HAVEN VSP STLPHEN & MCNAMARA 0.099 RESPONSE_TIMEQUT

11/27/2015 21:42:11] NEW #ﬁa«ml.n.al VSP STEPHEN F MCHNAMARA REFUSED 0.097

12/04/2015 03:02:37] MIDDLEBURY FD DARRIN £ _HINTERNEDER G.158 5. 098 RESPONSE TIMEOUT

12/04/2015 03:08: 33| MIDDLEBURY PD DARRIN E HINTERNEDER 0.154 5.097 .

T2/1372015 01:57:07] MIDDLEBURY ED WILLIAM J AUSTIN G.189 0.195 0,096 0.095

15/13/2015 03:36:24} MIDDLEBURY PD J RIEAL 0.104 0,107 0.056 0.095

01/06/2016 72:15:14] BRANDON PD MICHARL T WINKLER 0.106 5-.097 0.098 0.095

C./10/20.6 03:15: 061 MIDDLEBURY PD J RIEGL 0.114 G-056

0L/10/20:6 D4:17:15] MIDDLEBURY PD VEGAR BOE REFUSED 0.097

01/10/20i6 04:30:56] MIDDLEBURY ED VEGAR BOE, 07078 0.097

C1/23/2016 02:48: 36 MIDDLEBURY PD J RIEAL G.175 0.005

DMT Serial Number #123206 Page 1 of 1 02/15/2016 2:44 PM



DATAMASTER DMT OPERATOR USE LOG

Al Ao b Vi |25 el
Department/Agency DataMaster DMT Serial Number
Date DMT Opérator’s Name Subject’s Name S‘i,“;;:f'ir Sé‘:;})itg“
[tz Z’_ Sheven  brosmvned 2 Tt L O
F-2-12| Seomr Fiaber A‘SHc% M //Méﬂ)’/a_%)- _
]2"0‘\.‘§ R ::\ Ascol\ . TEST [ACM -09F —
dhafs | M T ori crne Tinotley Pk | 09T
izl lin RO Vesco\ | vesr foan |09 | T
i /30!1( : /Z Dnges \j\ - 65T [ aon \ﬁc?’? | —
V6 \G; M . Ua‘ny.kr \%am‘;& V. L.\',nl[.. o6 | .09 |
L
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DATAMASTER DMT MAINTENANCE LOG

M\dc\tﬂouv—u\ P)”:) 1A320C

_ Department/Ageficy DataMaster DMT Serial Number
DATE  TYPEOF séRVICE PERFORMED PERFORMED BY |
‘ : ' (Name and Title)
, . 4= DataMaster Simulator Solution , __R_EC_ ..... Ce 0N Diackd) %{i‘:::’:\ e)ﬂ—
BataMaster Simulator Solution L
Gl26]16T | Lot 1505-100 i e Conc: 0099 g/2101 nge Place Label Here]
' 7 Preparation Date: .2_/19/20151 -Exg?ires: M0p0te T | St Tech

TOPENED: &F e T T T T

[ For RPC or Simulator Solution Change Place Label Here] YT T2

. ’ _ ______ vie L;e.‘gv@.{:t_-.éﬂr.g-f_..&'«.«_A._L'_.:lﬁshlta.ﬁf..ﬂug..,QQ:%&.QCLS.,,_..“_..._.

._.:_:::Dgéa\éa.é:@;éé’\zﬂnA..\itx&._dm\r.tﬂ_.,--.g@lcwdac\;_ /?‘Dm el

H._I_J_.\}_tl.._‘_ﬁihémgi._:.,.{Q.c).{i}.'_._._.."}.l?_..Ccmf,(;i:.._Ai?;ﬂ__ fodeoe -

(recdedd - 6Gn v wilhi ey

or F@W@m@w@%&;‘,‘;;; Label Here] | Brs-h

) —TecH—
DataMaster Simulator Solution ! A eh ‘ -
. - -_—‘_-—'_‘_-———._ ._“ﬁ.__.._“ﬁ.__.._.w.‘ ............................. g .
1019:‘3)’ 6 Lot # 15-12-100 EtOHag Conc: 0.099
- Range: 0.094 - 0.104 1ange Place Labe! Here] TME Tee lhn
" Preparation Date: 07/28/2015  Expires: 07/28/2016 = e L .

) T e | S
| WQ@CC%&X;\:@(E o
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M dd e buey D)

DepartmentfAgency -

" DATAMASTER DMT MAINTENANCE LOG

123206

DataMaster DMT Serial Number

TYPE OF SERVICE PERFORMED

PERFORMED BY

Conplered AP fowca\

DATE L. {(Name and Title)

---------------------- ﬁbnﬁ\(‘o 3

Y Tech

DataMaster Simulator Solution
lot # £5-05-100
Range; 0,094 - 0,104 g/210L
-Preparation Date: 2/19/2015 Expires: 2/19/2016

EtOHag Conc: 0.099 g/210L

[ SN o=y T Yo

1ange Place Label Here]

[ For RPC or Simulator Soiutibn Change Place Label Here] |
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