R.OUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 123306

Location: New Haven VSP

Calibration Date:  12/23/2011 L
Certification Date:  12/23/2011 X s 1 g
Installation Date:  01/03/2013 = e e g
RPC Date: 10/22/2014

Supervisor Name: STEPHANIE J TAYLOR

Diagnostic Resulis Accuracy and Precision Check
’ Congenisaiion =0.098 g/210L
Lot# . =14-05-100
VERSIONS Range =0.093-0.103
DMT: 1.01 Averags =0.100 g/210L
PIC: 2.05 Std Dev =0.0000

Modem: 2.4
Questions: 2.1

RF Detection Test

TEMPERATURES ' Passed
Sample Chamber = 48.6°C )
Breath Tube = 48.1°C Sample Acceptance Test
Digital Sim = 33.9°C Passed
SETTINGS
Lamp Voltage = 1.66 V
Coolar Voltage = 1.77 V
Bias Voltage =80 Vv 0.10 e ! 7 40.0
Chopper Freq = 544 Hz Alcohol (g/210L)
0.09 Flow Rate(L/M) |71y 360
PUMP INFO .
Flow Rate = 4.956 L/M 0.08 i i 32.0
DETECTOR INFO . ﬂ £ 4
PUMP fo10) OFF ; \
MAX (V)  0.5683  0.5722 _ A
MIN(V) 0.5669  0.5707 e ' \ 280
FILTER INFO 0.05 : - J\\w 20.0
Filter 1 0.572 f%ero = true
Filter 2 1.011 Zero = true 0.04 16.0
Filter 3 1.572 ZGereo = true
0.,03| 12,0
CALIBRALTON CHECK
Xq = 0.126 0.21% T I . , e O
0 i 01 vespssnnns i 4 U
oa Parfarmance Check Paces 0.00 ﬂ n 0.0
Routine Performance Check Passed TRl ey
B " A e w::f:-‘" &= 75y [
Performed by i i Date  10/22/2014
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di D ankeafae 1;‘»\1'
Reviewed b - ate .
¥ 7 — _ \0\
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SOLUTION CHANGE

DataMasier DMT: 123306

Location: New Haven VSP

Date: 10/22/2014
Performed by: STEPHANIE J TAYLOR

Accuracy and Precision Check

Coneeniralion =0.098 g/210L
Lot # =14-05-100
Range =0.093-0.103
Average =0.100 g/210L
Std Dev - =0.0000

Simulator Terhpcratum: 34°C
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