ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 123306

Location: . New Haven VSP
Calibration Date:  12/23/2011
Certification Date: 12/23/2011

Installation Date:  01/03/2013

RPC Date: 02/25/2015

Supervisor Name: JOSEPH T SZAREJKO

Diagnostic Results n isi .
Coneentration =10.098 g/210L !
Lot# =14-05-100 |
VERSIONS ; Range =0.093 -0.103 i
DMT: 1.01 Average =0.100 g/210L ;
PIC: 2.05 Std Dev =0.0000 |
Modem: 2.4 i
Questions: 2.1 . ‘
RF Detection Test |
TEMPERATURES Passed |
:
Sample Chamber = 48.6°C ) 7
Breath Tube = 48.1°C Sample Acceptance Test |
Digital Sim = 33.9°C Passed i
‘ N |
SETTINGS : '
Lamp Voltage = 1.66 V |
Cooler Voltage = 1,77 V . |
Bias Voltage = 80 V 5 L s i R A O TR N A R L1
Chopper Freq = 544 Hz o 05l Alcohol (g/210L) | | i . .......... _p
BUMP INFO I—.Flm:r Ra.tetl".-/M)' |
Flow Rate = 4.915 L/M 0.08 ; 32.0
DETECTOR INFO R . .
PUMP  ON OFF T LT T TS
MAX (V)  0.5809 0.5846 . T N T . .
FILTER INFO 0,05 i St e e e e -—(20.0 ‘
Filter 1  0.584 GZero = true P i ol
Filter 2 1.020 Zero = true O e e e L M G YN
Filter 3 1.579 Zero = true AN S I R SN (N N N O
o B : boenl-[12., 0
CALIBRATION CHECK A L4
0.01 |- H ‘ § 4.0
Routine Performance Check Passed 0.00 - Q5.0
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 123306

Location: New Haven VSP
Calibration Date:  12/23/2011
Certification Date: 12/23/2011

Installation Date:  01/03/2013

RPC Date: 02/25/2015

Supervisor Name: JOSEPH T SZAREJKO

Diagnostic Results

Concentration

Lot #
VERSIONS Range

DMT: 1.01 Average
PIC: 2.05 Std Dev

recision k
=0.093g210L RO
= 14-05-100
'=0,088 - 0.098
=(.100 g/210L
=0.0000

Modem: 2.4 Average out of range

Questions: 2.1
TEMPERATURES
Sample Chambex

Breath Tube
Digital Sim

nuou
-3
=2}
[y
°
Q

SETTINGS
Lamp Veoltage
Cooler Voltage

n

zjz’r/ nd

T P T
blas voltagce =

Chopper Freq =

PUMP INFO
Flow Rate = 4.884 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.5750 0.5791
MIN (V) 0.5738 0.5774

FILTER INFO

Filter 1 0.578 Zexo = true
Filter 2 1.015 Zexro = true
Filter 3 1.572 Zero = true

CALIBRATION CHECK
Xg = 0.125 0.42%

Routine Performance Check Failed
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CHECK-IN CONFIRMATION TEST

0.05

STATE OF VERMONT

DataMater DMT: 123306

Location: New Haven VSP

Certification Date: 12/23/2011
Installation Date: 01/03/2013

Date: 02/26/2015
Time: 18:02:35

SUBJECT NAME:
TEST TEST
DOB: 05/10/1986 RAGE: 28
GENDER: M
LICENSE #: 12345678

TEST OPERATOR NAME:
JOSEPH T SZAREJKO
AGENCY: NEW HAVEN VSP

BLANK TEST
CALIBRATION CHECK
SIMULATOR VAPOR 34.0°C
SUBJECT SAMPLE (Vol=2.1L)
BLANK TEST

0.000 18:06

All alcohol values reported in g/210L

Sim. Vapor Concentration
Sim. Vapor Range
Lot #: 14-05-100

0.098
0.093 - 0.103

0.04

0.01

DMT Serial Number ##123306
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Driscoll, Rob i ;
“

From: Szarejko, Joseph T

Sent: Thursday, February 26, 2015 6:13 PM
To: Driscoll, Rob

Cc: Taylor, Stephanie

Subject: FW: Message from "RNP002673293316"
Attachments: 20150226175739616.pdf

Rob,

This should be all set now | did the test and everything again. As far as the failed test that | did yesterday | put in the
wrong numbers from the solution into the system is all that was so we had to start over. | hope everything is correct this
time, if for some reason something is wrong please let Stephanie know as | will be on leave until next monday.

Respectfully
Joe

Senior Trooper Szarejko
Vermont State Police
Troop "C" New Haven
Phone # (802) 388-4919
FAX # (802) 453 7918

From: New Haven_Copier@dps.state.vt.us [New_Haven_Copier@dps.state.vt.us]
Sent: Thursday, February 26, 2015 5:57 PM

To: Szarejko, Joseph T

Subject: Message from "RNP002673293316"

This E-mail was sent from "RNP002673293316" (Aficio MP C4501).

Scan Date: 02.26.2015 17:57:39 (-0500)
Queries to: New Haven Copier@dps.state.vt.us
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