4 SR ~ VERMONT FORENSIC LABORATORY

PO BOX 47

. WATERBURY. VERMONT 05676-0047
" ﬁ TEL: 802-244-8738
FAX: 802-241-5557
http://vil.vermont.gov

DATAMASTER TECHNICAL SUPPORT INQUIRY

Agency/Site: New Haven VSP DataMaster Serial #: 123306
Date: 7/21/15____ Requestor:_VFL Alcohol Program Staff
Instrument Supervisor: _Stephanie Taylor Phone #: (802) 388-4919

Taken By: Robert Driscoll

Problem: Detector voltage at filter one is above 0.600V.

Laboratory Response: Alcohol Program staff will bring instrument to the Lab to optimize
the detector voltage.

Work Performed:  Optimized detector voltage at filter one to within +/- 0.100V with lamp and
cooler voltage adjustments. Installed a new .communication PCB and loaded updated software.
Data was downloaded to a USB drive and then transferred into DM Host. The instrument has
been Calibrated, Certified, and is now ready for installation at the agency.
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CALIBRATION REPORT

DataMaster DMT: 123306
Calibration Date:  07/21/2015
Calibrated by: ROBERT DRISCOLL

Lot: 15-08-100

Ca = 0.100

CAL = 1.030288 0.800 <= CAL < 1.200
bl = 0.000 0.000 <= bl < 0.004
b2 = 0.003 0.002 = b2 < 0.010
b3 = 0.000 0.000 <= b3 < 0.004
Xg = 0.127 0.050 <= Xg < 0.200
azl = 1.159%9302 1.050 <= a2l < 1.300
a3l = 0.47565%1 0.300 <= a3l < 0.800
Performed by - Ao
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ACCURACY & PRECISION REPORT

0.12|—

M weCom E N Wwe
oo

0.08
STATE OF VERMONT 0.04
0.00l
DataMaster DMT: 123306
-------------------------------------------- 0.20
Date: 07/21/2015 0.16
Time: 13:41:00 0.12@
SUPERVISOR NAME: 0.08|-f
RCD CAL CHECK 0.04/7
0.00
SOLUTION LOT #: GUTH 14110 0
SOLUTION CONCENTRATION: 0.100 g-ig 0
__________________________________________ » b 2.0
BLANK TEST 0.000 13:41 0.12 .0
CALIBRATION CHECK PASSED 13:42 o0.08l- B
SIMULATOR VAPOR 33.9°C 0.099 13:42 .
SIMULATOR VAPOR 34.0°C 0.099 13:43 5. 00l
SIMULATOR VAPOR 34.0°C 0.099 13:44 4
SIMULATOR VAPOR 33.9°C 0.100 13:45 0.20 40
SIMULATOR VAPOR 34.0°C 0.100 13:46 0'16' [20
SIMULATOR VAPOR 34.0°C 0.100 13:47 ; -
SIMULATOR VAPOR 34.0°C 0.099 13:48 0.12f-- i
SIMULATOR VAPOR 33.8°C 0.100 13:49 0.08[- 16.
SIMULATOR VAPOR 34.0°C 0.100 13:50 0.04 {8.0
SIMULATOR VAPOR 33.9°C 0.100 13:51 0.00l—— . ‘ 0.0
BLANK TEST 0.000 13:52 0 5 10 15
0.20[ : :
Average = 0.099 0.16/} u
Std Dev = 0.0005 0.12
0.08|-
0.00
0
0.201
0. 12—
0.0df”'
0.00
0.20
0.16
0.121—
0.08
0.04
0.00L
0.20
0.16
0.12
0.00 . : .
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CERTIFICATION REPORT

DataMaster DMT:- 123306

Calibration Date:  07/21/2015
Certification Date: 07/21/2015
Certified by:

Di stic R

VERSIONS

DMT: 2.00

PIC: 2.05
Modem: 2.6
Questions: 2.1

TEMPERATURES
Sample Chamber

Breath Tube
Digital Sim

wouon
>
[e2]
.
0

SETTINGS

Lamp Voltage
Coclex Voltage
Bias Voltage
Chopper Freg

1.77 v
1.70 v
80 VvV

526 Hz

o nu

PUMP INFOQ
Flow Rate = 4.775 L/M

DETECTCR INFO

PUMP ON OFF
MAX (V) -0.0045 0.0002
MIN(V) -0.005% -0.0020

FILTER INFO

Filter 1 0.000 Zero = true
Filter 2 0.489 Zero = true
Filter 3 1.144 Zero = true

CALIBRATION CHECK
Xg = 0.128 0.42%

DMT Serial Number #123306

ROBERT DRISCOLL

Options
OPTIONS
Units
Alcohol..icecanans eeeee-- g/210L
Simalatox
Tolerdance Check.wua s swaws ves
Standard Type..-.ccens--. .. wet
Nominal...eeeecooacancas . 0.100
Digital Simnlator....-.e- Guth34CNP
Subject
Ask QuestionS....ececcaes ves
Number of Tests.......... 2
Alcohol Display.ceceacaaass ves
Volume Display...cewscaas yes
Query Refusal.....cueava. ves
COPIeS s s.aisines » o seies & suninie 3
Simulator Before......... yes
Simulator BetweeD........ Yyes
Simulator After.......... ne
Observation Time......... 0
Supervisor
Number of Tests.......... 10
Calibration
Standard Type€--.vcece--- . wet
Nominal.....ve022eea--2..- 0,100
Nominal (Dry Gas) ..ceeueeus 0.100
Number of TestsS...cci-ace. L
Printex
Printer ONuceas s smaaes e yes
Software Configuration
Data Collection.........- yves
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Lineari heck R ’ y
DMT Lin
True Value Reported Average Std Dev 0.50 ey
0.020g/210L  0.019 g/210L 0.0003 : /
Lot # 14-13-020 0.42 : ~
0.080 g/210L  0.081 g/210L 0.0000 o /
Lot # 15-04-080 20.33
0.159 g/210L  0.158 g/210L 0.0006 ”n; /
Lot # 15-03-160 . > 0.25
0402g/210L 0411 g/210L 0.0006 g
Lot # 15-10-400 £0.17
2 =0.9999 S=08
0.00
ﬁt#llge IHSAl lfcrcnceTcst 0.00 0.08 (o PRl - %ezsilts 033 0.42 0.50
Interference Detected
0.10 ] 40.0
Mouth Alcohol Test 3 Bl Alcohol (g/210L) | 5
Mouth Alcohol Detected ) Elow Rave (L/H)
0.08|— | ; 32.0
0.
0z
- 0.
RF Detection Test
Passed 0.
0.
0.
0.
0.
Sample Acceptance Test 0. ; T
Passed Alcohol (g/210L) Lo e =
0.09| Flow Rate (L/M) j B
0.08 ‘ e e 32.0
0.06 ‘ " 24.0
0.05 W 20.0
0.03 = i A 120
CERTIFICATION PASSED 0.02|~ S pefifosisias . (8.0
. 0.01 rrrrrrrrrrrrrrrrrrrr ’ 4.0
0.00 ? /\Vv\ ‘ U L Al 0.0
0 3 10 20 30
Performed by TS 00 Date 07/21/2015

Reviewedby ié{ )dZQ’A Date
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