ANNUAL PREVENTATIVE MAINTENANCE

DataMaster DMT: 123306
Location: NEW HAVEN VSP ol =
Calibration Date:  07/21/2015 § M ST 0
Certification Date: 07/21/2015 e
- AR Ty
Installation Date:  07/22/2015 R g
APM Date: 08/11/2016
Performed by: ROBERT DRISCOLL
Dia ic R Simulator Vapor Test
Concenfration =0.099 g/210L
Lot# =15-24-100
VERSIONS Range =0.094-0.104
DMT: 2.00 Simulator Vapor =0.099 g/210L
PIC: 2.05
Modem: 2.6 .
Questions: 2.1 RF Detection Test
Passed
TEMPERATURES
Sample Chamber = 49.4°C Sample Acceptance Test
Breath Tube = 48.1°C Passed
Digital Sim = 34.0°C
SETTINGS
Lamp Voltage =1.77 VvV
Cooler Voltage = 1.70 V
Bias Voltage = 80 Vv 0.10 T T T 7 40.0
Coopper Freg = 328 Bz —— Alcohol (¢/210L) | e
0.09| Flow Rata(L/M) [t 36 . O
PUMP INFO ‘ : : .
DETECTOR INFO - T— 28.0
PUMP ON OFF
MAX (V) 0.1398 0.1443 B et T | I 0 SO 24.0
MIN(V)  0.1380  0.1423 00 e ; : =
FILTER INFO - 0. 08 s dasmiafall o A, ., 20.0
Filter 1 0.143 Zero = true ) |
Filter 2 0.624 Zero = true 0.04 : 16.0
Filter 3 1.252 2Zexro = true ! | i
o T | Rt 11111 s i 112.0
CALIBRATION CHECK : i I
Xq = 0.126 0.07% 0. 02| e =il J s 8.0
0.00 ' o 5 3 = 0.0
APM PASSED 0 5 10 15 20 25 30
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B.9C
Ke JAI/ i,
Performed by Bl (%) Date 08/11/2016
Reviewed by 524&/ Date ﬁgg([g
2 v
DMT Serial Number #123306 Page 1 of 1 08/11/2016 10:36 AM



