INSTALLATION REPORT

DataMaster DMT: 300151

Location: WILMINGTON PD
Calibration Date:  07/29/2015
Certification Date: 07/29/2015
Installation Date:  07/29/2015

Installed by: ROBERT DRISCOLL

Default Options Loaded
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Diagnostic Results A an ision Check
Concentration =0.098 g/210L
Lot# =14-12-100
VERSIONS Range =0.093-0.103
DMT: 2.00 Average =0.101 g/210L
PIC: 2.06 Std Dev =0.0008
Modem: 2.6
Questions: 2.1 .
RF Detection Test
TEMPERATURES Passed
Sample Chamber = 49.0°C
Breath Tube = 43.4°C Sample Acceptance Test
Digital Sim = 34.1°C Passed
SETTINGS
Lamp Voltage =1.79 v
Cooler Voltage = 1.79 V
Bias Voltage = 80 V 0.10 : T 40.0
Choppex Sxeg = 521 B= o Aleohol(g/2LOL) | . = -
PUMP INFO :E‘low Ra‘te(L/‘M)‘
Flow Rate = 5.057 L/M (o }Ro]- ] [MECRRSS SSSSINES. (0 [ ’ 32.0
DETECTOR INFO [0 o e ‘ ,,,,,, 28.0
PUMP ON QOFF
MAX (V) 0.0226 0.0248
MIN(V)  0.0203  0.0230 Va8 4.0
FILTER INFO (0T 0] e HRt o i it oy samci s EE el 20.0
Filter 1 0.024 2Zero = true
Filter 2 0.807 Zero = true 0.04 ~116.0
Filter 3 0.330 Zero = true
Pk i S pi S T e Sl 12.0
CALIBRATION CHECK
Xg = 0.088 0.78% 0.02| -{8.0
T | L 4.0
0.00 m ; ; i 0.0
INSTALLATION PASSED —_— )
NIST Thermonpber Sl 1FYSIZ 3Y,1°C gD
#/2v he—
Performed by Pl Date 07/29/2015
Reviewed by (ﬂ% Date 1|32 \ =
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