ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 300151
Location: WILMINGTON PD
Calibration Date:  07/29/2015
Certification Date: 07/29/2015 X .
Installation Date: ~ 07/29/2015 e A
RPC Date: 10/23/2015
Supervisor Name: MARK J DENAULT
Diagnostic Results c
' Concentration =0.099 g/210L
Lot# = 15-09-100
VERSIONS Range =0.094 - 0.104
DMT: 2.00 Average =0.101 g/210L
PIC: 2.06 Std Dev = 0.0007
Medem: 2.6
Questions: 2.1 Detection Te:
TEMPERATURES Passed
Sample Chamber = 498.1°C Sample Acceptance Test
Breath Tube = 43.1°C Passed
Digital Sim = 33.9°C
SETTINGS
Lamp Voltage =1.79 Vv
Cooler Voltage = 1.79 V 0.10 T ] 40.0
Bias Voltage = 80 V Alcohol (g/210L) | | : | i I
Chepper Freq = 532 Hz 0.09 Flow Rate(L/M) |77 ! .
PUMP INFO 0.08 32.0
Flow Rate = 5.077 L/M i
0. 07rf { 28.0
DETECTOR INFO i ! -
PUMP  ON OFF o ; e
MAX (V) -0.0455 -0.0427 |
MIN (V) =-0.0467 =0.0439 0.0 : s
FILTER INFO ] I S
Filter 1 -0.043 Zero = true 6 5 e o | law i
Filter 2 0.750 Zero = true * i
Filter 3 0.276 Zero = true o ettt o R . 8.0
CALIBRATION CHECK ; |
Xq = 0.089 0.20% 9.0 e
uﬁn 0.00 i L : ! ! j 0.0
Routine Performance Check Passed 0 5 10 15 20 25 30 35 40 45 50 55 60
Performed by A [ Date 10/23/2015
Reviewed by Date
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PERFORMED BY

OPENED: "7-/2'?/.'( <y

e Ens Vo Ya _fosk TS o e et et -

'DATE TYPE OF SERVICE PERFORMED (Name and Title)
DataMaster Simulator Salution ‘ ! :
i ~ lot#14-12-100  EtDHag Conc: 0.098 et ]Z Q(;'sru 1
_.?nglﬂ [ F—or RPC ¢ Range: 0.0% - 0.103 Label Here]
e Preparation Date: 9/10/201.4 Explres O/10/2015  rmrmimimmmined DM Tech ,

DataMaster Simulator Solution :
o Lot $#15-09-100  EtOHaq Cone: 0.099 g/210L -

Range: 0,094 - 0.104 g/210L :
[ For RP( Progaratlon Date: 6/24/2015 Bipires: 6/24/2016 se |l.abel Here]

..................... 1O~ 3‘3 -t \ ‘M A"""\
OPENED:
cRPe- o -

[ For RPC or Slmulator Solutron Change Dlace lLabel Here}

1
—

[ F-'or RPC or Snmulator Solutlon Change Place Label Here]
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[
Status Record Histor it
y 10/23/2015
Status Status
Dt Time Test Type Status Message

11/17/2011 10:17:58 DUI Subiject Record RESPONSE TIMEOUT

11/22/2011 0B:35:27 Check-=In Confirmation Record Simulator Out of Range

12/12/2011 14: Accuracy & Precision Records Blank Error

12/13/2011 085 : Accuracy & Precision Records Simulator Timed Qut

12/13/2011 08 Accuracy & Precilsion Records Simulator Timed Qut

12/13/2011 Accuracy & Precision Records Simulator Timed Out

12/13/2011 Accuracy & Precision Records Simulator Timed Out

12/13/2011 Accuracy & Precision Records Simulator Timed Out

12/13/2011 Accuracy & Precision Records Simulator Timed Qut

02/03/2013 DUI Subiect Record Simulator Out of Range

03/15/2013 DUI Subject Record Simulater Out of Range

04/06/2013 DUI Subiject Record Simulator Out of Range

04/07/2013 Solution Change Record ACCURACY AND PRECISION CHECK FAILED

09/22/2013 DUI Subject Record RESPONSE TIMEOUT

09/24/2013 DUL Subject Record Simulator Out of Range

12/31/2013 DUI Subiject Record Simulator Out of Range

2/31/2013 DUL Subject Record Simulator Out of Range

01/30/2014 RPC Record SAMPLE ACCEPTANCE TEST FAILED

Uz2/21/2014 DUL Subject Record Simulator Out ot Range

11/25/2014 DUL Subfject Record RESPONSE TIMEOUT

12/14/2014 DUL Subject Record RESPONSE TIMEOUT

01/01/2015 DUI Subject Record Simulator Out of Range

01/23/2015 DUL Subject Record Simulator Out of Range

02/07/2015 DUL Subject Record RESPONSE TIMEOUT

02/28/2015 DUI Subject Record Pump Error

06/14/2015 QUL Subject Record Simulator Out of Range

07/02/2015 DUI Subject Record RESPONSE TIMEQUT

08/21/2015 DUI Subject Record RESPONSE TIMEQUT
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