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Status R d Hi 5
atus Recor 1story 10/25/3015
i
katns Stétus Test Type Status Message
Date Time
1143072003 DUI Subject Record RESFONSE TIMEOUT
11/22/2011 Check=In Confirmation Record Simulator Out of Range
12/12/2011 Accuracy & Precision Records Blank Error
12/13/2011 Accuracy & Precision Records Simulator Timed Out
12/13/2011 Accuracy & Precision Records Simulator Timed Out
12/13/2011 Accuracy & Precision Records Simulator Timed Out
12/13/2011 Accuracy & Precision Kecords Simulator Timed Qut
12/13/2011 Accuracy & Precision Records Simulator Timed Out
12/13/2011 Accuracy & Precision Records mulator Timed Out
02/03/2013 DUI Subiect Record mulator Out of Range
03/15/2013 DUI Subject Record imulator Out of Range
04/06/2013 DUI Subject Record Simulator Qut of Range
04/07/2013 Solution Change Record ACCURACY AND PRECISION CHECK FAILED
08/22/2013 DUL Subiject Record RESPONSE TIMEOUT
06/24/2013 DUI Subject Record sSimulator Out of Range
-12/31/2013 DUL Subiject Record Simulator Out or Range
12/31/2013 233 DUI Subject Record Simulator Out of Range
01/30/2014 16: RPC Record SAMPLE ACCEPTANCE TEST FAILED
02/21/2014 23: DUL Subject Record Simulator Out ot Range
11/25/2014 04 RESPONSE TIMEQUT
12/14/2014 ks RESPONSE TIMEOUT
01/01/2015 02 Simulator Out of Ranoe
01/23/2015 12 DUI Subject Simulator Out of Range
02/07/2015 04 DUI Subject RESPONSE TIMEOUT
02/28/201% 2% DUI Subject Record Pump Error
06/14/2015 07 DUI Subject Record Simulator Out of Range
07/02/2015 19 DUI Subject Record RESPONSE TIMEQUT
08/21/2015 23 DUI Subiject Record RESPONSE TIMEQUT
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