ANNUAL PREVENTATIVE MAINTENANCE

DataMaster DMT: 300386

Location: Franklin County SO Richford

Calibration Date:  05/29/2013 Aua o
Certification Date: 05/29/2013 Canmont o
Installation Date: ~ 07/02/2013 S Y 4
APM Date: 08/27/2014

Performed by: ROBERT DRISCOLL

Diagnostic Results Simulator Vapor Test
Congentration =0.099 g/210L
Lot # =14-04-100
VERSTONS : Range =0.094 -0.104
DMT: 1.01 Simulator Vapor =0.094 p/210L
PIC: 2.05
Modem: 2.4 .
Questions: 2.1 RF Detection Test
Passed
TEMPERATURES
Sample Chamber = 48.9°C le Acceptance Test

Breath Tube = 44.3°C Passed
Digital Sim = 33.9°C
SETTINGS
Lamp Voltage = 1.62 V
Cooler Voltage = 1.66 V
Brilas Vol;age = ggsvn 0.10 7T 40.0
Chopper Freq = ” o 00 Alcohol(g/210L) | -
POME TNFO Flow Rate(L/M)
Flow Rate = 5.144 L/M 0.08 ll .................. R 32.0
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FILTER INFO 0 . 05 SR SR i [ 20 = 0
Filter 1 -0.007 Zero = true i i
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Filter 3 0.106 Zero = true 2
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CALIBRATION CHECK
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