ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 300386

Location: Franklin County SO Richford

Calibration Date:  05/29/2013 . _
Certification Date: 05/29/2013 W T
Installation Date:  07/02/2013 AU e S 2
RPC Date: 01/25/2015

Supervisor Name: CHAD A MILES

Diagnostic Results -Agﬂu;m_md_l_’m_isjgn_chggk

Concentration =0.099 g/210L
Lot # = 14-15-100
VERSIONS Range =0.094 -0.104
DMT: 1.01 Average =0.096 g/210L
PIC: 2.05 Std Dev =0.,0000
Modem: 2.4
Questions: 2,1 .
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